POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA BE403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the altached documentation of Standard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are full, true and corpect copy of the original.

‘r.;;jémj (Fan

Signature

STATE OF ARIZONA, )
) 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 22— day of AN ng

Q04 by ___ Cata Duarte

NOTARY PUBLIC

z2/14

DATE

Commission expires:

Investigahons ......

Area Code 328
Administration .........coeen. B85-4884 Fax #'s Emorgency ...

St - LY L |

Business Office ... As5-1171 Administration .............. GA0-5430 Non-Emarngency m.spéh.;l.{a' .. BE5-4111
prarnasinisens BOO-5TTE Business OHICE ........cconicna BB0-5431 TDD  855-4114
PR i nimsinga e B55-0515 Invastigations/Patrol .............. 680-5432 Havasu Silent Witness B54-TIPS

E-mail: police@lhcaz.gov




EXHIBIT ;-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 80040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST ) SanvDRol (57 _aceNeYy LHC PD .

DATE [,{Qiim o TIME cdededd = o

INTOXILYZER SERIAL # 8- 3555 Locanion LHE MAS TAIL -

{ -.‘-1" 1. Ensure that gas tank s attached to nstrument and contains a standard aleohol concentration solution ,_faf)_ﬁl:.

OR
Pour a standard aleohol concentration solubon _AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made. Tum on the simulator and allow temperature to reach 34°C +
0.2°C
Intoxilyzer 8000 display reads “FUSH BUTTON TO START™
Go to the “Control Testing Menu", Select “D™ for dry control test or “W™ for wet control test. Afier selection is
made press ENTER.

. Air blank completed.
. Calibration check completed. Testresults 0./ | 2! AU

. Adr blank completed.
Remaove printed record. Attach the record to the completed checklist.

SIGNATURE (':} ﬂ"‘—t[ df’ a7

DPS Form Exh (-2 (Rev 05-01)
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EXHIBIT -4
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

AHIZONA DEPARTMENT OF PUBLIC SAVETY

STANDARD QQUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 3 Sor2bRoc [§7 AGENCY {_N{ PD _
DATE Jj i | {_ (4 TIME_332 ¢ ) . -
INTOXILYZER SERIAL# £ - 0035355 _ LOCATION (. MG~ JTAIL

( + 1. Display Reads “PUSH BUTTON TO START"

MAGNOSTIC TESTS
i 1. Clock time check,
{ ~7 2. Date check.

OPERATIOMNAL TESTS
i 1. Alcohol-free subject test result 0. O{j{i) AL,
{ »¥ 2. Error recognition logic svstem functioning,
Mot a Suceesstully Completed Test Seguence printed

{ =7} 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Deficient sample printed.

( "‘}j4. Standard Calibration Check standard 0. ;"{ X ,} AC. Result U._Lﬂ._;‘_ AC.

Instrument is operating properly and aceurately.  YES -« ©NO _

COMMENTS

SIGNATURE

DPS Form Exh G-4 (Rev 05-01)




[NTOXILYZER B000

Location: LHC

Lot#: 015131004
Changed By: J.

DAST J. SOMNDROL #1187
|AR

E HAVAGL CITY PD

Cperator: J.

Subject: SQAPR,TEST
pOB: 01/01/19580

Sex: M Weight: 123

1% Minute Deprivation Period? Yes

w LY
o Test Fass 42
0.000 g

o Y
3

Air Blank 0.Co0
Subject Teast 0.000

Lad [
2 Lad

Air Blank ART*
Bir Blank TPS*« 30 38

#*Seguence Aborted

#** Improper Sample

Not a Successfully Completed Test Seguence



QAS: J. SONDROL

LAKE HAVASU OTTY PR

Cperator: J. SONDROL

“T MmN T

LAKE HAVAEU CITY T'D

2:3.1]{_'-'_; act L"'\_'-'I'kl-", TEST
DOB: 01/01/1850

Sex: M

[ %]
|

15 Minute Deprivation Period?

Test

Bir Blank
Ylagnostic T
Bir Blank

“ N

.10 Cal Check

st

4]

IPS**

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence
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Standard Lot

Last Changed By: J.

W
o
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22:28:42
i
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22:29:30
22:30:00

2:30:23
2:30:23
22:30:30
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L
o

*SBegquence Aborted
% Improper Sample

Mot a Successfully Completed Test Segquence



T o ~ Timr = T
LnEt : 1rged By: WT.

QARS: J. S0ONDREOL #187
LAFKE HAVASUO CITY PD
Cperator: J. SONDROL #1187
LAKE BAVASI CITY PD
Subject: SQAP,TEST
] 0D1/01 /1950
M Welg 123
15 Minute Deprivation Period? Yes
Test g/270L 1
3 5 - —

B ko B2 D
] it Ll
18
.
Lu;
]

Fa

LAir Biank 0. J 0
0.700 Cal Check 0-. 102
Alr Blank 0.
Subrject Test 0. 2 E' 3k
Alr Bl d:'.-k 0. jl.jL.l

[ T 0 T o T L R T O T R W = |
[t B B BD

s
b B B

Alr Blank 0,000
Subject Tesk HEX**
Eir Blank RET¥*%x

*Deficient Sample
**Invalid Sample

Beglin new deprivation pericd
*RRRFT Dateet

Not a Successfully Completed Test Sequence



T e o Ty oRate]
NTOXILYZER HOOOD
Location: LHC MAIN JAIL
b = 1~
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**Tnvalid Sample
Begin new deprivation period
Detect

3 d A?\.F

Not a Successfully Completed Test Seqguence




AS: J. SONDEOL

AKE HAVASU Cl1Y PD

Operator: J. SONDRECOL

LAKE HAVASU CTITY D

Ear i 4
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z T #187
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Not a Successfully Completed Test Sequence

i




‘7’_]1BI

FENHIRIT -2
THES BEFORT PREPARED PURSUANT TO DUTY IMPOSED BY ALAC, RIS 10104 (A)

ARIZONA DEPFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 85000

STANDARD CALIBRATION CHECK PROCEDTURE

OA SPECIALIST T _SowibRec (57 o geEREr
pate_1[J1in MmN
INTOXILYZFR SFRIAL # €0 - (x0335% LOCATION CHL MRy TAW
i -//_} 1. Fnsure that gas tank is attached to wstoument and contains a standard aleohel concentration solution , {30 AC,
Pour a standard alcoliol concentration solution {:‘H_AC. into a clean dry simulator und assemble the
;m;::{ﬂm_ Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

( 2. Intoxilyzer BOOO display reads “PUSH BUTTON TO START™

{( 7 3. Gotothe “Control Testing Menu™. Select “D" for dry control test or “W™ for wet control test.  Afier selection is
made press ENTER,

(v} 4, Airblank completed,

{ '-’f 5. (nlibration check completed. Test results 0 ,{g.zf __AC,

( ¥} 6. Airblank completed.

{ =5 7. Remove prpted record Attach the record o the completed checklist,

SIGNATURE £2







