POLICE DEPARTMENT

LAKE HAVASU CITY

2360 MeCULLOCH BOULEVARD NORTH
LAKE HaVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Qualily Assurance Procedures andfor
Standard Calibration Check Procedure are full, true nd myul copy of the original,

Slgn ature

STATE OF ARIZONA )
} 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this A0 day of Ebmﬁwﬁ
by —Crein Dusete

/ Wnl.a o pst-<_

NOTARY PUBLIC

2|z0l14
DATE

Commission expires;

Area Code 928

Acministration ..o, 855-1884 Fax #'s Emergency .......... e B4
Business Office ... BE5-1171 AmInISIration ... GB0-5430 Mon-Emargency Eﬂupm{.‘h ___555_‘;1”
Investigations .......ccoeeeeeeeeenn.. B85-5775 Business Office ... ................. BBD-5431 TDD B55-4114
PG oo erecvesnen. BEG-0515 Investigations/Patrot .............. 680-5432 Havasu Silent Witness ... 854 TIPS

E-mail; police@ihcaz.gov




EXHIBIT ;-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QASPECIALIST ] SorDRot 1§77  aaeney (W PD
DATE .?/.;?af_lj__ e TE IO
INTOXILYZER SERIAL 1 _§D-0035855 _LOCATION R~ TAIL .
{ -/}/ |. Ensure that gas tank is attached to instrument and E,ul;uaim a standard ah:ulﬁi concentration solution L@MT-

Pour a standard alcohol concentration salution AC, into a elean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature (o reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

2

{ <) 1. Goto the “Control Testing Menu". Select “D" for dry control test or *W™ for wel control test. Afer selection is
. made press ENTER.

( 4. Aur blank completed

( 5. Calibration check completed. Test results 0. [}/ AC.

( 6. Air blank completed.

{ 7. Remove printed recordy Attach the record to the completed checklist,

SIGNATURE Q : €7 _ B

DPS Form E.x.héaz {Fev 05-01)
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EXHIBIT G-
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXIYZFER MODEL 8iHi)

STANDARD QUALITY ASSURBANCE PROCEDURE

QA SPECIALIST T SorJDEaL |87 ____AGENCY (_§L PD
DATE 42{..9.:‘.! /H _ nme_(D 1S
INTOXILYZER SERIAL#  KO-/103355  1OCATION [TiRird JRIL

{~7) 1. Display Reads "PUSH BUTTON TO START"

DIAGNOSTIC TESTS
i 1. Clock time check.
{ -)}; 2. Date check.

OPERATIONAL TESTS
{ ). 1. Aleohol-free subject testresult 0. X YD AC.
{ -’%/ 2. Error recognition logic system functioning.
Nuot a Successfully Completed Test Sequence printed
(.f'i 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
/ Deficient sample printed,
34

. Standard Calibration Check standard 0./ [:k '.! AC. Result (), “2! AL

Yis ¢ NO

Instrument is operating properly and accurately.
COMMENTS

SIGNATURE /Q /() J;WL!} 7

DPS Form Exh G-4 (Rev 05-01) =




INTOXILYZER 8000
Location:
Serial MNumber:

Core Version: 87 48
02/20/2074 01:15:58
Lot#: OTS13700A1
Changed EBv: J. SONDROL #187
DAS: J. SONDEOL #1187
LAKER HAVASU CITY PD
Operator: J. SONDROL #1897
LAXE HAVASU CITY PD
Subject: SQATF,TEST
3?3' 814011250
Sex: M Weight: 123
iS5 Minute Deprivation Pericd? Yes

Tash g/210L Time

Air Blank 0.0300 01:+16:46
Diagnostic Test Pass 01217222
Air Blank 0.000 31:17:49
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3.100 Cal Check 0.1
AZir Blank !
Subject Test 0. 000 Ak B
Air Blank ABT*

Air Blank IPS** A

L
o
=
oo
o
N
i
o
s
s B -8
oo

o
o I 5 T

oo
b —
i

“Sequence Aborted
“*Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000

Location: LHEC MAIN JAIL

arial Numbor- 8 313155
-] o - i M
i s b LS - :_-
Standard Lot#: 01513100A1
Last Changed By: J. SONDROI #187

QAS: J. SONDRO # 7

LAKE HaAVASU CITY PD

o
~]

dperator: . BONDROI #187
B T e e et O A
LAKE HAVASU CITY PC

| Subject: SQAP,TEST
{ DOB: 01/01/1950
i Gex: M Weight: 123

15 Minute Deprivation Period? Yes

01:
01¢
i
01:

Subjeclt Test
Air Blank
| Air Blank

f *Seguence Aborted
**Improper Sample

e e

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000
Location: LH( M
Serial Jumber :
Vversion: ¢ ;
20 /2014

QAS: SONDRO
LAF HAVASYU CITY PI

Operator: J. SONDRO
LAKE HAVASU CITY PD

subject: SQAP,TEST
DOB: 01/01/1

iex: M

Q5N

15 Minute Deprivati

tandard Lot#: 015131¢

on Period? Yes

h

#1

Teot g/210L Time

Air Blank
Diagnostic Test
0.100 Cal Check
Air Blank
Subdect Test
Air Blank

Air Blank

*Sequence Aborted

**Improper Sample

0.000
FPass

L= ..."_ L® 1.
0.1700
0.000
0.000
ABT*

IpS*=*
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Beoowk A
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B:1L
B:=40

Not a Successfully Completed Test Sequence
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Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #1

QAS: J. SONDRCL #
LAKE HAVASE CITY PD

Operator: J. SONDROL 7

LAKE HAVASIT CITY PD

Subiject: SQAP,TEST
DOB: 01/01/1950

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test § 2T Time
air Blank 0o b1z L

Diagnostic Test
Bir Blank
0.100 Cal Check

Air Blank
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*Deficient Sample
**Tnvalid Sample

Begin new deprivation pericd
***¥RFI Detect

Not a Successfully Completed Test

sequence
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Standard Lot#: 0151310041
Last Changed By: J. SONDROL 187
QAS J =i #i187
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Operator: J. BONDROL #187

LAKE HAVASU CITY PL

Subject: BQAP,
DOB: 01/01/135

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Te g/f210L Time
Bir Blank 0.000
Diagnostic Test Pass
Air Blank 0.000
0.100 Cal Check 0.101 0
Air Blank 2.000 B
Subject Test D.0O15* 07227z
Air Blank 0.000 01 72
Air Blank 0.000 03:2E
Subject Test .9 01z
Air Blank RET#*# I
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*Deficient Sample
**Tnvalid Sample

Begin new deprivation periocd
*#**REFI Detect

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000

Location:

D3355

Core Ver
] ~ o
DLl 20/ 2 01 20 58

Standard Lot#: 0151310G2%
Last Changed By: J. SONDEOL #187

QAS: J. SONDROL #1877
LAKE HAVASO CITY PD

Operator: J. SONDRQOL #187
LAKE HAVASU CITY PD

om

Subtdect: SQAF,TEST
DOB:z 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Periocd?

Not a Successfully Completed Test Seguence

Test g/210L Time
Air Blank 0.000 Ov:22:13
Diagn stlc Test Fa

o
Air Blar
0.100 Ca; Theck 0.
Air Blank 0. 00¢
Subject Test G.01
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Air Blank
Air Blank 0.000
Subject Test HHH**
Air Blank REI***
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*Deficient Sample
**Invalid Sample

Begin new deprivation pericd
*#**RFI Detect




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PRIM EMIRES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PRONEIMRE

QA SPECIALIST Y Sargbeat 157 AGENCY NC P -

DATE _.UE'[JQ fl'i T™ME OWGL .

INTOXILYZER SERIAL & € -003355 LOCATION main/ TRIL LE

{ *’f 1. Ensure that gas tank is attached to instrument and contains 2 standard alcohol concentration solution , GO AC,

OR
Pour u stundard slcohal concentration solution ) AC, into a elean dry simulator and assemble the
simulator. Fnsure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
- 0.2°C

{ “ - 2. Intoxilyzer 8000 display reads “I"USH DUTTON TO START™

{ “7) 3. Gotothe “Control Testing Menu". Select “D" for dry control test or “W™ for wet conirol test, After selection is
made press ENTER.

{+~1 4. Air blank completed.

( #)_ 5. Calibration check completed. Test resulis 0._{/)/ AC.

{ ‘“{ 6. Air blank completed.

(9 7 Remove prigted record. Attach the record o the completed checklist.

SIGNATURE [£7

DPS Form Fxh G-2 (Rev 05-01)
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