POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA BE403-5047

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andl/or Standard Calibration Check Procedure are full, true

and correct copy of the original. _
?Zr’aﬂ'{’ %7

Signature-

STATE OF ARIZONA )

) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this I' day of APEIL

203 by CARLA  DUARTE

NOTARY PUBLIC
Y-

DATE

Commission expires:

CARLA DUARTE 4
i L ki 8o ey )

X i
e My Wil M LapnEs Mai &9, dulli

Area Code 828

Administralion ... B55-4864 Fax #'s Emergency ............. . 8-1-1
Business Office ........cveeeveee. BE5-1171 Administration ................oocnn.. BB0-5430 MNon-Emergency Dispateh/ ...... 855-4111
Investigations ... B55-8TTE Businass Offico ..o cereeees BB0-5431 TOO  855-4114
PAREOL o...omcevesnirmsssiasssssninnr.. 355-0615 Investigations/Patrol .............. GAD-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police@Ihcaz.gov
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EXHIBRIT -2
THIS REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 80040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 0. SopJDRoC [§7 aGency LNC P
DATE _3- /- 13 ™ME_(ODAE i

INTOXILYZER SERIAL # 8O- 00T 355 vocation (5 CNRPUEL SiGr?

i
{?} 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution Jm AL,

R
Pour a standard alcohol concentrahion solution AC, into a clean dry simulator and assemble the
sitnulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyser 8000 display reads “PUSH BUTTON TO START™
Gio to the “Control Testing Menu”. Select “IY™ for dry control test or “W™ for wet control test. Afier selection is

made press ENTER.

4. Air blank completed. =
5, Calibration check completed. Test results (0 { 4_‘ ! E AC.

4. Air blank completed.
7. Remove printed recorgd. Attach the record to the completed checklist.

/
IGNATURE % 157 : = =

DPS Form Exh G-2 (Rev 03-01)
#TQKEN ouT of SCRUWCE Fleorm CHANMEL Fok bi.wTTR ard 10 m/r?,".'ﬂ“)

£ CHANGED <TRADHARD CaT # 0151310041,

x TEP RIG TEST FRIL




INTOXILYZER 8004

Location: LE CHAMEET

Berial Number: AD-00

Core

STOm A
3355
Version: BI0DG.48

N3/27/2003

Standard Tot#: 01RIZT00AY

Last

OAS:

Changed By: J. SONDROL

00z 26209

#187

J. SONDROL #7187

LAKE HAVASU CITY PD
Cperator: J. SONDEOL #187
LAKE BAVAESD CITY EBD

Tesat

Air Blank 0.000
0.100 £al Chack 0.008
Air Blank G.000

g/210L

Preventative Maintenance
Ferformed -- Timer Reset

Tima

oo
oo
oo

126142
127203
127334



EXHIBIT -4
THIS RETORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RL310-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PRINEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

Qa SPECIALIST T, SavJbiex €7 _aceney (CNC. PD
DATE 3-od 2-13 o me_(0 30

INTOXILYZER SERIAL # _ 80 QO 3355 rocation (5 CNANAEL Sicr) R

) 1. Display Reads “PUSH BUTTON TO START™

GMNOSTIC TESTS
1. Clock time check.
)} 2. Date check.

‘R -ﬁl. I'ONAL TESTS
. Alcohol-free subject test result 0D
? Frror recognition logic system functioning.
Not a Successfilly Completed Test Sequence printed

{ } 3 Proper sample recognition system.
Not a Successfully Completed 'I'est Sequence printed
pid Deficient sample printed.
{ ) 4. Standard Calibration Check standard 0._// ) AC. Result {}.FQ q I; AC,
S S p—. . p—— 5 -

COMMENTS

SIGNATURE (;(E LV'M 1

DPS Form Exh G4 (Rev 05-01)




INTOXILYZEER 8000

Location: LB CHANNEL SICGN B
Serial Number: B0-003355
Core Version: B105.48

03/27/2013 00:30:52
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #1487
QAS: J. SONDROL 4187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Feriod? Yes

Test g/210L Time

Air Blank ~ 0.000 00:32:20
Diagnostic Test Pass 00:32:55
Air Blank 0.000 00:33:22
0.100 Cal Check 0.098 00:33:43
Air Blank 0.00G0 0034712
Subject Test 0.000 00:34:30
Air Blank ABT* 0:34-38
Air Blank IPS** 00:34:46

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER B00O

Location: LB CHANNEL SIGNHN 8
Serial Number: BO-00335%%
Core Verzion: B105.48

03/27/2013 00:36:05
Standard Lot#: 01513100A7
Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DOB: 01/01/71950
Sex: M Weight: 123
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 00:37:08
Diagnostic Test Pass 00:37:43
Air Blank 0.000D 00:38:10
0.100 cal Check 0.09% 00:38: 3
Alr Blank 0.000 00:39:00
Hubject Test DL 235> 00:42:08
Air Blank 0.000 D0:42:40
Air Blank 0.000 00:43:08
Subject Test XAN#= 00:43:51
Air Blank RFI*** 00:43:58

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Seguence




EXHIBIT -2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. RI3-E0-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEIMIRES
INTOXILYZER MODEL 80010

STANDARD CALIBRATION CHECK PROCEDURE

; - B | ¢ R 2 ™
0A sPEciAaLIST I, YoardDlot 1§87 agency (CHC PD )
i T e | = -
DATE =t 2713 _ mme (OO Y
Cry - S iy S BT 2
INTOXILYZER SERIAL # 80 00 5555 Lacation (B CNdesrste Sicrs B
(?/} 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration selution | -"'if}f}__.-‘:.{‘.
OF
Pour a standard alcohol concentration selution AC inte a clean dry sinulator and assemble the
sirmulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
.20
2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START
3. o to the “Control Testing Menu”, Select “D" for dry control test or “W™ for wet control test. After selection is
made press ENTER.
4. Air blank completed. i
5. {alibration check completed. Test results 0. l':ﬂzq ! AC.
& Adr blank completed.
7. Remove printed record, Attach the record o the completed checklisi.
SIGNATURE & 5 _

DPE Form Exh (ix-l (Rev (3-01)
£ AMNBIENT FAIL & o4t
+ [yl ApJOTHE B G~ 3




INTOXILYZER BO0OQ

Logation: LB CHANNEL SIGH 8
Sarial Number: 80-003355
Core Version: B105.4B

03/27/2013

Standard LoL#: 0151310041
Last Changed By: J

QAS: J. SONDROL #187
LAKE HAVASU CITY PD
Operalor: J. SONDROL #187
LAKE HAVASU CTTY PR

Tist g/ 21GL
Air Blank AMDB™
Air Blank 0.000

*Ambient Fail

A0 46=-21

Tamea
GO:46:54
00:47:222

e




INTCXILYZER 2000

Location: LB CHANNEL SIGH B

Serial Humber: B30-003355

Core Version: 8105.48

D3/ 2T L2003 00:46:40
Standard Lot#: 0351370041
Last Changed By: J. SONDROL #187

CA3: . J. BONDROL #7187
LAEE HAVAST CITY PD
Cperator: J. SONDROL #1487
LAKE HAVASU CITY PL

Test g/la10L Time

Alr Blank 0060 00:4%:79
0.100 ¢al check 0.0%94 Of:493:40
Adir Elank 0.0¢0 00:50:00

reventative Maintenance
Performed -- Timer Reset

b




