POLICE DEPARTMENT
LAKE HAVASU CITY

2380 McCULLOCH BOULEVARD NORTH
PAKE HAVASL CITY, AREZONA BE403-5847

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are full, true
and correct copy of the original. il

? /},/;rh ‘_,/[ .Ijl‘ §7

Signaturé

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this day of APRAL
(A0S b CPa A DVAETE

NOTARY PUBLIC

4413
DATE

Commission expires:

CARLA DUARTE
Notary Pyupiic . Ari2ona

Mohave County
m. Expires Mar 29, 2017

Area Code 928

Administration ..............e.o...... BE5-4884 Fax #'s EMBRQancy St 3=1-1
Busingss OMfice ......ccvevvninien.. 885-1171 Administration ceenrnnrnresen. BB0-5430 Non-Emergency Dispalchy ...... B55-4111
Investigalions _............ A55-5775 Business Office ......ccoovevinnnnn.. G80-5431 o B55-4114
FPAHOL i insiiinieiennn. B55-0615 Investigations/Patrol ... G80-5432 Havasu Silent Wilness ... B54-TIPS

E-mail: police @ lhcaz.gov




EXHIBIT -2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEINURES
INTOXILYZER MODEL 80040

STANDARD CALIBRATION CHECK PROCEDLRE

QA SPECIALIST J  SorJbRoL 157 acency LC PP _
pAaTE Y-8-13 TIME [ 60| — S
INTOXILYZER SERIAL # 3O~ O033S 4 LOCATION Sifry € (R CHRNpFL -
n
{[%] I. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution . /G0 AC.
OR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tumn on the ssmulator and allow temperature (o reach 34°C £
( 0.2°C
() 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
{4) 3. Gowthe“Conuol Testing Menu®™. Select “D for dry control test or *“W™ for wel control tesi.  After selection is
made press ENTER.
(Cg) 4. Airblank completed.
() 5. Calibration check completed. Test results 0. (2 79 AC.
(4 ) 6. Air blank completed,
(#&/) 7. Wemove printed record. Attach the record to the completed checklist.

SIGNATURE () Qm'\ [§7 S

DPS Form Exh G=2({Rw 05-01)

 THIS 15 rows W TNE JRIL

* EFpurenet, afrae CAL Cdece




INTOXILYZER 8000
Instrument Initialization
15:29:15 04/08/2013

INTOKILYZER 8002

Location: SIGN 8, LB CHANEL

Serial Mumper: 80-043355

[nre lersion: H183.48

B4/ERA2043 1B:0i:%8

Standard Loté: D1513:008)

[RS: 1. SONDROL 8167
LEKE Helgsl C1TY PO
(perator: J. SOWOROL W17
| 8KE HAURsU CETY B0

Test 9210l Tim

Rir Blank 0008 16:06:%
§.100 Cal Check 0099 16:01:57
Rir Bian 5200 [B: 4227

Prauentative NMaintenance
Performed -- Timer Reset




EXHIBIT G-
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURL

QA SPECIALIST 1 SowJipRot IE7 _ AGENCY (NC 1D i
DATE - %13  mve (66D
INTOXILYZER SERIAL# %0 0033556 LOCATION Siér 8 (B CNRrrJEL

{d/] 1. Display Reads “PUSH BUTTON TO START"

DAGNOSTIC TESTS
{ 1. Clock time check
{ 2. Date check.

I:RATHNM TESTS

( J 1. Alcohol-free subject test result 0.7 XY ) AC.

( ) 2. Ervor recognition logic system functioning,
Mot a Successfully Completed Test Sequence printed

H )} 3. Proper sample recogmition system.
Mot a Successfully Completed Test Sequence printed

) Deficient sample printed. :
({/) 4 Standard Calibration Check standard 0, /¢ IO AC Resulto OO AC,

Instrument is operating properly and accurately.  YES v~ NO

COMMENTS

DPS Form Exh G-4 {Rev 05-01)




Standard Lot DISL3I0GR!
Last Changed By: . SONDROL HIE7

W J. SOMRGL H1E7

J!?u“r 1, SONIRDL W1&7
LRKE BRURsL CITY FD

Subject: SOAP TEST
GOB: 0lembel9e]
2o 1 Uefght: 13

15 Mingte [eprivaticn Periog? Yes

2l l;,f“ﬂL Time

Rl Blank IR 1 i
Diagnostic Test  Pass j&: M
Air Blank §.200 IB: 152
010G Tal Check 0.0 5
fir Blank 0. 00
Sunject est B, 156
air Blank 0,106
Rir Blank 0,080
Sinject Test L ENES |8 20045
air Biark BF et 16:25:50

wleficient Sangle
exfnual id Sarple

Beqin new depriuation pericd
weeRF Jetect

Nof a Successfully
Completed
Test Sequence

p
INTONILYZER 8020 Wl
Location: SIGN B, LB CHINEL

Serlal Marber: 60-003355

Core Uersion: 8105.48

paa200 16:12:47

Standerd Lotk DISISINGRI
Last Changed By: J. SONDACL M1E7

Ce5; I, SOHMDRIL Wiy
LAKE HeLRaU CITY RO

\<7

K 5. LB CHAMHEL
e al “L'l“"L‘" ER-2033%6
[ore Usrsioy Bil5.48
[4-08/2013 |6 4T 38
Standard Loti: E::ulﬁl"uﬁ.
..,E:t..l"h]z'.'! By: S SONDROL #(B7
:Fﬁ: 1, SmiRnL 6187
LAKE HeRsl T5TY FO
fperator: J. SOMROL A18]
LEKE HALRSY C1TY PO
Supject: SOAPTEST
S g e
Sor 11 Veight: i23

15 Rirute Le;r.uat-.sr; Farigo? Yes

Tast g2l Time

fir Blark b %0% {6 08: 448
Diggnostic Test  Pass |h: 8% 26
fir Blank i, u0¢ iee09:53
100 T3l Cneck 0.0 16 Lh: 14
Rir Blank 1.0 152 10:43
Subject Test 0.000 6 11:42
wir Blak Hale IRz 11; JL
fir Blark 1PSes 181119

5erpence Foarted
stinproper Saple

Not a Successfully
Completed
Test Sequence

THENILYZER BO0G
Locatiom SIGH &, LB THRRMEL 3@'%

serlal Murper; 81-003336
Core Uersion: 8185.48
w2013 16:27:38

Standard Loth: 015L3LE0R0
Lasthge»*E; J. SCHDROL H?
EI:I" 1, SOHDROL 167

LAE I-H.H’EU LY PO

Drerator: ). SONDROL H187
LEE Fsl CITY 7O




EXHIBIT (-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PURBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 80040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST . Lobpe [€7  aaency (NG PD Ml il - =28
patE_ Y-8 13 L e JEES

INTOXILYZFR SERIAL # G0~ (05354 LOCATION Si¢rd § (8 CNRresgz

{ 7& 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution /OO  AC,

OR
Pour a stamdard aleohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow emperature 1o reach 34°C +
0.2°C

(%0) 2 Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Go to the “Control Testing Menu™. Select "I for drv control test or “W™ for wet control test.  Afier selection iz

tad P

made press ENTER.
(%) 4. Airblank completed.
{¥) 5. Calibration check completed, Test results 0, qu AC.
() 6. Airblank completed.
(W) 7. Remove printed record. Attach the record to the completed checklist,

SIGNATURE ﬂ;{a"'—-f (€7 - :

DPS Form Exh G-2 (Rev 05-01)




Al

INTORILYZER BOOD
Location: SHH B, LB CHasmEL
3erial Nunser: BI-023ESE

Cars Uersion B105.43
J4/08/2083 = T
Stengacd Lot BISI3i08a)

{ast Changed By 1, SONDROL 2187
(95 ), SOMOROL HiA7

LRRE ARJoSG CITY 20

Uperator: J. SCNIRDL bla7

LARE HAURSL CITY 20

Test gl Tire

Air Blank, 0.0a0 16:25: 52
G100 Caf Check D539 16:
Air Blank 8,080 !

Preventative Maintenance
Performed == Timer Reset




ILN

specialty gases

7 BEavigare Dr. « P.C. Box 790 = Jacksonwille, IL 6265 1-0790
217-245-2 183 « Fax:217-243-7634 - wwwilmoproductacom

Certificate of Analysis

Certificate 1D: 4439

Part #: BACl1@sL1e8T
Cylinder Size:  185L

Lot Numbear 8151318841
Expiration: 3/1/2015

0.100 BAC (For use with breath alcohol testing instruments)

Contents: |05 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Accuracy: Method:
Fthanol 260.5 ppm +1 0,001 or 2% MNDIR,

3 i BAC whichawe
Mitrogen Balance s rester

*MIST Sandard Reference Material
Certification of NTRM Batch Mo, 091601
MNominal 210 pmolimaol Ethanal in Nitrogen
for ILMO Products Co., Jacksonville, IL

/ /5 02£06/l3 wyd

e .-g,, ISONEC ~—
7025:2005 <
Distributed by: CMI Ine, Accredited Laboratory
316 East Minth Street _ *'
Cwensboro, KY 42303 1 . i a
Phone B66-835-0690 pe i
www alcoholtest.com

ISO/IEC 17025:2005 Accredited Laboratory
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E— Material Safety Data Sheet L |5 [
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Ethanol in Nitrogen _ | _
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products company

wwraiimoproducts. cam

Baction 1: Product and Company Identification

SRR 1812 13C0)

3 Bikin Eye Corecl * Huts o
Fhisgisians
Chemical Trads Hemes Ctnanol | Wash sais wilh soap and Fiuth myes with | Foringesion,
wenly wakis fir ai st 15 mintes | plenly of waler sergider
ot = Fuut it I paslric
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Bection 5: Fire Fighting Measures

Tatanie Extinguishre Wedin T Fravucs of Preettion of Firslighters

s Combustior

e_ﬂh_._:”.._._.q.r.

dar | Certss monos
carban dicxde

& any supphec-ar respiraior with Wl lecepiece

Tar e T

ngeston Lye T Skin Fna | Ethaned | Akoha resistan! foemy carkon dicece, ¢

reaistal
Large fires Use alcobsd-resiviny ‘cam o
vt fird wealar

dry thamical, wiler, o

oy T

: s = . ¢ b gnaler with ful lecepiecs
thang - T - F
il & pressure-oemesdl oF JFer
Tilalkr, my v
d segaraie a5 3 A
a e fammatie ' Raspralory oroisclion may
n Cyfrders iy Trequant maglawe

r exsdods i oposed ]

ILMO Produc:
Generated by

Company
s MSDE Manager

Lranmralacg

Generaind tmAisk, LLC. Al Righls Aesorved




Sectlon 12: Ecological Information

Fatz and Transport

State Regulations
N R Prosa

Ermten eity Porsissence | Braacoamulation Wenity in
| Degracability Azcumulatisn Erveiranirint
Etrarol Hot avalable Mot available
3 era] 50
Dlaghria pu ex)
L. t-F Beuns)
| | awalabie el anaiable Mol weal abie

Cenadian Regulations

[ VIHNIS Clas

Hatinnal Inventory Status

U Tmwmaary [TBCA] | 150h 120 Export Naliia

ey [DELIMCELY

St nal Lsind cn rveiory

[Ethancl | Gubjsct
repilatons

i8] D001 Cispate m #

micd etk Al poooce bis

Fitrag

| a0de N azcodance with all spplcabd i Lb..n.uﬁ“

L5 COT 48 CFR 172101

[Froper Shpging | “arad Backing _ Labslrg | Passange [ Cargo Kircrafi _ Badiliza
Hame Hig=ser | Class or Eroup | Bacuiemarts Adrerafi or Gty Quatity | Shigping
Dewishon mitaticns Sescriphan
Ethanal T YL _ LIk I, 1 ET M
. 1
agan | Nirogen EE] z THRgorL PR,
| comprairas _ N csite

Canadian Transportabion of Dangerous Goods

Shigaing hams LIN Numibor | Class

Packing Grodp | Hisk Groug |

Eiranal

Hif appicand |

1.5, Regulaticns

| CERCLA e | GAMA 355 3 | SemA S5t

Efbannl | Mt regeloted | F

a

tatragen | Mot regdmes fett |
SARMA 37021 7
Frute | Crecmic | Fie | Reactive | Suddes Ralase
Erhanal L= ¥y
Nitrogen | ei Ko i)
C. &l Righls Zeserend Generm

Sigragen | Laded on invenory.

Section 18: Other Information

| BFFA Razing
Etrunal | HEALTh=2 FIRE=3 REACTIVITY=0
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