Signature
STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
Subscribed and sworn to before me this _Irf _ day of P‘FP ]"1 \
2014 §Z Cavia  Duavde
MNOTARY PUBLIC
44
DATE
e - CAALA DUARTE
Commission expires: Notary Public - Arizona
I & Mohave County
; ,_E,/«ym Comm. Expires Mar 29, 2017
Area Code 828
Administration ....................... B55-4884 Fax #s Emergency
Business Office _._................. B55-1171 Administration ..., 680-5430 mMon-Emergency Dispatch! ...
Investigations ... BBB-5TTS Business Office ...................... BB0-5431 TDD
Patrol ......ocven ....B65-0515 Investigations/Patrof .............. BR0-5432 Havasu Silent Witnoss L.

POLICE DEPARTMENT
LAKE HAVASU CITY

23680 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5347

To Whom It May Concern:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| cerlify that the allached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and

correct copy of the original.

E-mail: police®@|hcaz.gov

PR = i s

855411
855-4114
Bo4-TIPS




EXHIBIT {:-2
THIS REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY A A C. RI13-10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDULE

QA SPECIALIST _ (JMRLES TRESATL __AGENCY LAKE W'=Y Cxmy  focree
DATE OH-|3-14  tme (2 NS
INTOXILYZER SERIALY 90 - @9335€  [ocation ONANNEL anTox  STeA T

) 1. Epswre that gas tank is attached to instrument and contzins a standard aleobol concentration solution . !Cf_ﬂ- AC,
OR =

Pour a siandard alcohol concentration solution AC, into a clean dry simulaior and assemble the
simulztor. Ensure that a tight scal has been made. Tum on the simulator and allow temperature to reach 345C +
0.2°C
. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

Go to the “Control Testing Menu™, Select “I" for dry contral test o “W™ for wet contral test, Afler selection is
made press ENTER.
. Adr blank completed,

Calibration check completed. Test results 0, 9F€ AC.

. Adr blank completed.
. Remove printed record.  Antach the record to the completed checklist.

SlﬁNﬂWREAC—ZM‘ NG

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER 8000

Location: LHC MAIN JAIL

Serlal Mumber: 80-003356

Core Version: 8105_48

Da/13/2014 11:11:581
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASI CITY P

Oparator: C. TRESCHER #2193

LAKE HAVASU CITY PD

Teat g/ d10L Timea

Air Blank 0.000 11312231
.700 Cal Check C.058 11212252
Air Blank 0.000 1213222

Preventative Maintenance
Parformed -- Timer Reset



EXHIBIT -4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC RIZ-T0-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILY ZER MODEL 3000

STANDARD QUALITY ASSURANCE PROCEDURE

oa spECIALIST (CHARLES Tres el AGENCY [LAME fidvAsu GOy FotinE

paTE__ OH- 13- TIME___ 137 _ g
" .

INTOXILYZER SERIAL# B O —00334% LOCATION RRUbGewmmer chnnel & mumx

{lj{l. Drisplay Reads “PUSH BUTTON TO STARTY

TL/WU‘:“( TESTS
. Clock ume check.

) J? Date check.

OPE TIDNAL TESTS -
i . Alcohol-free subject test result 0. 00 O AL,
(. Ervor recognition logic system functioning.
Z Mot a Successfully Completed Test Sequence printed
i 3. Proper sample recognition system.

Mot a Successtully Completed Test Sequence printed
Deficient sample printed.

(/) 4. Standard Calibration Check standard 0._/© 0 AC. Result 0. OF AC.
Instrument is operating properly and accurately,  YES NO
COMMENTS

;[GNATUI{E (’/:-ﬁé/ -4’%) =

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-0033%6
Core Version: 8105.48

04/13/2074 11:15:58
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY FD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

18 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:17:00
Diagnostic Test Fass 11:17:35
Air Blank 0.00C0 11:18:02
0.100 Cal Check 0.097 11:18:23
Air Blank 0.000 11:18:52
Subject Test 0.000 1191 5
Air Elank ABT* 11219234
Air Blank IpS** 11279232

*Sequence Aborted
Ak Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 82000
Location: LHC MAIN JAIL
Serial Humber: 80-003356
Core Version: B105.48

04/13/2014 11:15:58
Standard Lot#: 015137100A1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #21%

LAKXE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY FD

Subiject: SQAP,TEST
DOB: 10/15/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:17:00
Diagnostic Test Pass Tz 35
Air Blank 0.000 Tz 1802
0.100 Cal Check 0.087 T3 18223
Air Blank 0.000 1118252
Subject Test 0.000 g e-dh o
Air Blank ART*® ] xd9sds
Air Blank Ipgw* [l G

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER B00OQ
Location: LHC MAIN JAIL
Serial Mumber: 80-003356
Core Version: B105.48

04/13/2014 11:15:58
Standard Lot#: 01513100a1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVABU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test qg/210L Time

Air Hlank oc.o000 11:17=00
Diagnostic Test Pass 11217235
Air Blank 0.000 11:18:02
0.100 Cal Check 0.097 11:18:23
Air Blank 0.000 1T1:718:52
Subject Test 0.000 11:19:15
Air Blank ABT#* 11:19:24
Air Blank IPS** 11819232

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




[NTOXILYZER 8000
Location: LEC MAIN JAIL
Serial Wumber: B0-003356
Core Versicn: 8105.48

04/13/2014 11:20:211
Standard Lot#: 01513100417

Last Changed By: J. SONDROL #187
QAS: €. TRESCHER #219

LAKE HAVASU CITY PD

Operator: €. TRESCHER #219
LAFE HAVASU CITY PD

Subject: SQAP,TEST
DOEB: 10/19/1878
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11221 =85
Diagnostic Test Fass 11:217:40
Air Blank G.oo0 TIz22eoh
0.100 Cal Check 0.098 1132228
Air Blank ¢.oog 11:22:58
Subject Test 0.048%* 11526305
Air Blank 0.000 11:226:386
Air Blank 0.0G0 11372704
Subject Test A k* 1132732
Air Blank EFI#**% 171:27:47

*Deficient Sample
**Invalid Sample

Begin new deprivation period
**#*RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER RBOOQO
Location: LHC MAIN JAIL
Serial Number: B80-003356
Core Version: 8105.48

04/13/2014 11:20:11
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY FD

Operator: C. TRESCHER #2159
LAKE HAVASU CITY PD

Subject: BSQAP,TEST
DOB: 10/19/1878
Sex: M Weight: 220

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 11:21:056
Diagnostic Test Pass 11:21:40
Air Blank 0.000 11:22:08
0.100 cal check 0.098 11:22:28
Air Blank 0.00o0 11:22:58
Subject Test a.048% T1L2e05
Air Blank 0.000 1126236
Air Blank 0.000 11:27:04
Subject Test 0w 112327232
Air Elank RFI**%* 11:27:47

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZEE 2000
Location: LHC MAIN JAIL
Serial Number: H0-003356
Core Version: 8105.48

04/13/2014 17220231
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #1887
COAS: C. TRESCHER #2219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
L.AEKE HAVASU CITY PD

Subject: SQAF,TEST
DoB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank G.000 | B R
Diagnostic Test Pass 11:21:40
Air Blank 0.000 11:22:08
0.100 cal Check 0.098 11:22:28
Air Blank 0.000 TY¥:22:58
Subject Test Q.048% 11:26:05
Air Blank 0.200 11226236
Air Blank 0.000 11:27:04
Subject Test X M=2T:32
Air Blank REI**x* 11:27:47

*Deficient Sample
**Invalid Sample

Begin new deprivation peried
***RFI Detect

Not a Successfully Completed Test Segquence

R TIEI. ! i+ C——




EXHIBIT G-2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST (THAREES JREscNEC. AGENCY LMME NAVAS, Pty foctes

PATE oM -(2-1Y _ TIME By

INTOXJEYZER SERIALE  E0 00335 ¢  LOCATION ERID&mmss, channsr T8 INOK

( 1. Ensure that gas tank is attached to instrument and containg a standard aleohol concentration solution 100 AC,

R o

Pour a standard aleohol concentration solution AC, into a elean dry simulator and assemble the
sitmulatar, Fnsure that 2 tight seal has been wade. Tum on the simulator and allow temperature to reach 34°C +
0.2°C

i \/ . Intoxilyzer RN display reads “PUSH BUTTON TO START™

{2 3. Go to the “Control Testing Menu”, Select “D for dry control test or “W™ for wet control test, After selection is
made press ENTER.

( ul/ 4. Air blank completed.

( 24/.5. Calibration check completed. Test results 0. 09 7 AC.

{ - 6. Air blank completed.

{ 7

Remove printed record.  Attach the record to the completed checklist.
p 7

SIGNATURE__ fé _é.ﬂ-f

DPS Form Exh G-2 (Rev 05-01)




IRTOXILYZER 8000

Location: LHC MATN JATL

Serial Number: B0-003356

Core Version: A105.48

04/13/73014 11232217
Standard Lot#: 015713710041

Last Changed By: J. SONDROL #7187

QAS: C. TRESCHEH #2119

LAERE HAVAEU CLITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Taest g/210L Time

Air Blank 0.000 11:232:47
0.100 Cal Check G.097 11:33:08
Air Blank 0,000 11:33:38

Preventative Maintenance
Performed -- Timer Reset




