POLICE DEPARTMENT

LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA B6403-5047

To Whom It May Concern:

| hereby attest that Earl Wilson is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true

and correct copy of the original.
7 4
Ll by

Signature
STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
Subscribed and sworn to beforeme this 8 dayof MAY
2003 ?2 CAeLA  DUARTE

NOTARY PUBLIC

_ 5813

DATE

Commission expires:

CAALA DUARTE
Hotsry Public - Arizona
Area Code 928
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Patrol ......coocoimvmrarmsiesmsnssssnses 855-0515 |nVﬂBﬂgﬁﬁDﬂ3fFHllﬂl ....... e, BED-5432 Havasu Silent Witness ....... 854-TIPS
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EMXHIBRIT -2
THIS REMORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. KI3-10-104 (A)
ARIZONA DEFPARTMENT OF PUBLIC SAFETY
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST £ Ae éviesed AGENCY LulME HMavasv <ir? Palres Do’

DATE EEZGB/}?  TIME_ a9l iMdL S L
INTOXILYZER SERIAL#  BO- 00325 10CATION {HePO  Tarl

( w‘}/ |. Fnsure that gas 1ank is attached to mnstrument and contains a standard alcohol concentration solution g § G AT
OR
Pour a standard alcohol concentration solution AC o a clean dry simulator and assemble the
simulator, Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 3470 +
0.2°C

1. Adr blank completed.
Remove printed record. Attach the record o the completed checklist.

smsw:.-wn;ut'_gla é,@ 2zl

DPS Form Exh G-2 {(Rev 05-01)

{ v‘f 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

( P‘r 3. Go to the *Contral Testing Menu”. Seleet "1™ for dry control test or “W™ for wet control test. After selection is
made press ENTER.

{ 4, Air blank completed.

{ 5. alibration check completed. Test resulis 0, o'i‘i AL

{ 6

{ i




Standard Lot#: 045313100A1
Last Changed By:

RAS: E. WILSON F2Z6

LAKE HAVASD

Cpaerator: E:

LAKE HAVASU

Preventative
Performed -- Timer Heset

CITY EBD

WILSON #2216

CITY FD

Maintenanca

08:15:2
-

143




EXHIBIT -4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RIA-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5040

STANDARD QUALITY ASSURANCE PROCEDURE

UASPECIALIST £ARe besenf  AGENCY CARE pavase car? LPelicé IR

DATE  os5/et /s 2 TIME _e9:23'¢tL
INTONILYZIR SERIAL Y B0~ Q0335 €@ LOCATION LHEPY Tarl

i -/1/! Display Reads “PUSH BUTTON TO START™

DIAGNOSTIC TESTS
{ ¥} 1. Clock time check.
i Vf 2. Daix check.

OPERATIONAL TESTS
{ 5! Alcohol-free subject test result 0. 08 2 AC.
{ 2. Error recognition logic system lunctioning.

Not a Successfully Completed Test Sequence printed

{ *"} 3. Proper sample recognition system.
Not a Suceessfully Completed Test Sequence printed

Deficient sample printed,
{[/} 4. Standard Calibration Check standard 0. J @0 AT, Result U.ﬂﬁ‘f ____AC,
Instrument is operating properly and aceurately,  YES v oNO ;

COMMENTS

SIGNATURE &—Q M Z22¢ N

DP$ Form Exh G4 (Rev 05-01)




INTOXILYZER 8000
Logaticn: LHC MAIN JAIL

Serial Number: 80-003356
Core Versien: B8105.458

05/08/ 2013 032322
Standard Lot#: 01513100GA1

Last Changed By: J. SONDROL #187
QaAS: E. WILSON #2226
LAKE HAVASL CI'TY PD

Operator: E. WILSCN #226

LAKE HAVASU CI'TY PD

Subject: SQAF,TEST
DOB: 12712724012
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 210L Time
Air Blank 0.000 09:24:49
Diagnostic Test Pass 09:25:24
Air Blank 0.000 09:25:51
0.100 Cal Check 0.099 09:26: 12
ir Blank 0.000 09:26:42
Subject Test 0.000 g8:2 27201
air Blank ABT#* 09:;27:08
Ajir Blank IPS** BEE S o B

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence

G~

oV




INTOXILYZER 2000

ILocabtion: LHC MATN JAI
Serial MNumher: B80-0G03
Core Version: B8105.48

05/08/2013 09:259:29
Standard Lobt#:; 0151317100817

Last Changed By: J. SONDROL #187
QAS: E. WILSOHN #LLE

LAKE HAVASI CITY PD

[LSON #2216

Cperatcr: E. W
U CITY PD

LAKE HAVAS

Subject: 30QAP,TEST
DoB: 12/12/2012
Sex: M Weight: 123

15 Minute Deprivatiocn Period? Yes

Test g/210L Time

Air Blank 0.000 05:30:36
Diagrnostic Test Fass BEE 55 B oot [
Air Blank a.000 09:31:38
0.100 Cal Check 0.099% 09:31:55
Air Blank 2.000 09132 -28
Subject Test 0095 09235236
Alr Blank 0.000 D9:36:08
Air Blank o.0oo 09:36:35
Subject Test HHHA* 09:37:00
Air Blank REI**# 0937 :08

*Daficient Sample
**Tnvalid Sample

Begin new deprivation period
***RF1 Detect

Not a Successfully Completed Test Sequence




EXHIBIT €.-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FPROCEDNURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST EARL Evie sors AGENCY Lake Hawasy €IrY Polie Oger
nmls_qr/_ag!.-";_; _ TiME__ 0T Yoiiy

INTOXILYZER SERIAL# 8O - ©00335¢  10CATION LULPY JTaic

{ \-1’ 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution @ je& AC

R

Pour a standard aleohel concentration solution AC, into a clean dry simmiator and assemble the
stmulator, Fnsure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C £
0.2°C

( -{ 2. Intoxilyzer $000 display reads “PUSH BUTTON TO START”

i Vr 3. Go to the “Control Testing Menu". Select 13" for drv control test or “W* for wet control test. Afier selection is
made press ENTER.

{ “} 4. Airblank completed,

{ 1’% 5. Calibration check completed. Test results U._ﬂ‘f‘l AC

{ “T 6 Airblank completed.

{ «1 7. Remove printed record. Attach the record to the completed checklist

SIGNATURE ..-é_z é_:ﬂ 2%

DPS Form Exh G-2 (Rev 05-011)




v Vi : 8105.48
& 1 T L -:-
- WILLSUN #LLE
FE HAVAL CITY PO

PreaventlalLilve

Pesformed -
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