POLICE DEPARTMENT
LAKE HAVASU CITY

2360 MeCULLOCH BOULEVARD NORTIH
LAKE HAVASL CITY, ARIZONA 86403 -5947

To Whom it May Concern:

| hereby attest that Earl Wilson is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true

and correct copy of the original. W —s
= e ’G,x / p
st a1

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this__ \2  dayof _ JUNT
2002, by CArR LY Do e

Dot

NOTARY PUBLIC

lo-15-12-
DATE

Commission expires:

Arga Code 928

Administration vt BOS-4BBA Fax #'5 Emergency ........... : S « *5 B |
Business ONce ............ ... B55-1171 Adminisiraton ...ooovvevevenn. ... GAD-54730 Mjn.Emef?.bﬂr_y Dispatch/ B55-4111
Investigalions ... oo B55-5775 Business Office ......___............ 680-5431 TDD B55-4114
Patrol .......covsvesnsseniinsrsnsoo. BES-0515 Investigations/Patrol ..o 680-5432 Havasu Silent Witness A54-TIPS

E-mall: police@lhoaz.gov




EXHIEIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RIZ-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEIDURE

QA SPECIALIST _Eate flition AGENCY LAKE Havage ¢orr fotice  Qori
pate__es/23/iz — TIME _ 10:38127 S—
INTOXILYZER SERIAL # 80-0033 85 LOCATION BriQgEgeran cuavdet.  (Sicrug)
{ -H""FI Fnsure that gas tank is aitached to instrument and contains a standard alcohol concemiration solution « /82 AC.
Pour a stundard alcohol concentration solution o AC, mito a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turm oo the simulator and allow temperature 1o reach 34°C +

02*C
(49 2. Intaxilyzer 8000 display reads “FUSH BUTTON TO START™
i l«‘rﬁ 3. Goto the “Control Testing Menu®, Seclect “D' for dry contral test or “W™ for wet control test After selection is
made press ENTER.
L{/d-. Aar blank completed.
!:)"/fé. Calibration check completed. Test results 0,87 ave

{

{

{ - Adr hlank completed.

{ M Remove printed record, A:tncw the completed checklist,

SIGMNATURE

DPS Form Exh G-2 (Rev 05-01)



TNTCXILYZER S000
Locakicnn: LR THANMEL SIGHN 4

Sgrisl Noober: AN-N03355
Core Vargsiovn: 8105.48
05/23/26%2 EEr: G

Standard Lold: 35T303700A3
Last __:',.-_1]1__;;_-"_1 By: F. WILEOH FZ26

QAST E. WILSONW #2I0
LAKE HAVASUY CITY FPFD

Cperator: B. WILION #2026
LAKE HAVAST CITY =0

Test g/ 230L Time
AiT Blank .00 T 38 2T
0_108 cal Check n.097 135148

Air Elank 500G 036018

Preventabive Maintenance
farformed -- Timer Reset
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EXHIBIT (-4
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC, RE3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDUE

QA SPECIALIST Eane {Wieserd

DATE _g_g.-/z;/sz_ TIME /6.0 - D o

INTOXILYZER SERIAL # B0 - 00335885 LOCATION B0 et tvarimn. Cldguntse (Csica A )

( “’ff Display Reads “PUSH BUTTON 1O START™

DL?NGSTIC TESTS
{ Clack time check,
{ 2. Date check,

A
OPERATIONAL TESTS
(w7} b Alcohol-free subject test result . 200 AL
{ 2. Error recognition logic system functioning.
Mot a Successfully Completed Test Sequence printed
{ .I./IH.!-. Proper sample recognition sysiem,
Mot a Successfully Completed Test Sequence printed
Dieficient sample printed.
( 4. Standard Calibration Check standand 0. | O & AC, Result 0. 097 AC.

Instrument is operating properly and accurately.  YES q"/ NO

COMMENTS

SIGNATURE ng/Q C‘QL?{J

BPS Form Exh G-4 (Rev 05-01)

JOLTTSY xp IAGe gt {.'G"ﬂ.f":l&?rﬂ.-



INTOXILYZER 8000

Location: LB CHANNEL SIGH 8

Serial NMumber: BO-0033%b

Core Version: 8105.48

O5/23/2012 T2 8603
Standard Lot#: 25710100A7

Last Changed By: E. WILSON #226

QAS: E. WILSDN #2226
LAEKE HAVASU CITY PD

Operator: E. WILSON #2226

LAKE HAVASU CITY PD

Subject: SQAP,TEST

DoB: 1010/2010

Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/Z10L Time

Air Blank 0.000 10:27:17
Biagnostic Test Fass 10227282
Air Blank ¢.000 10:28:19
0.100 Cal Check 0.097 10:28:40
2ir Blank 0.000 1042990
Subject Test 0.177* 10:32217
air Blank 0.000 10:32:50
Air Blank 0.000 10333297
Subject Test XXX** 10:33:39
Air Blank BEI*%*% 10:33:47

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period

***RF1I Detect

Not a Successfully Completed Test Sequence




INTOXTLYZER BOOO

Location: LB CHANNEL SIGHN 8
Berial Numbar: 80-00335%
Core Version: B105.48

DS f2372032 10=715+31
Standard Lol#: 35710100A1

Last Changed By: K. WILSON #2226
QAS: E. WILSON #226

LAKE HAVASU CITY PD

Operator: E. WILSON #226
LAKE HAVA3SU CITY PD

Eubject: BSQAP,TEST
DOB: T0/10/20010
cex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2101 T ime

Air Blank - 0.000 10:16:34
Diagnostic Test Pass 10:17:09
Air Blank 0000 T2 17237
0.100 Cal Check 0.098 10x 17257
Alr Blank 0,000 10:18:227
Subject Test 0.433+* TO:21:34
Air Blank g.ooo0 1M:22:08
Air Blank 0.000 10:22:35
Subject Test 0.036 10:22:59
Air Blank RFI** 10:23:07
Air Blank 0.000 10:23:35

*Deficient Sample
**RF] Detect

Not a Successfully Completed Test Seguence




INTOX1LYZER BO0C0O
Location: LB CHANNE

L SIGH &

Serial MNumber: 80-003355

Core Version: 81U5.48

05/23/2012 10:10:04
Standard Let#: 3571010043

Last Changed By: E. WILSON #2226
gAS: E. WILSON #l2e
LAKE HAVASU CITY PD
Operator: E. WILSON #2286
LAKE HAVALL CTITY PD

Eubject: SQAP,TEST

DOB: 10/10/20%10

Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.0e0 10:11:085
Diagnostic Tesl Pass TR:11:40

ir Blank 0.C00 10:12:08

0.100 Cal Check 0.097 TR:12:28
Alr Blank 0.0900 10512358
Subject Test 0.000 7132713
Air Blank ABT* 10:13:22
aAir Blank IPS** 10:213:30

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence



EXHIBIT (-2
THIS REPORT PREPARED PURSUANT TO DUETY IMPOSED BY A A C, RI3-10-104 (A

ARIZONA DEFARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MO S0

STANDARD CALIBRATION CHECK FROCEDURE

QA SPECIALIST Egde biiitfond AGENCY (.aie Hadaso <77 Poteed Qoo
DATE &f f’fzz/f_zz. ) TIME foloZa D
INTOXILYZER SERIAL# 80 - 003385 LOCATION Bucerzuams cHautct  { Sibit 48 )
(ij/ 1. Ensure thal gas tank 15 attached to instrument and contains & standard alcohol concentration solution - Jal AC
Pour a standard alcohol concentration sohilion OR AC into a clean dry simulator and assemble the
simulator, Fnsure that o tight scal has been made. Tum on the simulator and allow temperature to reach 34°C 4
e
{ 2. ?rfu;-]:!yzm BO0) display reads “PLSH BUTTON T START

(=7 3. Gotothe “Control Testing Menu™, Select “D" for dry contral test or “W" for wet control test. After selection s
made press ENTER.

0 //j, 4. Air blank completed.

{ =} 5. Calibration check completed. Test resufts 0.0 9 8 AC

{ I/{ T Adr blank completed.
(

7. Remove printed record. Attach the rep o the cornpleted checklist,

SIGNATURE

DPS Form Exh G-2 (Rev 05-01)



INTOXILY wRE 8000

Locaktion: LB CHEMHEL SIGH #
ferzal kumber: 80-003355
Core Version: 8105,48
Usf23520%2 100307

Standard Lot#: 35710716081
Last Changed By: E. WILSON #1256

QAS: E. WILEON #1ig
LA®E HAVASY CITY FD

Oparater: B. WILSOH #2286
CAKE HAVASD CITY PD

Teot gl 2100 Time

Air Elank 0gno Thridean
0.109 Cal Check LA ER B 5 1Q:04:07
Alr Blank o.0on Tkl s 30

Frevehtative Maintenance
farmaed -— Timer Reset




