LAKE HAVASU CITY

%
-
€ POLICE DEPARTMENT
| =
'F 2360 McCULLOCH BOULEVARD NORTH

Do S O, : s LA
PPogaTed LAKE HAVASU CITY, ARIZONA B6403-5847

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andl/or Standard Calibration Check Procedure are full, true
and correct copy of the original.

| Signature

STATE OF ARIZONA )
) 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this_ 28 dayof MAY .
2013 by CARLA DUAKTE

NOTARY PUBLIC

513
DATE

Commission expires:

CARLA DUARTE
Notary Public - Arizona

Mohave County
My Comm, Expires Mar 22, 2017
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Patrol & .. BEE.(515 Investigations/Patrol .............. G80-5432 Havasu Silent Witness _...... 854-TIPS

E-mail; police@lhcaz gov




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDNRE

QASPECIALIST J Soribpol 187 acency (NCPb B

DATE_ D /,'35(!'3’ 3  nme 1600

INTOXILYZER STRIAL S B - 003556 ~ LOCATION (NE mAws TRIC

[ '-"“r 1. Ensuie that gas tank is attached to instiument and comtains a standard aleohol concentration solution o [OC) AC,
Pour a standard alcohol concentrution solution OR_ML into a clean dry simulator and assemble the
simulator, Ensure that a tight seal has been made, Turn on the simulator and allow temperature to reach 34°C +
0.2°C

2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

3. Go o the “Control Testing Menu”. Select D" for dry control test or “W™ for wet control test. Afler selection is
made press ENTER.

. Aar blank completed.

. Calibration check completed. Test results 0,100 AC.

&, Air blank completed

7. Remove printed mﬂ Attach the record to the completed checklist,

— g

SN

SIGNATURE oM K7 R ) —r— L B

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER B8040

Location: LHC MAIN JAIL

Serial Humer: 8¢-U03356

Core Version: 2105.4%

Uhy2eS 20173 160067

ard Lot#: UTS5T34710047
Chnanged By: J. SONDROL #7187

Stand
-
[

QAS: J. SOMDROL #1147
LAFE HAVASD CITY EFD

Operator: J. SUNDROL #7187
LAKE HAVABY CITY PL

Tast gfa10L Time

Air Blank 0.000 TE207210
0,100 Cal Cheak 0.100 1682491231
Air Blank 0.000 Th:G2:00

Preventative Maintenance
Performed -- Timer Rasab

FL' i or



FENHITBTT (-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFFTY

STANDARD QUALITY ASSURANCE PROCEDNURES
INTOXILY ZER MODEL 8000

ATANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST T SorspRoL |57/ AGENCY _(NC. PD e
DATE _5:}26{{3 — _ TIME_JEOT S
INTOXILYZER SERIAL # %0~ (N TTSE Location CNC mMQin TRIC

{ A 1. Display Reads “PUSH BUTTON TO START®

DIAGNOSTIC TESTS
{ v 1. Clock time check.
( L2, Date check,

PERATIONAL TESTS
0 1. Aleohol-free subject test result . m AC,
{ o 2. Error recognition logic system functioning,
Mot a Successfully Completed Test Sequence printed

( J’}'IE. Proper sample recognition systen.
Mot a Suecessfully Completed Test Sequence printed

- Deficient sample printed.
{ /‘ﬁfd-. Standard Calibration Check standard 0._4'_r (> AC. Besult O, qu AL

Instnument is operating properly and accurately.  YES -/ MO

COMMENTS

SIGNATURE % f”\’\fw 57

DPS Form Exh G-4 (Rev 05-01)



INTOXILYZER 8000
Locablion: LHC MATHN JAIL
Serial Number: 80-003356
Core Version: 8105.48
05/26/2013

16:03:05

Etandard Lot#: 0151310041

Last Changed By: J. S0NDRREOI #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD
Cperateor: J. SONDROL #187
LAKE HAVASU CITY PD
Subject: 3QAP,TEST
DoB: 07/01/1950
Sex: M Weight: 123
15 Minute Deprivation Period? Yes
Test g/ Z210L Time
Air Blank G.000 16:03:58
Diagnostic Test Pass T&:04:33
Air Blank G.000 16:05:00
0.100 Cal Check 0.099 1605221
AEir Blank 0.000 16:05:5
Subject Test 0.c00 1606208
hir Elank ABT* 16:06:186
Air Blank IPS*# 16:06:24

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence

%! B



INTOXILYZER 8000

Location: LHC MAIN JAIL

Serial Number: B(0-003356

Core Version: B8105.48

05/26/2013 16:03:058

Standard Lot#: 01513100471
Last Changed By: J. SONDROL #187

OQAS: J. SONDROL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: S0AP, TEST
DOB: 01/01/1850
SBex: M Weight: 123

15 Minule Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 16:03:58
Diagnostic Test Pass 16:04:33
Air Blank 0.000 16:05:00
0.100 Cal Check 0.099 18205327
Air Blank 0.000 16:05:51
Bubject Tesot 0.000 16:06:08
Air Blank ABT* 16:06:16
Air Blank IPS++ 16:06:24

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

Hﬁibf



INTOXTILYZER BODOD
Localicon: LHC MAIN JAIL

Serial Number: BO-003356

Core Version: 8105.48

0s/26/2013 128:03:05
Standard Lot#: 0151310041

Last Changed By: J. SONDROI, #187
gAS: J. SONDROL #1887

LAKE HAVASU CITY FD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:03:58
Diagnostic Test Pass 16:04:33
Air Blank 0.000 16:05:00
0.100 Cal Check 0.099 16:05:21
air Blank 0.000 165:05:51
Subject Tast 0.000 16:06:08
Air Blank ABT* 16:06:16
Air Blank [po** 16:06:24

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



[

INTOXILYZER BOOO
Location: LHC MAIN JATIL
Serial Number: 80 003356
Core Version: 8105.48
O5/26/2013 16:08:15

andard Lobt#:; 015137004
2 od

o) 13
ast Changed By . SONDROL #187

QES: J. S0NDRCL #1187
LAKE HAVASU CITY PDL

Cperator: J. SONDROL #187
LAEE HAVASU CITY PR

Subiject: SQAP,TEST
DOB: 01/07 /1950
Sax: M Weight: 143

18 Minute Deprivation Peried? Yes

Test g/210L Time

2ir Blank 0.000 16:09:05
Diagnostic Test Pass 16:09-440
Air Blank 0.00G 16:10:08
0.100 Cal Check 0.89% 16:10:28
Air Blank 0.000 16:10:58
Subject Test 0.094* 16:=14:05
Air Blank 0.000 16:14:537
Air Blank 0.000 16315208
Subject Test MAH** 16215230
Air Blank BF I *#% 16:15:38

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Segquence



INTOXILYZER 8000
Logation: LHC MAIN JAIL
Serial Number: B80-003356
Corec Version: 8105.48

Q5262013 16:08:15
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
th-s : n.! - SU H:‘J’F ':..?:_r #1187

LAEKE HAVASU CITY PD

Operator: J. SONDROL #1587
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB= 01/01/71950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:09:05
DiagnoslLic Test Pass 16:09:40
Air Blank Q.000 16:10:08
0.700 Cal Check 0,088 16:10:28
Air Blank 0.000 16:10:58
Subject Test 0.0594% 16:14:05
Air Blank 0.000 16:174:37
Air Blank 0.000 161505
Subject Test XAK** 16:15:30
Air Blank RFI*** 16:15:38

*Deficient Sample
**Invalid Sample

Begin new deprivation pericd
*¥¥EFI Detect

Not a Successfully Completed Test Sequence

Llh't!
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-003356
Core Version: 5105.48

05/26/2013 16:08:15
Standard Lot#: 0151370041

Last Changed By: J. SONDEOL #187
QAL J. BONDROI #1187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivalion Period? Yes

Test g/210L Time

Air Blank 0.000 16:09:205
Diagnostic Test FPass 16:09:40
Air Blank 0.000 16:10:08
0.100 Cal Check 0.09%9 16:10:28
Alr Blank 0.000 16:10:58
Subject Test 0.094* 16:14:05
Alr Blank 0.000 16:14:37
Air Blank 0.000 16:15:05
Subject Test HEX** 16215:30
Air Blank RFEI*+¥% 16:15:38

*Deficient Sample
**Invalid Sample

Begin new deprivation period
*®*REI Detect

Not a Successfully Completed Test Sequence




i

EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST ) S0subRec (57 ____ AGENCY LNC @b - | O,

pATE_S[2¢ {13 _ mmE_[A]€ e e

INTOXILYZER SERIAL# B0 QOSFSE  LOCATION (N MR~ JAIL

{ = 1. Ensurcthat gas tank is attached to instrument and contains a standard alcohol concentration solution L1100 ac,
Pour a standard aleohal eoncentration solution = AL inte a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C #
0.2°C

Intoxilyzer S0 display reads “PUSH BUTTON TO START™

Gao to the “Control Testing Menu”. Select D7 for dry control test or “W™ for wet control test.  Afier selection is
made press ENTER

. Adr blank completed.

" Calibation check completed. Tent reaaits 0, 017 AC.

. Air blank completed.

. Remove printed record. Attach the record to the completed checklist.

f

SIGNATURE. (J A A 157 _ DR T

—

LRk O 8

o 2

DPS Form Fxh G-2 (Rev 05-01)




INTOXLLYZER BOQO
Logation: LHC MAIN JATI
Serial Number: 80-00335&

Oore Verszsion: BIDS.4B

Standard Lot#: $715131G0a1
Last Changed J . SONDROL

RS J. SONDROL #187
LAKE HAVAESO CITY BD

Operator: J. SCHDROL #1487
LAEKE HAVASI CITY PD

Test g/ 210L
Air Blank oagn
0100 Cal Check 0. 059
Air Blank 0,400

Preventative Maintenanoe
Performed -- Timer Reseb

#i87
Time
1619203
16:719: 28
16219:54



