POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5847

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and

correct copy of the original. @ {

S&AP SIGNATURE osz2§20/0

SOF ¥ - por029
ENO oF SryvpAel

STATE OF ARIZONA }
) ss
COUNTY OF MOHAVE }

Subscribed and sworn to before me this __ A1+ day of _%M«i ,
2010 by A C. DRelLER

NOTARY PUBLIC

G~ 4-10
DATE

Commission expires: & -31-1D

Area Code 928

Administration ...............oovnen, 855-4884 Fax #'s EMergency ....ccceeeeierrereeseennenn 9-1-1
Business Office ...........coccuenn. 855-1171 Administration ... 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations .........cccceieivenn... 855-5775 Business Office ...........ceeevnn... 680-5431 TOD 8655-4114

Patrol ......cccceceveervviivereenneen.. 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness ....... 854-TIPS
E-mail: police@ci.lake-havasu-city.az.us :
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EXHIBIT G-2 :
THIS REPORT PREPARED PURSUANT TO DUTY iMPOSED BY A.AC.R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL §000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST A@&E}L V44 AGENCY, C ”gz"}— oue;ﬁé‘p

DATE _OS~ 28 20/k0 TIME o)

INTPXILYZER SERIAL ¢ 6O * O 029 LOCATIONZMEAD A%,4 NP

I. Ensure that gas tank is attached to insteument and contains a standard alcohel concentration solution « 2 AC.
OR

Pour a standard alcohol concentration solution
simulator. Ensure that a tight seal has been made. Turn on t
0.2°C

- Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

- Go to the “Contro] Testing Menu™. Select “D" for dry control test or “W”
made press ENTER.

. Air blank completed.

. Calibration check completed. Test results 0. /L0 AC.
. Airblank completed. :

- Remove printed record. Attach the record te the completed

AC, into a clean dry simulator and assemble the
he simulator and allow temperature to reach 34°C +

for wet control test. After selection is

ecklist.
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EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 30060

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST /(/&rzaz.%/ AGENCY @%«%ﬂf&yr

DATE oS 2820/ TIME /O &{s
INTOXILYZER SERIAL #  3€* Co/o2F LOCATION <4CPD Al9:14) Ty
g 1

. Display Reads “PUSH BUTTON TO START"

OSTIC TESTS
1. Clock time check.
2. Date check.

IONAL TESTS .
. Alcohol-free subject test result 0. €O AC.
. Error recognition logic system functioning. :
Not a Successfully Completed Test Sequence printed
3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.

4. Standard Calibration Check standard 0. /8O AC. Result 0. @P7  ac.

nstrument is operating properly and accurately. YES NO

O o o Sarviesfor Deychs S T 9390016
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INTOXILYZER 3009
Location: LHCPD MAIN JAIL
Serial Number: 30-001029
Core Versicon: 8105.48

05/28/2010 10:46:38
Standard Lot#: 83001¢C

Last Changed By: K. DRELLER #1213
QAS: K. DRELLER 4121
LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,FREE

DOB: 05/28/2000

Sex: M Weilght: 121

15 Minute Deprivation Period? Yes

Test gq/210L Time

Air Blank 0.000 10:47:46
Diagnostic Test Pass 10:48:20
Air Blank 0.000 10:48:47
0.100 Cal Check 0.100 10:49:08
Air Blank 0.000 10:49:37
Subject Test 0.000 10:50:16
Air Blank 0.000 10:50:44
Wait ABT*

Air Blank 0.000 10:51:27

*Seguence Aborted

Not a Successfully Completed Test Sequen;%§§;7




ITNTOXILYZER &
Location: LHCPD MAIN JAIL
Secrial Numbor: 80-00Gi02%
Core Version: #i05.48

05/28/2010 i10:4¢:38
Standard Lot#: 83001C

Last Changed By: K. DRELLER $#121
QAE: K. DRELLE #121
LAKE HAVAEU CITY PD
Operator: K. DRCLLER 121
LAKE HAVASU CITY PD
Subkject: SQAP,TFREE
DOB: 05/28/2000

Sex: M Weight: 121

15 Minute Deprivation Period? VYes

Test g/2101L Time

Air Blank 0.000 10:47:46
Diagnostic Test Pass 10:48:20
Alr Blank 0.000 10:48:47
0.100 Cal Check 0.100 10:49:08
Air Blank 0.000 10:49:37
Subject Test 0.000 10:50:1¢
Air Blank 0.000 10:50:44
Walit ABT*

Air Blank 0.000 10:51:27

*Sequence Aborted

Not a Successfully Completed Test Sequence




HMTOXILYZER EQOD

=1
.

Tocation: LHCPD HMAIN JATL

Sarial Number: #%0-001029

Core Version: 8105.48

O03/28/2010 10:46:38
Standard Lot#: 8300!G

Last Changed By: K. DRELLER #121
QAS: K. DRELLER 1121

LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LARKE HAVASU CITY PD

Subject: SQAP,FREE
DOB: 05/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:47:46
Diagnostic Test Pass 10:48:20
Air Blank 0.000 10:48:47
0.100 Cal Check 0.100 10:49:08
Alr Blank 0.000 10:49:37
Subject Test 0.000 10:50:16
Alir Blank 0.000 10:50:44
Wait ABT#*

Air Blank 0.0060 10:51:27

*Sequence Aborted

Not a Successfully Completed Test Sequence




INTOXTLYZER 8000
Location: LHCPD MAIN JATL
Serial Number: §0-0010290
Core Version: 8105.48

05/728/2010 10:51:56
Standard Lotd: 83001C

Lasi Changed By: K. DRELLER £121
OAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER $#121
LARKE HAVASU CITY PD

Subject: SQAP,BAWT
LOB: 0572872000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time
Alr Blank Ips* 10:52:53
Alr Blank 0.000 10:53:21

*Improper Sample

Not a Successfully Completed Test Sequence




ITHTOXILYZER #4000

e ” - T LifTaT AT TR
Locat r LECPD MAIN JA

Lon
Serital Wunber: 8

Core Version: 81
UR/28/72010

Standard Loté: 230010

Last Changed 2y: K. DRELLER #1121
OAS: K. DRELLER £121
LARKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAD, BAWT

DOB: 05/28/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Tast g/210L

Time

Air Blank IPS*
Alr Blank 0.000

*Improper Sample

10:52:53
10:53:21

Not a Successfully Completed Test Sequen%




INTOXILYZER 2000

Location: LHCPD HAIN

Serial Number: §0--0
Core Version: 51L0G4.

G5/23/201¢C

Standard Lolt#: S300

AT
SRR
groia
15

T4

Last Changed dy: K. DRELLER

AS: K. DRELLER
ARKE HAVASU CITY o

[

Operator: XK. DRELLE
LAKE HAVASU CITY PD

Subject: SQAP,BRBAWT
DOB: 05/28/2000
Sex: M

R

Welght

r 121

I5 Minute Deprivation Pericd? Yes

Test

a/2i0L

Alr Blank
Air Blank

*Improper Sample

IpS+
0.000

Time
10:52:53
10:53:21

Not a Successfully Completed Test Sequenc




INTOXILYZER 3000

Location: LHCPD MAIRN JATTY

Serial Numper: 80-001029

Core Version: 81i05.48

572872010 105350

Standard Lot#: 83001G

Last Changed By: K. DRELLER E121
QAS: K. DRELLER #121
LAKE HAVASU CITY PD
Operator: K. DRELLER #1121
LAKL HAVASU CITY PD
Subject: SQAP,RFI
DOB: 05/28/2000
Sex: M Weight: 121
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank REFI* 10:54:44
Air Blank 0.000 10:55:123

*REFI Detect

Not a Successfully Completed Test Sequeniij§7




T orIT r

LHTORTLY ZER 201

HG

Location: THCPD MATM JA7L

Sorlial puarnoer:

Core Versicn: E105.,48

05/28/2010

~

A

Srvandard Lot i
L

Changed Bv:

DAas: K. DRELLER

LARD HAVASU CITY PDB

Uperator: K. DRELLER
- T
L

LAKE HAVASLU

CIlYy D

Jubiect: Z0OAP,RFT

DOB: 05/28/72000

Sex: M

Weignt: 121

15 Minute bepri

vation Period? Yaes

Test

g/210L

Time

Alir Blank
A21ir Blank

*RFI Detect

Not a Successfully Completed Test Sequence

RFI*
0.000

10:54:44
10:55:13




INTORILYZER B009

Location: LHCPD MAIN JATL

Serial Namber: 80-001920
¥

Standard fotf; 23001¢
t Cnanged By: K. DRELLER

X. DRELLER #1727 ]
HAVASU CITY PD

Operator: K. DRELLER F121
LAKE BHAVASU CITY PD

subject: SOAP,RFI
POB: 05/28,72000
Sex: M Weight: 121

15 Minute Deprivation Pericd? vYes

Test q/210L Time
Air Blank RII* 10:54:44
Alr Blank 0.000 10:55:13

Not a Successfully Completed Test Sequence,




INTOXTLY A

BORGO0

Locatiocun: T.HOPD T.

Serial HMumbor

Core Versinn: 210905

e fme e . o
O/722720L0 L0:50:08

Oneratorv:

LARE HAVP

Subiject: )
DOB: 05/28/

Sey: M

15 Minute Deprivation Period

Test g/2101 Time
ALy Blank 0.cou RN
Diagnostic Test Pass 1G:57:42
Biv Blank G.GO0 10:58:10
0.100 Cal Check 0.099 10:58:31
Air Blank 0.000 1 2:00

Subject Test 2.097+
Air Blank 0.000
Ailr Blank 0.000
Subject Test RK K H*
Air Blank 0.0G60
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*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence @7




THNTOXTLY 2R S000
L“”ﬂt}OH: LAOPDR MAIN O JATT.
Serial Mumbar: S0-001029

Core Version: 8105.4ds

0h/28/72014 10560

Standard Lot#: 83001G

Last Changed By: E. DRELLER #141
CAZ: K. DRELLER 121
LARE HAVASU CITY PO

(HpcizlLCJL! Fo NRELLER #1201
LAKL HAVASU CITY P

Subject: SOAR, DEFSAMP

ROB: (572872000

Sex: M Weight: i21

15 Minute Deprivation Pericd? Yes

Test g/ 210L

Time

Air Blank ' G.000
Diagnostic Test Pass

Alr Blank 0.000
.120 Cal Check G.099
Air Rlank 2.000
Subject Test 0.097*
Air Blank 0.000
Alr Blank 0.000
Subject Test KXK**
Air Blank 3.000

*Deficient Sample
**Invallid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequeni;ﬁ¢§;>
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B, . ey s s
Last Changod By: K. DRELTER w12

K. DHELLER #1271

HAVART C1TY PD

Oneoyator: L. DRELLER 412 ]
; CIIY PO
: R e S _
|
I
Sex: M Weight: 121
15 Minute Deprivetion Period? Yes
Test /21015, Time
Alr Blank 0.009 0:57:0%8

Diagnostic Test Pass

Alr Blank 0.0006
0.100 Cal Check 0.099
Air Blank 0.000
Subject Test 0.097+%
Air Blank G.000
Alr Blank ¢.000
Subject Test XXX **
Air Blank 0.000
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*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successiully Completed Test Sequence




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXH.YZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST @Qg@t #/g/ AGENCY _MM—

DATE __ OS 28 2/ o ve | o8 N
—
INTOXILYZER SERIAL ¢ __ B0 00/029 LOCATION AL PY A 0Dt
il . T &7 e T
1. Ensure that gas tark is attached (o instrument and contains a standard alcohol concentration solution « /€¥ AC.
OR

Pour a standard alcohol concentration solution

simulator. Ensure that a tight seal has been made. Turn on t
0.2°C

 Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

. Go to the “Contro] Testing Menu™. Select “D for dry control test or “W™ for wet control test.
made press ENTER.

. Air blank completed.

. Calibration check completed. Test results 0. sz AC.

- Air blank completed.
. Remove printed record. Attach the secord to the complgted checklist.

AC, into a clean dry simulator and assemble the
he simulator and allow temperature to reach 34°C +

After selection is







