POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andfor Standard Calibration Check Procedure are a full, frue and
correct copy of the original.

24P TGNATURE os2820/0
SuFSA ~o0/029
STATE OF ARIZONA ) Cwtng & OF Sramipgrens
) ss

COUNTY OF MOHAVE )

Subscribed and sworn to before me this__ “t7H  day of M ,
2010 _ by K.C. DRt

Q%/Qnga‘w@ {kq;;‘ “f;' WYL’;“"‘.“W*‘J“ML‘ e g . .
NOTARY PUBLIC %ﬁ I

b-4-10
DATE

Commission expires: %% - > 1-1D

Area Code 928
Administration ...........cc.ccove..n.. 855-4884 Fax #'s Emergency ............
Business Office .....ccc..cecvveienne 855-1171 Administration .........ccceeveveeien 680-5430 Non- Emergency Dlspatch/
Investigations .........cccv e 855-5775 Business Office .....c..ccccvevveeee 680-5431 TDD
Patrol ...ccccvevvevevevnreracrereenene.. 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness .......

E-mail: police @ci.lake-havasu-city.az.us

e 9-1-1

.- 855-4111

855-41 14
854-TIPS
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A}

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST /i-/(- A‘é’&éé& Fe2r  AGENCY /“’%W%@EE

DATE 05292010 TIME ///.7—
INTOXILYZER SERIAL 4 _ 20 « Oo/o29 LOCATION L¥EPD tlayes Tpis_

1. Ensure that gas tank is atiached (o instrument and contains a standard alcohol concentration solution » 80 AcC.
OR

Pour a standard alcohol concentration solution . AC, into a clean dry simulator and assemble the

simulator, Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TQ START™

Go to the “Contro) Testing Menu™. Select “D™ for dry control test or “W" for wet control test, After selection is
made press ENTER.

7 Air blank completed.

. Calibration check completed. Test results 0. 57 2 AC.

. Airblank completed,
7. Remove printed record. Attach the regord to the completed checklist.

2.

SIGNATURE

DPS Form Exh G-2 (Rev 05-01)
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EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

: ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST /(( é‘&ﬂ:w/l/ AGENCY def/ﬁvwgyyé{ge Aﬁf)-
DATE 05 A8 Ao/o TIME /72 (o
INTOXILYZER SERIAL # 30+ Oo/02.9 LOCATION A4 C LD /'Kfm/

I. Display Reads “PUSH BUTTON TO START”

} NOSTIC TESTS
. Clock time check.
2. Date check.

OB TIONAL TESTS
1. Alcohol-free subject test result 0, &O6 AC,

2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
7"Standard Calibration Check standard 0. , /€& AC. Resulto. 7O/ AC.

Instrument is operating property and accurately.  YES NO

COMMENTS

Boyrw Sewvice Lo 2/2372 LSxp ososs2.

SIGNATURE A L=/
A.-/ VA7 '7"'/2(

' DPS Form Exh G-4 {Rev 05-01) bﬂ? i
&




INTOXILYZER 8000
Location: LHCPD MAIN JATIL
Serial Number: 80-001029
Core Version: B105.48

05/728/2010 11:26:48
Standard Lot#: 712322

Last Changed By: K. DRELLER #121
QAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,FREE
DOB: 05/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:28:12
Diagnostic Test Pass 11:28:46
Air Blank 0.000 11:29:13
0.100 Cal Check 0.100 11:29:34
Air Blank 0.000 11:30:04
Subject Test 0.000 11:30:30
Air Blank 0.000 11:30:57
Wait ABT*

Air Blank 0.000 11:32:07

*Sequence Aborted

Not a Successfully Completed Test Sequence



INTOXILYZER 800¢
Location: LHCPD MAIN JAIL
Serial Number: 80-001029
Core Version: 8105.48

05/28/2010 11:26:4F8
Standard Lot#: 712322

Last Changed By: K. DRELLER #121
OAS: K. DRELLER #121

LAKE BAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,FREE
DOB: 05/28/2000
Sex: M Weight: 12]

15 Minute Deprivation Period? Yes

Test g/210%L T'ime

Air Blank 0.000 11:28:12
Diagnostic Test Pass 11:28:4%
Air Blank 0.000 11:29:13
0.100 Cal Check 0.100 11:29:34
Air Blank 0.000 11:30:04
Subject Test 0.000 11:350:30
Air Blank 0.000 11:30:57
Wait ABT*

Air Blank 0.000 11:32:07

*Sequence Aborted

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: 80-001029
Core Version: 81i05.48
05/28/20190

11:26:48

Standard Lot#: 712322

*Sequence Aborted

Not a Successfully Completed Test Sequen%

Last Changed By: K. DRELLER 121
QAS: K. DRELLER #1121
LAKE HAVASU CITY PD
Operator: K. DRELLER #121
LAKE HAVASU CITY PD
Subject: SQAP,FREE
DOB: 05/28/2000
Sex: M Weight:
15 Minute Deprivation PReriod? Yes
Test g/210L Time
Air Blank 0.000 11:28:12
Diagnostic Test Pass 11:28:46
Alr Blank 0.000 11:29:13
0.100 Cal Check 0.100 11:29: 3¢
Air Blank 0.000 11:30:04
e Subject _Test 0.000.. J11:30:30
Air Blank 0.000 11:30:57
Wait ABT*
Air Blank 0.000 11:32:07



INTOXILYZER 8000
Location: LHCPD MAIN JATIL
Serial Number: 80-001029
Core Version: 8105.43

05/28/2010 L1:34:2%8
Standard Lot#: 712322

Last Changed By: K. DRELLER #121
QAS: K. DRELLER 1121

LAKE HAVASU CITY PD

Operator: K. DREILLER

4127
LAKE HAVASU CITY PD
Subject: SOAP,BAWT
DOB: 05/28/2000
Sex: M Weight: 121
15 Minute Deprivation Period? Yes
Test g/2101L Time
Air Blank IPS* 11:37:27
Air Blank 0.000 11:37:56

*Improper Sample

Not a Successfully Completed Test Sequenc



INTOXILYZER B0O00O
Location: LHCPD MAIN JAIL
Serial Number: 80-001029
Core Versiocn: 8105.48

05/28/2010 11:34:28
Standard Lot#: 712322

Last Changed By: K. DRELLER #121
oAS: K. DRELLER $#121

LAKE HAVASU CITY PD

Operator: K, DRELLER 8171
LAKE HAVASU CITY PD

Subject: SQAP,BAWT
DOB: 05/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time
Alr Blank IPS* 11:37:27
Air Blank 0.000 11:37:546

*Improper Sample

Not a Successfully Completed Test SequencW



INTOXILYZER 8000
Location: LECPD MAIMN JATL

Serial Number: 80-00102%9

Core Version: B105.48

05/28/2010 Tl:3402%

Standard Lot#: 71232
Last Changed By: K.

]

DRETI.ER #3121

OAS5: K. DRELLER #1221
LAKE HAVASY CITY PD

Operator: K. DRELLER #1241
LAKE HAVASU CITY PD

Subject: S0AP,BAWT
DOB: 05/28/2000
Sex: M Weight: 121

-~
2

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank IpPS+* 11:37:27
Air Blank 0.000 11:27:96

*Improper Sample

Not a Successfully Completed Test Sequencejg



INTOXILYZER 8000
Location: LHCPD MAIN JATL
Serial Number: 80-001029
Core Version: 8105.48

05/28/2010 11:358:49
Standard Lotf#: 71232

Last Changed By: K. DRELLER 1121
QAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Sukject: SQAP,RFI
DOB: 05/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11:29:40
Air Blank G.000 11:40:009

*RFI Detect

Not a Successfully Completed Test SequencW
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INTOXILYZER 8000
Location: LHCPD MAIWN JATL
Serial Number: 80-001029
Core Version: 8105.48

05/28/2010 11:38:49
Standard Lot#: 712322

Last Changed By: K. DRELLER #121
OAS: K. DRELLER #1271

LAKE HAVASU CITY PD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

Subject: SQAP,RFT
DOB: 0L/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/2107, Time o
Air Blank RFI* 11:39:40
Air Blank 0.000 11:40:09

*RFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZLR 8BGO0
Location: LHCPFD MAIN JATL
Serial Numbker: 80-001029
Core Version: 8105.48

05/28/2010 11:38:49
Standard Lot#: 712322

Last Changed By: K. DRELILLR #1217
OAS5: K. DRELLER #1121

LAKE HAVASU CITY PD

Operator: K. DRELLER Fr2l
LAKE HAVASU CITY D

Subject: S0AP,RFT
DOB: 05/28/2000
Sex: M Welght: 124

15 Minute Deprivation Period? Yes

Test g/210L _ Tiwe
Alir Blank RET#* 11:39:40
Air Blank C.000 11:40:09

*RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: LHCPED MATH JALL

Serial Number: 80-00102y

Core Version: 5145.18

G5/28/2010 Plzd0: 305
Standard Lot#: 7122272

Last Changed By: K. DRELLLX 5121
QAS: K. DRELLER #1214

LAKE HAVASU CITY PD

Operator: K. DRELLER #1241
LAKE HAVASU CITY PD

Subject: SQAP,DEFSAHP
DOB: 05/28/2000
Sex: M Welight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000  ii:dziiz
Diagnostic Test Pass 11:42:46
Air Blank 0.000 Pl:A43:13
0.100 Cal Check 0.100 12:43:24
Air Blank 0.000 11:44:03
Subject Test 0.067% 11:47:11
Air Blank 0.000 11:47:43
Air Blank 0.000 1:48:10
Subject Test XK ¥ * 11:49:10
Air Blank 0.000 11:49:50

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequenc?éy
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INTOXTILYZER 8000
Location: LHCPD MAIN JATT,
Serial Mumber: 80-001029
Core Version: 8105.48

05/28/2010 11040533
Standard Lot#: 712322

Last Changed By: K. DREILER #1211
OAS: K. DRELLER £121

LAKE HAVASU CITY PD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

SubJject: SQAP,DEFSAMD
DOB: 05/28/2000
Sex: M Weight: 121

Test g/210L Time

Air Blank 0.000 S il:aziuz
Diagnostic Test Pass 11:42:46
Air Blank ¢.000 11:43:13
0.100 Cal Check 0.100 11:43:34
Air Blank 0.000 11:44:03
Subject Test 0.067* i1:47:11
Air Blank 0.000 11:47:43
Alr Blank 0.000 11:48:10
Subject Test XEXH* 11:49:10
Air Blank ¢.000 11:49:50

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequenc;¢$7



INTOXTLYZER 000
Location: LACPD MAIN JAIL
Serial Number: 80-00L029
Core Version: 8105.438

05/28/2010 L1z 2n

Standard Lot#: 712372
Last Changed By: K. DRELLER

QAS: K. DRELLER Fi2i
LAKE HAVASU CITY PD
Operator: K. DRELLER +170
LAKE HAVASU CITY PD
Subject: SCAP,DEFSAMD
DOB: 05/28/2000
Sex: M Weilght: 121
15 Minute Deprivation Period? Yeos
Test g/210L Time
Air Blank 0.000 11:e42:12
Diagnostic Test Pags 11:42:46
Air Blank 0.000 11:43:13
0.100 Cal Check 0.100 11:43:34
Aixr Blank G.000 11:44:03
Subject Test 0.067% 11:47:11
Alr Blank 0.000 11:47:43
Air Blank 0.000 11:48:10
Subject Test XXK** i1:49:10
Alr Blank 0,000 11:49:50

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C.RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST /(/C.’AML =z, AGENCYMM»——

DATE LSR8 Aevp TIME
INTQXILYZER SERIAL # ___F& < OO/p2 LOCATION ,(gz/p //-yw-\}d-«_

1. Ensure that gas tank is atiached {o instrument and contains a standard zlcohol concentration solution »70& AC. 4

OR
Pour a standard alcahol concentration solution

simulator. Ensure that a tight seal has been made. Turn on't
0.2°C
- Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

- Go to the “Controf Testing Menu™. Select *“D for dry control test or “W* for wet control test. After selection is
made press ENTER.

- Air blank completed.

- Calibration check completed. Test results 0. /g5 / AC.
- Alir blank completed.

. Remove printed record. Attach the tecgrd to the completed checklist,

AC, into a clean dry simulator and assemble the
he simulator and allow temperature to reach 34°C +

SIGNATURE

DPS Form Exh G-2 (Rev 05-01)
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