5 %,
_&' © POLICE DEPARTMENT
el =
s » * LAKE HAVASU CITY
% "\'“ 260 MeCULLOCH BOULEVARD NORTH
a-Pﬂan ATED N LAKE HAVASU CITY, ARIZONA BE403-5947
To Whom It May Concern:
| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.
| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Rrocedure are full, true
and correct copy of the original, /
C_Jlu 1{§7
;;-‘ Signature
STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
Subscribed and sworn to before me this _lq day of _=, IUME .
2012 p CARLA DUOATE
NOTARY PUBLIC
b-14—1>-
DATE
Commission expires:
| Area Code 928
Adrritis RGN 1o iieeer e, B55-4884 Fax #'s EM@ancy i i aeiae Be1=1
Busingss L0 ..o 855-1171 AAMINIBLrALION ....xcmens casrenase GEQ-5430 Non-Emergency Dispatey ..., 865-4111
Investigations ..., B55-5775 Busainess OMce ., B80-5431 oD AS5-4114
Patral ... errer.. BEAO515 Investigationa/Patrol ... BA0-5432 Havasu Silent Witnegs ....... 854-TIPS

E-mail: police@lhcar gov

'—_



EXIIRIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10 104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST ] TnedDRoC (87 aciney LAXE NEVASL CITr P
pATE G- 18- IR e SEH4C -
INTOXILYZER SERIAL # &)~ 0021 __LOCATION M TRIL -
)1 Ensore that gas tank is attached o instrument and contains o standard aloohol coneentration solution ‘_ZZDA{'.
Pour a standard alcohol concentration solution i ___AC, mio a clean dry simulator and asscmble the
sumulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature 10 reach 34°0C 4

0.2°C
Intoxilyzer 8000 display reads “PUSH BU T'TON TO START™

P

3. Gaoto the "Control Testing Menu™, Select “ID" for dry control test or “W™ for wet control test. After sefection is
made press ENTER.

4. Aar blank completed.

5. Calibration check completed. Test results 0, O?Q_ _AC

6. Air blank completed.

7. Remove prigted record Allach the record 1o the completed checklist.

SIGNATUIRE

DPS Foum Exh G-2 (Rev 05-01)

1
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INTOXTILYAER 8000
Location: LHCPD MAIN JATT

LTR! i 3
Standard Lobte: 12771714081
Last Changed Dy: J_ NORLE #5180

Cperator: 7. SOND
LAXKE [AVAST CITY PC

Tast g3/ 21EL Time

Air Dlank 0000 16420
ool Cal Cheok w.0ag Thrddtz2h
Arr Dlank 0. 000 16:42:55

eventakbive Mainteunsnce

r
erformed -- Tine: Reset



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

OA :ﬁl%;{‘]ﬁ.i.iﬂ'i"’j_ Souboc (€7 acency LAKE NAVEGSU Oy BD
DATE £- |€- e C TIME f44E
INTOXILYZER SERIAL ¢ 5() QDICI 4 LOCATION JT1A e TRIL )

(i

(W0 1 Display Reads “PUSH BUTTON TO START™

1 &'iNU.‘i'l](,' TESTES
i. Clock time check,
} 2. Date check

RATIONAL TESTS

) 1 Alcohal-free subject test result 'I}._[::l!ilﬂg Al

} 2. Error recognition logic system functioning,
Mot a Suceessfully Completed Test Sequence printed

II 3. Proper sample recogmilion system.
Mot a Successflly Completed Test Sequence printed

o Dreficient sample printed. _ .
& ) 4. Standard Calilration Check standard Qs !m AC, Result 0. mi AC,

i i ]
nstrument is operating properly and accurarely.  YES %5 N

COMMENTS

KF[ DETECT pumieg (™ A BUANK. STRRTES AutR urt Aleodow FRer

SIGNATURE G )(d‘nfj /\y 157 —

/

BPS Form Exh G-4 (Rev 05-01)



Localion: LHCPD MAIN JAIL

Serial NHumber: S0-00102%2

Core Versicn: B8105.48

6182012 16:46:213
Sltandard Lot#: 137111002)

Last (‘hanged By: J. HOBLE #5180

QaAS: J. SOHDEOL ¢187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASBU CITY PBC

Subjecl : S0AP,TEST

DOB: 01/01/1950

Sex: M Weight: 123

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank g.o0n 16:47:25
Diagnostic Test FPass 16:47:59
Air Blank 0.000 Te 4827
0.100 Cal Check RFT* 1T6:48:47
Alr Blank 0.0a0 16:49:13

*RFI Detect

Not a Successfully Completed Test Sequence
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INTOXTT Y AREKE BODOD

Locaebivn: LHCPD MAIN JAIL

serial Number: S0-007029

Core Version: 8105.48

O&18/207% e e T3

Standard Lot#: 1371110040
Last Changed By: J. NOBLE #5190

QRS J. SONDROIL #1187
LAEKE HAVASU CITY PD

Cperator: J. BONDEDOL 187
LAKE EAVASU CITY FD

Subject: SOAPIEST
BGB:x 01/01/1850
SGewxr M Weight: 123

15 Minute Deprivaticn Pericd?® Yes

Tast as 21040 Time

Zir Blank o.aon 1647 #25
Diagrniostic Test Fass 16:47:59
Air Blank G.00o T&ed8: 27
0.100 2al Check RFI* 16:48:42
Air Blank 0.a00 TE:49:13

*RFI Detect

Not a Successfully Completed Test Sequence



LgVU

INTOXITYYEE BO0Q

Lecaticr: LHCPD MALIN JATL
Serial Number: E0-0071029
Core Version: A7
0esf18/2072 16:46:13

Standard Teat#: 13711100810
Last Changed By: J. NOBLE #5140

QAS: T. SONDROL i
LAKE HAVASU CITY &0

Operator: J. SONLDROL #187
LAKE HAVASU CITY =

subjeat: SQAP,TEST
DOB: 01 /A01T/1960
Sex:s M Waighes ¥73

15 Minute Depriwvaticn Period? Yes

Tast g/210L T itne

Adr Blank G.000 TETA 25
Diagnostic Test Tass 168:47:56
Air Blank O. 000 162d8:27
U.100 Cal Check RET* 16:48:42
Alr Blank 0.000 TEsa9ETS

*RF1 Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Licecatficen: LHOPD MARIN JATL
Serial Number: B0-D071029
Core Version: 8105.48

C6/18/2012

Standard Lol #:
Last Changed By:

1371110047
J. NOBLE

YE£ED 23
#5190

J. S0NDROL
HAVASU CITY ED

DRS:
LAEE

SO

Cheratotrs J.

LAKE HAMASU CITY PD
Subject: BQRET, TESY
DOB- 07/0%/19580

Sex: M Weight: 123

Th Minute

>

Deprivation Teriod? Yes

Tast g/ Z10L T1ine

Air Blank 0.000 16:51:12
Diagneostic Test Fass 16:51 : 46
Air Blank C.000 TEsE2:74
2.100 Cal Check a.099 5 e pt A )
Air Blank 0.000 1&:53:04
Eubject ''ast 0.ga0 16353921
Alr Blank ABT# i e o
Air Blank I fak 1853237

*Sequence Aborted
*rImproper Sample

Not a Successfully Completed

Test Segquence



INTOXTIYWAERER 8GO0
Location: LHCED MATN JAIL
Serial Number: BO-0070z29
Core Version: 8105.48
Oa/18/2012 16:50:23

SLandard Let#: 1371710041
Last Changed By: J. NOBLE #5190

QAS: J. SONDROTL, #187
LAKE HAVASU CITY PD

Jpocrator: J, SONDREO| #187
LAEKE HAVASU CITY ED

s}

Subiect: =0AT,TELD
DOB: 31/07/18540
Sex:s M Weight: 123

o

15 Minute Deprivation Period? Yes

Test g/ 2105 Time

Air Blank B.oed 162RT 12
Diagnostlic Teat Fass TE2 B 748
Air EBlank g.000 16:57:14
0.100 Cal Check d.0599 16:52:34
Air Blank G.000 16:53:04
Subject Test 0.000 g5 B
Air Blank ABT* 165328
Air Blank IPSH* b EEL BT

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



b
fl

INTOXTLYZER 8000

Location: LHCPD MATH JAIL

Serial Number: 80-001029

Core Version: B105,48

D6/ 182012 1650523

Standard Lot#: 1371170047
Last [hanged By: J. NOBRLF #5120

INDROIL #7187

QAS: J. 8&C
HAVASU CITY BD

LAKE H

Cperator: J. SONDROL #1457
LAKE HAVASU CITY BD

EST

L
L
m T
il
[4]
3
ey
m
>
]
L

Sex: M Weight: 123

Test g/210L Time

Alr Blank G.000 1G854 217
Diagnostic Test Pass TH:H] 246
Air Blank 0.aao i0:52:14
0.100 Cal Check 0.099 TEa52 054
Air Blank 0. a0u 16:53:04
subject Test o.aoo Te:53:21
Air EBlank ABRT=* T a53 200
Air Blank TEEx® TEeE3s 39

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8OCO

Location: LHCPD MAITN JATL

Serial Number: 20-C07102%

Core Version: B1D5.48

ge/18/20%2 16:56:26

Standard Leot#: 13771110041
Last Changed By: J. NOBLE #5190

QAB: J. 30ONDROL #1879
LAKE HAVASU CITY PD

Operator: J. 3JONDROL #187
LAKE HAVASU CITY P>

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Ceprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 16:57:25
Diagnestic Tesl Pass 16:57:549
Alr Blank ND.NoG 16:58:27
0.100 Cal Check 04100 16:58:47
Mdr Blank 0060 16:59:17
Subject Test 0.,058% 17:02 24
Adr Blank N.060 1 T2 08 a7
Air Blank 0.008 17:03:24
Subject Test MR * 17:03:43
Alr Blank RFI#*#* 17:03:59

*Deficient Sample
**Invalid Sample

Begin new deprivation pericd
**2RF1 Detect

Not a Successfully Completed Test Sequence



THNTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Numker: B0-001029
Core Version: B105.48
0e/18/72012 T

o
n

o p

v
]

Kb

Standaid Lot#: 33717710047
Last Changed By: J. NOBLE

#

L1900

GRS J. SONDROL
LAKE HAVAST OTTY PO

Operalor: J. SONDROL
LAKE HAVALSU CITY Pb

#

87

Subject: SQAF,TEST
DGR 01./81/7950

Sex: M Weighlz 123

15 Minute Deprivation Period? Yes

i

Test g/21CL

Alr Blank 0.000
Diggnostic Test FPass

Air Blank 8.000
0.100 cal Check 9.100
Air Blank o0
Subject Test 0.5
Bir Blank G000
Air Blank a.000
Subject Tes=st e by

Air Blank EFI®A%

*Deficient Sample
**invalid Sample

Beyin new deprivation period
***RF1 Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER HOOU

Location: LECPRD MAIN JA]

Serial Number: B0-001029
Core Version: B105.48
De/18/2002 16:56:286

Standard Lot#: 1371110047
Last Changed By: J. NOBLE #5190

QAS: J. SONDROL #7187
LAKE HAVASU CITY PD

Operator: J. SONDROL #i187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
ocoB: 01/01/15850
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L T Lo

Alr Blank 0.000 T6:57:25
Diagnostic Test Fass 16:57:59
Air Blank 0.000 16:58:227
G.100 Cal Check ¢.100 16:58:47
2ir Blank 8.000 16:59:17
Hubjeat Test 0.058* 17:02:24
Air Blank 0.000 17202257
Air Blank 0.000 17:03: 24
Subject Test XXA** 17:03:43
Air Blank REI**x 17:03:59

*Deficient Sample
khInvalid Sample

Begin new deprivation period
**4RFI Detect

Not a Successfully Completed Test Sequence



EXHIBIT ;-2
THIS REMORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF I'UBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILY ZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDNURE

/"

QA SPECIALIST | Yirdeer 181 aceney [ AKE NRVESU (It D
patE &-1%7 1 mme__ | 106
INTOXIT YZER SERIAL # 87" X L&J’ _rocation [Idin THIL

7

. Ensure that gas tank is attached to instrument and cootains a standard alcolo! concentranon solution = f‘m.ﬂ{
OR

Pour a standard alcohol concentration solution _ AL, o a clean dry simulator and assemble the
simulator, Ensure that a tight seal has been made, Tum on the simularor and allow temperature to rezch 14°C 4
g.2°C

. Intoxilyzer 8000 display reads “PUSH BUTTON TO START

3. Ga to the “Contral Testing Menu™. Select “D" for dry control test or "W for wet control test. After selection is

made press ENTER.

Air blank completed
. Calibration check completed. Test results 0_(TE AC

ﬁu blank u:umplml
Remove pripted recorll. Attach the record to the completed checklist,

SIGNATURE

DPS Form Exh G-2 (Hev 005-01)




ENTOXTILYZER "B000

Locabion:s LHCED

dumbar z

MAIN JAIL

EQ-0ningig

H10E .45

Slandarst Lok #:

Lasl Thanged By:

JES: J:

LAFE HAVASLD CITY

Cperdfor:..]
LAFEE HAVASU

Fravantat ive

Ferformer]

=}

[Tl
o O

=}
[ e s |

Malnlaparoes

T ey

AT 064

ROELE #5

Rrgerl

1537}

Tima

17:07549
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