POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and

correct copy of the original. M
- ‘r‘v/

SRAP- SIGNATURE oo z5z0/0

STATE OF ARIZONA ) FO~ OO /225
)} 8
COUNTY OF MOHAVE )

Subscribed and sworn to before me this __ /> 7/ day of O,U,é,by- ,
v

2000 by KC DRtk
NOTARY PUBLIC
- (5-/ Mohove Conty
DATE Giorta Thomas
Ny Comonission Brpties
ion oxores: -31- D iy L _esiaw
Commission expires: % -. .. .
Area Code 928

Administration ... 855-4884 Fax #s Emergency ..o, 9-1-1
Business Office ... 855-1171 Administration ........cccccveeeeees 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations ......c....cccceevvenee. 855-5775 Business Office ........cccoeeenen. 680-5431 TDD  855-4114
2= () [P 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness ....... B54-TIPS

E-mail: police @ci.lake-havasu-city.az.us



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST ,(/‘_} . QZM%?(_ _ ACIENC\’MA’#ZM% Of

DATE P28 2s/0 TIME /@27 .
INTOXILYZER SERIAL # B3O OO/ 02 % I OCATION 4(//4’/9 A

yn.

SIGNATURE

DPS Form Exh G-2 (Rev 05-01) D

Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution /€3 AC.

OR

Pour a standard alcohol concentration solution _ AC, 1nto a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “Contral Testing Menu”. Select “D™ for dry control test or “W" for wet control test. After selection is

made press ENTER.

. Air blank completed.
. Calibration check completed. Test results €. o0 AC.

. Air blank completed.
. Remove printed record. Attach the record to the completed checklist.

// 4 @4&"4
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THTOXILYZER 2940
Locations: LHCED HATN JALL
Servial HNumbor: 80-0010729

Core Version: R1IT50868

Last Changad HBy: Ko DROLLE= 412
A5 K. DRELLER 12

LAKE HAVASU CITY ID

Cperator: ¥. DRELLER #7121

LAKE npyvyast O D
Teni G/ FLme

Alr Blank N.000 16:28:09
0.100 Cal Check G.100 162303
nir Blank 0.000 16:28:59

A

Malnbananse

Ferformed -- Timer Resel
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EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST / /_Qté?_'éfﬂ _'Z/Z/ AGENCY M‘/%/’Y 4a¢/gﬁp;

DATE OGrRE20/p TIME /&3 /

INTQXILYZER SERIAL ¥ 08 - OO/02F LOCATION 44&"/1/4)‘4 /Z %4/ .34/.4_

Dlsplay Reads “PUSH BUTTON TO START™

DI OST[C TESTS
. Clock time check.
2. Date check.

[ONAL TESTS
1. Alcohol-free subject test result 0. DO Ac
. Emor recognition logic system functioning.

; Not a Successfully Completed Test Sequence printed
. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed

Deficient sample printed.
4. Standard Calibration Check standard 0. /£ AC. Result 0. D??

Instrument is operating properly and accurately. YE@O

COMMENTS

AC.

SIGNATURE M

Al Jtzeer Zz,
0{/1?—;71/5

' 'PS Form Exh G4 (Rev 05-01)



INTOXTILYZER 8000
Loca*ion: LHECPD MATIN JAL
Serial Number: 230-001029

Core Version: 8i05.42

1

D6/28/2010 16:31:39
Standard Lot#: 712322

Last Changed By: K. DRELLER #1210
QAs: K. DRELLER #121

LAKE [HAVASU CITY FPD

Operator: K. DRELLER L1701
LAKE HAVASU CTITY PD

Subject: SQAP,REE
DOB: 06/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.000 16:32:55
Diagnostic Test Pass 16:33:30
Air Blank 0.000 16:33:57
0.100 Cal Check 0.100 16:34:18
Air Blank 0.000 16:34:48
Subject Test 0.000 16:35:12
Air Blank 0.000 16:35:39
Wait ABRT*

Air Blank 0.000 16:36:16

*Sequence Aborted

Not a Successfully Completed Test Sequence

2



i B PH o B o e

LR

HIOXILYZER BUOO
jocat ton: LHODD Main
Sorisl Number: ggv@,
Core Verzion: :
NG/28/72010

DRELLER
LAKE HAVASD CITY PD

arator: w. D
I

HAVASU O

Simjﬁct SOAD, FREE
& Uofh8x20b0

Sex: M We i

15 Minute Deprivation

Test g/

#1271
#121
Lize

-lod? Yes

Arr Blank Gg.

Diagnestic Test Pas

Air Blank 0.

0.100 Cal Check .-

Alr Blank 0.
Subiect Test 0.
Air Blank
wait

Alr Blank 0.

*5equence Aborited

000
000

.000
ABT*

000

16:32:55
16:33:30
16:33:57
16:34:18
16:34:48
16:35:12
16:35:39

16:36:16

Not a Successfully Completed Test Sequence

M
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INTOXTILYZER 8000
Location: LHCDPD MATN JATL
nxar: RO-001029

5
Core Version:; B1i05.453
ey 4

Standard

Ls
Lzst Changed By: ¥, D

OAS: K. DRELLER §121
LAXE HAVASU CITY PD

Upcrator: k., 38 vl21
LAED haVAZL CITY PP

Subject: SOAP,FREE
DCB: 06/28/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes
P

Test g/ 2100 Time
Air Blank 0.006 16:32:55
Diagnestic Test Pass 16: 0

—
(=2t
..

Ailr Blank 0.000
0.100 Cal Check 2.100
Alr Blank 0.000

4o

[ A
s SRR oo RN

'

B e N L PR VR

[n)

. .e
Lo Lo Lo o L e
[0 L B SRS - PR PO I o

O T T T
jop
.

Subiect Test G.000 12
Alr Blank 0.000 6 : 39
Wait I3

[o
s
O
et
o)

Air Blank 0.000 1

*Seqguence Aborted

Not a Successfully Completed Test Sequence

U



INTOXTLYZER BOOO

Location: LHCPD MAIN JATL

Serial Mumber: 80-001029

Core Version: 8105.4%

0e/28/72010 16:37:46

Standard Lot#: 712322
Last Chanoed By: K. DRELLER 51

OA5: K. DRELLER #1271

LARE HAVAZU CITY PR

Operator: K. DRELLER #1

LAKE HAVASU CITY P

Subject: SOAT,BAWT
DOB: 06/28/2000
Sex: M Welght: 121

15 Minute Deprivation Period? Yes

Test Time

T
N
¥ | b
Lon]
=

Alr Blank
Alry Blank

< H WO
IR
[l Fp]
-

o

*Improper Sample

16:38:38
16:39:06

Not a Successfully Completed Test Sequence

/G



THTOXLTILY AR 8000

F

e s
o van
£1721]

( K. DRELLER #121
LAKE HAVASZUT CITY DL

K. DRELLER §121
CATY

16:58:385

A ;
Air Blank 0.000 16:39:0¢

5k /2101 Time
*

*Improper Sample

Not a Successfully Completed Test Sequence ﬂ
!



Subject: SOQAP, BAWT
BOB: 06/25/2000

Sex: M Wolaht: L2

[y

i% Minute Deprivatlon Perioed? Yes

Test
Alr Blank
Air Blank

ﬁ
IR
o

D
< U
)
fome]

Ne f pet
[

¥

*Improper Sampie

Not a Successfully Completed Test Sequence d
{



o PR PR
Rerial Number:

Core Version:

Da 2872010 1639135

Standard Lot#: 712222

Last Changed By: K. DRELLIER +171

LAKE RBAVASU CITY ©°D

OAZ: K. DRELLER 2121

Cnerator: ¥. DRELLER #121]

LaXEl HavASl CITY ¥D

i-

Subject: SQAPR RPT
DOB: 0e/28/2000
Sex: M Woelght: 121

15 Minute Deprivation Period? Yos

Test g/210L Time

Air Blank 0.000 16:40:48
Diagnostic Test Fail® 16:40:58
Air Blank REI** 16:41:05

*  Analytical Stability Test
**RIFI Detect

Not a Successfully Completed Test Sequencefﬁ



HTOXTLYZER H000

AR R F R S NPT
P RMATL TSI

HAVASU CTTY 1D

Fan N

Tubject: GOA I
Sex: M Welght: 121
15 Minvte Deprivacion Period? Yes

Tast 9/2101L Time
Alr Blank 0.000

)
I
fln
<>
.
o
[SA NS

— O
(N

Diagnostic Test F
Alr Blank REI**

s
[
—
%
e
o3
.
SNy

[ax]
[
W3]

*
bt ';r_y
i3

o]
i
[
[
[t
oS
T

-
-

Not a Successfully Completed Test Sequence

72!



g12]
177

Sex: M

.
-

[

Diagnostic Test Fail+ i

il
o]
Alr Blank RET*+ it

Lon
<N
§

* Analytlical Stability Teso

##RFI Detect

Not a Successfully Completed Test Sequenc%%’



XKILVZER 23000
«ocation: LHCPD

121

Ohs: H. DRELLER £121
LAKE HAVASH CLTY PD
Uperator: K. DRELLER #1221
LARE HAVADD CITY PG
Subject: SOAPR, DEDSAMD
DOBR: 06/28/72000
Sex: M Weiqht: i21

15 Minute Deprlvatlon Period? Yes

Tast G/21GL Time

Alr Biank G.000 16:42:54
Diagnostic Test Pass 16:45:29
Adir Blank 0.000 16:43:56
(0.100 Cal Check 0.100 16:44:17
Air Blank 0.000 16:44:46
Subject Test RGE* 16:45:24

=
<
[inyy
(o]
<o
[

Alr Blank 0.0G0

*Range LExceeded

Not a Successfiully Completed Test Sequence

&/ﬂ



AT Ry

subject: SOAP, DEFSAMND
DOB: GG6/28/72000

CAir Blank _ ]
Diagnostic Test Pass 16:43:29
Air Blank 0.000 16:43:54
0.100 Cal Check 0,160 i6:dd iy
Alr Blank G.000 6144146
Subject Test RGES 16145
Air Blank a.a00 16:46

"
o
>

*Range Exceeded

Not a Successfully Completed Test Sequence

/4



Subicct: SOQAP,DOFSAND

SO0

10y
A

EOHAVALD CTTY

3 i
B 06/2272000
Sex: Weight:

H

1z
£

i - T U Y - PR
1 Minute Deprivation Poriod? Yes

ot

Test g/210L Time

Arr Blank J.000 1g:42:5

Diagnostic Test rass 16:43:2
5

Air Blank 0.000
0.100 Cal Check G.100
Adr Blank $.000
Subiject Test RGE®

Alr Blank 0.600

*Range Exceeded

i
(e}
Fay

da Lo e Do

s
[

N

-

[

O o=l Oy N2

—
(93]
Iz

.
N
fIvy
L9
]
fi=n

16:46:06

Not a Successfully Completed Test Sequence

/4



DU
s

St

TR

A1 Blanpk L0000
0,700 Cal Cheok L
Alr Blank 0,000
Subject Test GLo7Ew

Alr Blank C.000
Alr Blank 0.000
SubjJect Test (KK
Alr Blank 0.000

#peficient Sample
##Invalid Sample
Begin new dewrivation period

[y

WOy

oo

R

oLy L
e

|-
Ty
Lroun
L)
*e
e
-

6
6
&

-
-

—
[
o

i
fTay

Not a Successfully Completed Test Sequency



SZubiect Test

|
|
|
\
|
|
|
|

Air Blank
ALy Blank 1615357

Subject Test
13

i Blank
*Deficient Sample

**invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

A




coTivat Lon

Air Blank 2. 000 16:49: 4

Sualziect Test GLugs 16:52:55
Alr Blank 0000 16153030
Eiv RBlank 0,000 GRG0 n7
Subject Test KAK#* TheHd s ad
Arr Blank .000 15155 i4

fDeficiert Sampl

**Invajiid Sample

e

Begin new deprivabion period

Not a Successfully Completed Test Ezequs:n:eﬁp




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8300

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 7 e Tozer  AGENCY Lnes/Drrepser C oy, ﬂ,cig']g"

DATE oe2sr0 T™ME_ /&8
INTOXILYZER SERIAL 4 _ FO OO/ Z)P _LOCATION __ LAz o) M/V -

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution « /€X2 AC.
OR

Pour a standard alcohol concentration selution %AC, into a clean dry stmulator and assemble the
urnt on the simulator and allow temperature to reach 34°C +

: . simulator. Ensure that a tight scal has been made,
. O-ZOC
' 2, Intoxilyzer 8000 display reads “PUSH BUTTONTO START”
: Go to the “Controf Testing Menu™. Select “D™ for dry control test or “W" for wet contro] test. Afler selection is

made press ENTER.

Afir blank completed.
Calibration check completed. Test resuits 0. €27 E AC.

Alr blank completed.
Remove printed record. Attach the record to the completed checklist.

| SIGNATURE ______M/

| | &E Deszere Py

DPS Form Exh G-2 (Rev §5-01)

had

N/ A

49!7?25,7_74/5






