POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASLU CITY, ARIZONA B8403-5847

To Whom It May Concemn:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

Signature

STATE OF ARIZONA )
) 88
COUNTY OF MOHAVE )

Subscribed and sworn to before me this f?i day ahi’(-'\da% :
214 v Chandoa. neachen
/(td./?ﬂé%f alle
0

TARY FUBLIC

7/2/)Y

DATE

ROBIN SHOEMAKE

Commission expires: 7 v
S - AN S5 Mahave County
_'___..,-—-\-Lz' "’-}, 2o 13 nir e My Comm. Expires Jul 13, 2015

Area Code 928

Administralion ............oeeeven.. B55-4884 Fax #'s Emeargancy . veavisnnrreers 8= 1=
Buainoss Office ... e BESA11TY Administration .......cc...o.. .., BAO-5430 Mon- EI[IESQETIL ¥ Dﬁpatcn B55-4111
Investigations coerrnes BBB-BTTE Business Office ... 6B0-5431 TDD  855-4114
Patrol ) . BBR.0515 Investigations/Patrol ............. 680-5432 Havasu Silent Wilness B54-TIPS

E-mail: police@ihcaz gov
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EXIIRIT 3-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. RI3-10-104 (A

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STAMNDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBEATION CHECK PROCEDURE

QA SPECIALIST _( fARLES —FRESHER, agency /. HCLY

pDATE &% -4 TIME /334 s _ -
INTOXILYZER SERIAL# KO - 003354 LOCATION _CHANNES  TArioX

() 1. Ensure that gas tank is attacked (0 instrument m:dgﬁllaim a standard aleohol concentration solution « /22 A(

Pour a standard alcohel concentration solution AC, into a clean dry simulator and assemble the
simulator, Eosure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
0.2°C

. Intoxilyzer 8000 display reads “PUSH BUTTON TC START™

. o to the “Control Testing Menu™, Select “D" [or dry control test or “W™ for wet control test, After selection is
made press ENTER.

. Adr blank completed.

. Calibration check completed. Testresuls 0. O 96 Ac,
Adr blank completed.

.. Remove printed record. Attach the record to the completed checklist.
——
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DPS Form Exh G-2 (Rev 0501}
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INTOXILYZER 8000
Location: LB CHANNEL S51GH B
Sarial Number: BO-0DG3356
Core Version: 8105.48
O6/28/2014 13:24:17

Standard Lot#: 015131C0A1
I.aat Changed By: J. SONDROL #187

OAS: . TRESCHER #219
LAKE HAVASU CITY PD

Qperator: C.. THRESCHER #2719
LAKE HAVASU CITY PD

Test g/210L Time

Alr Blank 0.C00D 13:24:52
0.100 Cal Check 0.096 13:23:13
Alr Blank 0.000 13:25:42

Preventative Maintenance
Performed -- Timer Resetl




EXHIBIT G4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED IBY A AC RI3-10-104 {A)

ABRIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

OA SPECIALIST UARLES TpeselEr. _____ AGENCY LHcgn
DATE &€ - FY 1Y o TIME 1331
INTOXILYZER SERIAL# _89- 00334€  rocamion CMdMer  Twriox .

{L/{I . Ihsplay Reads “PUSH BUTTON TO START™

D1 OSTIC TESTS

[ I, Clock time check.
i L/{Z. Date check.

OPBRATIONAL TESTS
( 1. Alcohol-free subject test result 0,00 AC.
( 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
{ 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed
Deficient sample printed.

( V) 4. Standard Calibration Check standard 0, /0© AC. Result0,077

Instrument is operating properly and accurately. YIS X‘ NO

COMMENTS

AC,

SIGNATURE B — & S—

DPS Form Exh G-4 (Rev 05-01)




(eerator: ©. TRESCHER #219
LeKE WA CITY PO

Sunject: SOAP TEST
08 Livisd

Sex: M

Not a Successfully
Completed
Test Sequence

feszas20!
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13:40: 1%
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exfr | [Eiecl

Not a Successfully
Completed
Test Sequence
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Cperator . THESCHER £219
LAKE HRUAS T3TY PO
Synject: SORP TEST

DOE: 101501908

Sex: i Ugignt: 20l

18 Wb Pore foak e Thar bt Ve
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Not & Successfully
Completed
Test Sequence



INTOXILYZER 8000

Location: LB CHANNEL SIGH 8
Serial Number: 80-003356
Core Version: 8105.48

06/28/2014 13:27:20
Standard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operators C. TRESCHER #219
LAKE HAVASU CLTY PD

Subject: SCAP,TEST
DOB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test qg/210L Time

Air Blank 0.000 13:28:21
Diagnostic Test Pass 13:28:56
Air Blank 0.000 13:29:24
0.100 Cal Check 0.097 13:29:44
Alr Blank 0.000 13:230+14
Subject Test 0.000 13:30:33
air Blank ART* 13:30:39
Air Blank IpS** 13:30:47

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000

Location: LE CHANNEL SIGHN &
Serial Number: B0-003358
Core Version: 8105.48

06/28/2014 B L et R 5
Standard Lot#: 01513710047

Last Changed By: J. SONDECOL #187
QAS: C. TRESCHER #2719

LARKE HAVASU CITY PD

Operator: C. TRESCHEE #219
LAKE HAVASU CITY FD

Subject: 3QAP,TEST
DOB: 10/19/1978
Sax: M Weight: 200

15 Minute Deprivation Period? Yes

_Test g/210L Time

Air Blank 0.000 13:28:27
Diagnecstic Test Fass 1322854
Air Blank 0.000 13:29:24
0.100 €Cal Check 0.097 13:29:44
Air Blank 0.000 13:30:74
Subject Teszt 0.000 13:30:33
Alr Blaonk ABT* 13:30:39
Air Blank IES** 13:30:47

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

l------lIIIIIIIIllllllllllllIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIII
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INTOXILYZER 8000

Location: LB CHANNEL S5IGH 8
Serial Number: 80-003356
Core Versicn: 8105.48

ge/28/2014 13:27:20
Standard Lot#: 015131004a1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Oparator: C. TRESCHER #219
LAKE HAVALGL CI''Y 2D

Subject: SQAP,TEST
poB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:28:21
Diagnostic Test Pass 13:28:56
Air Blank 0.000 13:259:24
0.100 Cal Check 0.0%97 13:29:44
Alir Blank 0.000 13:30:74
Subject Test 0.C00 13:30:33
Alr Blank ABT* 13:30:39
Air Blank Ipg*®* 13:30:47

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13 10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST _ (PJALLES TRggered __AGENCY _/#CvPD - =

DATE &-25 -9 ) TIME__ j34Y -
LYZERSERIAL# __ §0 - 00 3352 LOCATION  (ONqwA€c VT ox

f Ensure that gas tank is attached to instrument Ind:‘;:ﬂm a standard alcohol concentration solution .f 0 AC.

Pour a standard sleohol concentration solution AC, inte a clean dry simulator and assemble the
simmlator, Fosure that a tight seal has been made, Turn on the simulator and allow temperature to reach 34°C 4
0.2°C

Tntoxilyzec 8000 display reads “PUSH BUTTON TO START™

Go to the “Conirol Testing Menu”™. Select “1Y” for dry control test or “W™ for wet control test. Afier selection is

X
(i &
e e
7

L b

Calibration check completed, Test results 0. '}E; AL,

Adr blank eompleted.
Remove printed record. Attach the record to the completed checklist

——
S =tR T )

SIGNATURE = f’_ﬂf—':",‘,—:ﬁj-/——'—-

DPS Form Exh G-2 (Rev 05-01)




TNTOXITYZRER RAOOD

Tocation: LB CHANNEL SIGN &

Serial Wumber: BO-003356

Core Version: B8105.48

06/28/2074 13:44:47
Standard Dot#: (01513100A1

Lazt Changed By: J. SONDROL #1387

Qas: . TREECHER #219
LAXE HAVASU CLTY FPD
Operator: C. TRESCHER #2139
LAKE HAVASU CITY PD

Test g/ 210L Time

Air Blank 0000 13:45:18
0140 Cal Check 0.096 13:45:39
Air Blank 0.000 13:46:09

FPreventative Maintenance
Performed -- Timer Reset




POLICE DEPARTMENT

1 T 'y, 7 =10 I
LAKE HAVASU CITY
2360 MeCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5047

To Whom It May Concern:

| hereby attest that Charles Trescher is a Cerlified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

I certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

Signature

STATE OF ARIZONA )
)ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 92 day of J{AL(J

- i d
20/ vy é / ﬂwém ;
A s bpvema e

~~ NOTARY PUBLIC /

T SIS

DATE

. 3 ROBIN SHOEMAKE
Commission expires: Gak, = Motary Public - Arizana

R L e Maohave County
\j’_ﬁi_ /..13-, o =L ; My Comm. Expires Jul 13, 2015
b 2y

Area Code 828

Administration ......oeeeieeee... B55-4884 Fax #'s EMergency oo 82121
Business Office ........coceveiveen.. 8551171 Administration ..., B80-5430 Mon-Emergency Dispatch/ ... 855-4111
Investigations .........c.cccevievenn, 395-5775 Business Office ..o, B80-5431 TOD BEA-4114
Patrol oo, B958-0515 Investigations/Patrol ... BBU0-5432 Havasu Sllenl Wilness ... 854-TIPS

E-maii: police@@ihcaz.gov
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEPFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSUBANCE FROCEIN/RES
INTOXILYZER MODEL 80040

STANDARD CALIBEATION CHECK PRUCEDURE

QA SPECIALIST _2HRRLES —TRESCHER AGENCY __ LMC P B

DATE____ 6-35-/Y R [0 37 wes -

___LOCATION _LNCPO  MAIN ALY

INTQXILYZER SERIAL # SO - 09335
/(

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution ! 29 AC.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature (o reach 34°C +

0.2°C
i / 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
] 3. Go to the “Control Testing Menu”™. Select “D™ for dry control test or “W"™ for wet control test, After selection is

( :
made press ENTER.
/ . Calibration check completed. Test results 0./ Q9 AC,

{ 4

( 5

{ 6. Air blank completed.

(/) 7. Remove printed record. Attach the record to the completed checklist,

SIGNATURE___— f% :-._-‘—"f'__éf_--ti._- -

DPS Form Exh G-2 (Rev 05-01)

Adr blank completed.




1835239




EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEPARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 80410

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST CHAzieEs TRESCHEEL AGENCY LAEPD .

DATE &-2% 14 TIME [O4%

INTOXILYZER SERIAL# 99 -003%85  rocamion  ZA2P0  MATN JdIc
(+/) 1. Display Reads “PUSH BUTTON TO START"

D?GNDSTIC TESTS
1. Clock tme check.

(
Lﬁ 2. Date check.

OPERATIONAL TESTS
{ f 1. Alcohol-free subject test result 0. OO AC.
{ V') 2. Error recognition Jogic system functioning.

Not a Successfully Completed Test Sequence printed
[\f} 3. Proper sample recognition system.

Mot a Successfully Completed Test Sequence printed

Deficient sample printed.

(v ) 4. Standard Calibration Check standard 0. /00 AC. Result0.__] O] AC.
Instrument 15 operating properly and accurately,  YES MO
COMMENTS

SIGNATURE r%%

DPS Form Exh G4 (Rev 05-01)
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INTOXILYZER 8000
Location: LHC MAIN
Serial Number: B0-

oo
Version: 8105.48

JAT]

} -{ 4 .5

Core

Oe/s2872014 1Q-45:
Standard Lot#: 01513710041
Last Changed By: C. TRESCHER #2139
QAS: . TRESCHER #219
LAKE HAVASU CITY PD
Operator: C. TRE3CHEE #2119
LAEE HAVASU CITY PL
Weight: 200
ilon Period? Yes
Tast g/210L [1me
Alr Elank 0009 14424
Diagnostic Test Pass 10:44:59
2ir Blank 0.000 10:45:28
0.700 Cal Check 0.701 10:45:47
Air Blank 0.00¢ | 0:46:217
Subject Test 0.000 10:46:34
2ir Blank ABT# D-46:41
Air Blank IBS** 10:46:49

*Sequence Aborted
FrImproper Sample

Not a Successfully Completed Test Sequence
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[NTOXILYZARER 8000

Location: LHC MAIN JAIL

Serial Number: 80-003355

Core Versicn: 8105.48

Oa/2B/2014 1024316

Standard Lot#: 0151310041
Last Changed By: C. TRESCHER #2193

[

Operator: C. TRESCHER #2719
LAKE HAVASU CITY F

Subject: BOADR, TEST
pOB: 10/19/1978
Sex: M Weight: 200

1h Minute Deprivaticn Period?

Fest g/ 210L Time
Air Blank 0.000 |- G=
Diagnostic Test Pass 10:
Air Blank 0.000 10:

100 Cal Check 8161 5
Air Blank 10
subject Test 10
Air Blank

10
Air Blank

Tt
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*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence
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INTOXILYZEERE 8000
Location: LHC MAIN J
Serial Number: 80-00
Core Version: 8105.

De/28/2014 10:43:16

7

5_*.5-

oo Lo e

=

Standard Lot#: 01513100A1
Last Changed By: C. TRESCHER #2159

QAS: C. TRESCHER #2169
LAKE HAVASU CITY ED

Operator: C. TRESCHER #215
LAKE HAVASYG CITY FD

Subject: SQAP, TEST
DOB: 10/19/1978
Sax: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/ 210
Air Blank o.000 10:44:
Diagnostic Test Pass

A

0 s

0:44:

bbb LD B

1
Air Blank 0.000 102452286
Q.70 Cal Check G149 104547
Alr Elank 0.000 10246217

Subject Test 0.000 10:46:34
Air Blank ABT* 10:46:41
Air Blank IPS*® 10:46:4%9
*Zequence Aborted
k*Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

LEC MAIN JAIL
Serial Number: B80-003355
Core Version: 3105.48
06/28/2014

Localbion:

511

Standard Lot#: 01
Last anged By: C.

Pt
il

e
OAS:

LAKE

C. TEESCHER

HAVAST

CITE PB

TEESCHEE

1TY PD

Operator: C

LAKE HAVASU C

#2158

TEENITY
Cyasy L

Subject: SQAPR,'
DOB: 10/19/1578

Sex: M

15 Minute Deprivation Periocd? Yes
Test g/2101 Time
“Air Blank 0.00D 10:4B:;53
Diagnostic Test Pass 10:49:28
Air Blank 0.00o 10:49:56
0.700 Cal Check 0.101 1 =a0D%Th
Air Blank 0000 18:50:46
Subject Test 0.036% LEz53:53
i Blank 0.000 105424
Air Blank 0.000 Thshd RS
Subject Test KX F* T8 5T
Air Blank RET* %% 10255222

*Deficient Sample
**Invalid Sample

Begin new deprivation
***RFI Detect

period

Not a Successfully Completed Test Segquence




INTCHILYZER

Serial Number
O

LR

De/28/2074

Standard Lotd: D15137100A

- a2t - =] Ity ow i
L350 LhRangea Ehrr. R ©

8004

HC MAIN JAIL

1 -
e Version: 8105.48

= m

LAKE HAVASU

GAZ: C. TREICHER

CITY: PR
TRESCHER
CITY PO

Weight: 200

15 Minute Deprivation Periocd? Yes

*Deficient
**Invalid Sample

Bogin
*x*HEF] Detect

Not a Successfully Completed Test Sequence

Sample

new deprivation period

g/f210 Time

06.000 10:48:53
Pass 1 (1+49:28
0.000 10:49:56
0. 107 1R ERAETE
0. 000 10:50:46
0.036% 0+ 53253
0.000 z 24

*ar




[INTOXILYZER 8000

[ I

Location: LHC MAIN JAIL

Serial Number: B80-003355

Core Version: 8105.48

06/28/2014 10:48:00
Standard Lot#: 01513100A1

ast Changed By: C. TRESCHER #2169

OAS:

. TRESCHER #21
LAEKE HAVASU CITY PD

P
te]

Operator: C. TRESCHER #21¢
LAKE HAVASU CITY PD

subject: SQAP,TEST
DOB: 10/19/1978

i

Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank 0.000 0:48:53
Diagnostic Test Pass 10:49528
Air Blank 0.000 10:49:58
0.100 Cal Check G.1071 [ @=50s1h
Alr Blank 0.000 10:50:46
Subject Test 0. 036* TES53553
2ir Blank C.000 10:54:24
Air Blank 0.000 105452

Subject Test o ks 10:55:12

*Deficient Sample
**Invalid Sample

al
Begin new deprivation periocd
k& *RFI Detect

Not a Successfully Completed Test Sequence




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSUHANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEINRE

QA SPECIALIST _ (TWAKLES —Fh¢se New, AGENCY /N pn _ "
DATE e e i _ TIME /057 HRs -
INTOXILYZER SERIAL# 0 —~ 003355 LOCATION __ L HCPL  plazal IS
( \ﬁ 1. Ensure that gas tank is attached to instrument and guimm a standard aleohol concentration solution <[y AC,

Pour a standard alcoho! concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made, Tumn on the simulator and allow temperature to peach 34°C &

0.2°C
Intoxilyzer 8000 digplay reads “PUSH BUTTON TO START™

( uﬁ 2
{ /) 3 Gotothe "Control Testing Menu", Select *D" for dry control test or “W™ for wet control test. Afler selection is
/ made press ENTER.
‘7/ Air blank completed. _
v Calibration check completed. Test results 0. ,! 0 AC.

Air hlank completed
Remove printed record. Attach the record 1o the completed checklist.

DPS Form Exh G-2 (Rev 05-01)

.
T

T g’

bl I

-
o

2Py




33

i L i

n

i

30

-1
L
og




