POLICE DEPARTMENT
LAKE HAVASU CITY

2360 MeCUELEOCH BOULEVARD NORTH
LAKE HAVASU CITY, AHLZONA BEA03-5947

To Whom i May Concerm:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for #he Lake
Havasu City Folice Department.

I certify that the attached documentation of Standard c}uanty Assurance Procedures andfor
Standarg Calibration Check Procaedure are fuil, true, /fnf.i corre 7 copy of the original.

AT
Slgnau.sre
STATE OF ARIZONA }
188
COUNTY OF MOHAVE )
Subscribed and sworm to before me this [ day of ,_Ji4 i\{

2015 ae oshn Ssndvel

Oﬂtpﬁf{‘ i/a. /?/HLQ

NOTARY PUBLIC

S

DATE

Commission expires. CARLA DUAATE

Hotdry Peblic - AfltoRa

Mahave County

Area Code 323

Adrinistrafon ..o BE55-1881 Fax & BT BIIEY e e e i
Business Office ... ... ARH 11T Adrrbristration ... BB 5430 Mon-Emergency Dispatch! ... 855-411F
IMvastigations ..o, 3E5-B775 Bustness OHice ... BA1-R43 TOD  8hh-4114d
Patrol .o ARR-OG 1S invostigations/Pairal oL a0 54732 Havasy 3fert Witness

E-mail. police @ hcaz.gov

....... 254-T|PS



EXHIRIT €52
THIS REPORT PREPARED PUESUANT TO DUTY IMPOSED 8Y A A€ R13-10-104 (A}

ARIZONA DEFPARTMENT O PYHRLIC SAFETY

STANDARD QUALITY ASSURANCE PEGCEDULLE
INTOXILYZ EX MOREL 30400

STANDARD CALIERATION CHECK FEOCEDIURE

AGENCY _{_#C FD

QA SPECIALIST J ‘vindDiew 1% 7

— = .

DATE__ /- 1- 15 _TmE_ (DTS

INTOXILYZER SERIAL 8 %70 - (X020 LOCATION { A YDA v TR

{ -“’jl L. Emsuee that gas tank is attached to inftrument and conting a standad alechol coneentration solution | f CE Y AC

OR

Pour a standard zleohol concettration solution A, into 2 clean dry sitnulator atd zsseruhi]e the
simulator. Ensure that = tight seal has been made. Tum on the sinwlator and silfow temperature @ reach 34°C +
9.2°C

¢ ~¥ 2. Intexiiyzer 8000 display reads “FUSH BUTTON TO START"

{ -7 3 fGigtothe "Contiol Tegting Mae™, Sdect "D7 for dry control tost or “W™ fin wed conro! test. After selectian s
made press ENTER.

( Y. 4. Aicblank completed. =

( -3 5. Calibration check completed Temt resslis 0,07 ] AC

{ .6 Ak m;mt completed

( ¥ 7. Remo tcd rocard. [Astechthe revord s the completed chocklist,

SIGNATURE AN a Y J A ]

DPS Form Exh G- {Rcv 05401)

?Il}l




INTOXLYZER BI0D

Lovelion: LIKD MAIN JATT

Sarial MuomoDer: B-003358

Oore Vars-on: 210,45

R sATSELRE 09:25:35
Ntandard T.ob#: Zr3dTatioad

Last Chongod Sy J. SOHLEOD #1587
DRSS DL BONOHCL K137

LAZE HAWASL ZiJy 22

Cporator: J. SONZROL #CET

SOKERE nAYRIND CITY PD

TRET af2°aL Time

hir Black oG 0926132
D100 Cal Sheenk n_aa? 002634
Lir PRlank oGos R

Praveniativs MainktoInanoo

Ferformed Yimor Reget




EXHIELE {4
TS REFORT PEEPARED I'URSUANT TO DUTY IMPOSED BY A.AC, $13-10-104 {4}

APITONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FIUCLEDURES
INTOXILYZER MODEL 504

STANDARD QUALITY ASSURANCE PROCEDURE

— —
v

QA SPECIALIST ) TyAnDdol {377 acEney LNC P

DATE_ f- 15 . tMe_(Of07 .

ENTOXILYZFER SERIAL #_ 7 -(J0 3554 rocaTion LN e THic

{ <7 1. Display Reads “PUSH BUT1ON TO START™

DIAGHNCSTIC TESTS
{ 7 1. Clock time check.
{ .72 Date cheek.

OPERATIONAL TESTS
£ :j"f/l . Alvlusl-froe subjeet test remabt 0,7 0 ¥ AT,
( 2. Error recognition logie system functioning.
_ Nat 2 Sueeesshuily Completed Teat Sequencs printed
( 7 3. Eroper sample recognition Sywiem,
Mot 8 Suceeszfully Completed Test Sequence printed

Deficicnt sample printed.
¢ %, Standard Calibeation Chock standard 8/ /)¢ AC Reauto, OT5L  ac

Enstrument s opeating moperly and accwately.  YES H/___ NO

COMMENTS

]

i
/
SIGNATURE C/L/{‘?V -f/{?/f i

FS Form Exh G4 (Mea 54013




INTOXILYZER S000
Locationn: LHC MAIN J&TL
Gerial Number: 50-0033546
Core Versicon: Bi0b5.048

O1/07/20%5 G3:27:54
Standard Zot#: 137430023

Last Changed By: J. SONDEOL #1857
RS ). BONLDEREOD #1357

LAXE HAVASU CITY PD

Uperataor: J. SCHKDROL #5187
LAKE EAVAST CZITY PD

Hubjent: SCAD, TEST
DCE: 10703719739
Sewr M Weight: 123

15 Minute Deprivation Farigod? Yas

Tost g/ 21 GL Time

Air Blank G.000 09:z8:14
Diagnosiic Test Fass 92919
Bir litank Q.C00 09:29:44
0.160 Cal Chack IR 03+30:07
A+r Blank D.0GG 02:20:37
Subject Test .o 09:21:04
2ir Blank LET® C9:31:07
Alr Blank IEpa*=® 09:31:14

*Soguence Aborted
=* |mproper Samplo

Not a Successfully Completed Test Sequence




INTCHILYZER BOGC
Locatiorn: LHC MATIW JATL
Szrial Numker: H0-00335g5
Corg Versicn: 8105.33

gUA0TS20nR G3;27:54
Standard Lot#: 2731430042

lLast Changed By: J. SCONDRCL BrHY
QAS: J. SONDROGL #1877
LAKE E2VARST CITY PL

Cperator: J. SONDROL #1587
LAEE HAVAS CITY 20D

Subsact s SOAP,TEST
DoOBE: 10G/05/1379
Bex: M Woignt: 123

15 Minute Deprivaticn Pericd? Yes

Test g/ 2101 Time

Air Blank G.000 D9128:44
Diagnegticz Test Pazxz D5:29:19
Air Blank 0.000 0% :2%:48
2.1C00 cal Cheok 0.o97 G9:30e07
Bir Blanw a.00% 39:30:37
Subject Test RV D958 200
A2ir litank ART= O9 3107
Air Blank Ipg*= 0%:37:74

*Seguence Aboried
*=Impropaer Samplc

Not a Successfully Completed Test Seguence




fAHE B00O0

LHC MAIN JAIT
B0 0D33s

B10o 44

IRTCXIL
Localion:
SGerial Numher:
Core Version:
ny/N7TA2015

Ge:d7:54

Standard Lot#: 131314710043
Last Changed By: J. SCNLRROL

#7857

QAS: J. BONDROL
LAKE ERVASY CITY PD

g

SONDRSL
CITY FD

Dperator:
LAKE HAVASU

#187

#187

fubject: BGAP,TEST
Do 10071875
Sex: M

'k

Weight;

123

P

Minute Deprivabtion

Ferind? Yes

Test gl 2% oL Time

Air Biank .00 0%:258:
Ciagnuslic Tast Pass Go-d9:1%
Air #ilank 20000 GG:29:46
2.100 Cal Check 0.9 OG0
Air Blank 0.020 a9:30:37
Snbjest Test 0o 09:31:00
nir Blani LBETH 094100
Pir Blank | o D% .31 :

*Jeguence Abarted
kATmproper Sacple

Neot a Successfully Completed Test Sequence




IMTORILYZER 3000
Location: ZHC MAIN SAIL
toeriz]l MNumber: S0-G0335&
Core Version: Bi05.48

GTSO0TS2000 98- 32:30
Standard Leot#: G1314100A83

Tazt Changed Bv: J. SONDROL #3827
arg: J. SORDEIL #1827

LAKE HAVASY CITY FD

Cperatcy: 7. SONDRCL #1387
LAFKE HAVASIT ity 212

Subkiect: S0AFP,TEST
DoB: T0S0571975
Sex: M Woeight: 123

15 Minute Dopriwvation Perzcd? Yas

Test aif 2101 Times

Air Bianx G.090 D¥9:3%: 40
Diagnostiz ''eat Fass 0%:133:55
Alr Blank 9.000 0%:34:22
0.1G0 Cal Check D.0%6 G%:341:43
i Blank o.aoo e
Suhject Test 0,210 09:33:27
Air Blank 0.2C0 19:38:54
Air Biank Q.0cG 09:39:21
Subject Test LSS 09:39:44
Alr Elank REI*** 0%-439:452

sppficient Sample
**Tnvalid Sample

Beglin new deprivation pericd
**xEH|YL etect

Not a Successfully Completed Test Sequence




INTOXILYZER 2000
Tocation: LHT MAIN JAIL
Serial Number: BO-0023545
Tore Version: S108B_48
Q70720595

Standsrd Lot#: 0131410083
Last Changed By: J. S0NDECL

9 AL 40

#1887

GnEr J.
LAES HAWAIL

SONDECL
L S

#1387

SCHNDEDL
CITY P

Operalaors J.
LAKKE HAVASTS

#ig7

Subject: SCAR, TEST
DOE: :0/G5/15%79
Sex: M

Welghnt:

123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Black 9.000 I EEEERFD
Diagnostic Tast fass 09:33:556
A2ir Blank 0,003 O09:34:22
0.100 Cal Check 0.0%9a 09:34:43
Air Blank G.Noo N3:35:1
subkjcct Test Go210* 0%:35:20
Air Blank S.000 0S:358:54
Air Blank 0.Ga0 09:339: 41
Subject Test W Fw G9:3%144
Air Blarnk BEL*%¥* O dg:52

Fhoficiant Sample
*=2Inwvalid Sample

Bagin new deprivaticn psriod

*kkkp it Dateni

Net a Successfully Completed Test

Segquence




INTOXILYZER 8000

loraticn: LHZ MaIN JADL

Serial Number: BF-1J3356

Core Version: 81C05.458

QY /0772015 09:32:30

Standard Lot#: 2131410083
Last {Thanged By: J. SONDROL #3187

CAS: J. SONDROI. #4187
LARE EAVASU CITY 7D

Operator: J. SONDROL #1887
L= HAVASU JITY FL

Suhijent: 5QAF, TEST

Subject Test N.Z1C+ 0%:358:20
Alr Blanik 0.000 OG:38:54
Alr Biank 4.000 09:39:-21
Sukject Test HAW F= 0%:39:44
Air Blank BRI &% i19:39:52

*Paticient Sample
**Tnvaiid Sample

Hegin new deprivaiion period
##2RFL Delect

Not a Successfully Completed Test Sequence

DOB: 10/05/1%7%

Hexrs M Welght: 123

TH Minute Depriwvation Tericd? Yes

Tost gl 270Ln Time

Air Biank 0.000 U9-243:20
miagnozlic Test Pasz B%:33:55
2ir Hlank a.000 03:34:22
G100 Tl Ohneok G.098 09:34:43
Al Blank 3,000 G3rAn:1z




EXHIEIT -2
THIS RETMORT PREFARED PURSTANT TO DY IMPGSED BY A A RIZ-16-104 fA}

ARIZGNA DERPARTMENT GF PUBLIC SAFETY

STANDARD QUALITY ASSTURANCE PROCEDURES
INFORILYZER NMOTDEL 36000

STANDARD CALIREATION CHECK PEOCEDUEE

QA SPECIALIST 1 yzewlune gt acENey [ TN
pATE - 7- 1% TIME DM
INTOXILYZER SERIAL # %70 = i o LOCATION £ N C rndine a0 0

{ =} 1. Eusure tust gas tank iy stiacked (o ipsinumeeny snd containg e standard aleehal concentration sofulion . f 40 AC,
O
Four a standzrd alcehol concentration sofution LA, kg g cloan dry simulator and assmnble the
straelator. Ensure that a {ight seal bas been made, Tum on the simuolater ated aliow temperabues to reactt 34°0C +

0z2°cC
Tntoxilyzer BOGT display reads “PLUISH BUTTON TO START™

(-3 2

f % 3. Go lo the “Control Testing Menu™., Sclect *1” for dry control fest o0 “W™ [or wet control tet. After gelection is
made press ENTER.

{'—:’% 4. Air blank completed NG

{° 5. <alibmticn check completed. Test results O __lf_b__ﬁc.

£ ¥ 6 Air blank compleled

{ =¥ 7. Femove Jprinted racagd, Attach the record 10 the completed cheeldist,

L R
SIGNATURE (;)L?vwf{ L -

I
DPS Fotm Exh G2 (Rev 05-0J)

e QP ErTT PRI AT

o~ PLETER T LocwiEh Prorors

W APIOTRR G =




B,

INTOXILYRER 002

Toomatzon: Ll »ald JAIL

Sorial Mumber: BO-C0330A

Uors Varslon: 5196048

GTA0TAECTG L R R
Gtendard Lo #: G141431 0080

Lasl Chaaged Rw: T. SONDI0L #THEY

Q23 7. ZONDRIL #1EY

LASE laYAasT S7TY D

Opaeralos: . BONSROL #TET
Lakk pavYeZl CITY PD
TasT /2" 0L Time

Air Blank RMR 03474
Air B_aik oong [id-az:27

ArTiniant FTall




INTCHILYR®R 8030
Locatlion: 2D MATN AT

27T
Serizi Mumbao-: S20-202356
43

Oore Veosloo: S
STAGTI00h 02:34:14
SLandard ioh#: 013743002

Lact Tnanged By .. SONSROD £137

QAZ: J. SONDROD A1AT
LAKY HEAVASD CITY PO
Cperator: .7. SOWDROT #1587
LARE HAVAAT CITY ED

Arr Slank Goand 0%-44:24
0. 0o Ccal Lhegk .0 0e g9-45: 0%
hir Hlank 2000 na-44:55

Creveslative Maintenanoe

Fur¥fo-med -- Tinar Lesat




