POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5047

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Departmenl.

| certify that the attached documentation of Standard Quality Assurance Procedures and/or

Standard Calibration Check Procedure are full, true and correct copy of the original.
4 j

{_/I*‘ gt I‘.IIII'.-"- 4
Signature

STATE OF ARIZONA )
155
COUNTY OF MOHAVE ;

Subscribed and sworn to before me this 2SS day of _ -._L"LL\{ "
2oy Cb’ﬂ CARLA DuAsRTE
]

Cada et~

NOTARY PUBLIC
o514

DATE

Commission expires:

Area Code 928

Adrministration ...........ccieeeee... 355-4884 Fax #'s EMBIGEIGY . 9121
Businoas Office cerreares BEE1TT Administration ......cc.ccceeeiiinenn,. G80-5430 Mon-Emergency Dispalch/ ...... 8554111
Investigations ........................ 855-5775 Businass Office ..................... BB0-5431 TOD HB55-4114
Patrol ., y B55-0515 Invastigations/Patrol .............. BB0-5432 Havasu Silenl Wilness _...... 854-TIPS

E-mail; police@ihcaz.gov




EXHIRIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST _T" Sorulpec (€7 __AGENCY (_H( B

DATE "T!{jii(fﬂ' _ _TIME_OD[4S ol

INTOXILYZER SERIAL# B~ /N3355 _LOCATION MM A1~ TAIL

() 1. Ensure that gas tank is attached to instrument and contains a standard aloohol concentration solution » AL

OR

Pour a standard aleohol concentration solution AC, into & clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow tempersture to reach 34°C +
0.2°C

{ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ 3. Goto the “Control Testing Menu™. Select “D"™ for dry control test or “W™ for wet contro! test. After selection is
made press ENTER.

( 4. Air blank compieted

( 7} 5. Calibeation check completed. Test results 0. 1158) AC.

( 6. An' blank completed.

=
|

. [ WI‘T Attach the record to the completed checklist,
SIGNATL IR.E L

DPS Form Exh -2 (Rev 05-01)




INTOXILYZER B00Q

Location: LHC MAIN JATL

Serial Number: B0-003355

Core Version: B8105.48

Q772572074 07:45:47
Standard Lot#: 01513100A1

Last Changed By: C. TRESCHER #219
QAS: J. SONTROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #7187

LAKE HAVASU CITY ED

Teat g/210L Time

Alr Dlank 0.0a0 071:46:20
€.700 Cal Check 0.100 01:46:41
Air Blank 0.000 01:47:11

Praventative Maintenance
Parformed -- Timer Reset



EXHIBIT (5-4
THIS REFORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 1~ Saesdreol 17 AGENCY _(_NC PD

— =
DATE ]}/ a-:SII(J'L.f = el : TIME ()4 7] p
INTOXILYZER SERIAL# R (W 2355 LOCATION f71Q1~ TR

( ) 1. Display Reads “PUSH BUTTON TO START™

PIAGNOSTIC TESTS
()1 Clock time check.
{ «) 2. Date check.

OPERATIONAL TESTS ’
i 1. Alcohol-lree subject test result O, _./__:JC)O AC.
{ =7} 2. Error recognition logic system functioning.
Wot a Successfully Completed Test Sequence printed
{ 3. Praper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Dieficient sample printed.
{ ‘/; 4, Standard Calibration Check standard 0, g/'i J AC. Result0._ S/ }2 AL

Instrument is operating properly and accurately.  YES <t N0

COMMENTS




INTOXILYZER BQOG
Location: LHC MAIN JAIL
Serial Number: 80-003355
Core Version: 8105.48

07/25/2014 11:47:30
Standard Lot#: 0151310041

Last Changed By: C. TRESCHER #219
QAS: J. SONDROL #187

LAKE HAVASU CITY FD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DCB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.000 01:48:20
Diagnostic Test Pass 01:48:55
Air Blank 0.000 01:49:23
0.100 Cal Check 0.100 01:49:44
Air Blank 0.000 01:50:13
Subject Test 0.000 01:50:43
Air Blank ABT* 01:50:50
Air Blank IPS** 01:50:57

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

IR S Qe 5 e o i N



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-003355
Core Version: 8105.48

07/25/2014 01:47:30
Standard Lot#: 01513100A1

Last Changed By: C. TRESCHER #219
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Pericd? Yes

Test g/210L Time ,

Air Blank 0.000 01:48:20
Diagnostic Test Pass 01:48:55
Air Blank 0.000 D1:49:23
0.100 cal Check 0.1400 01:49:44
Air Blank 0.000 012502713
Subject Test 0.000 B1:50:43
Air Blank ABT* O13:50:50
Air Blank IPS** DY:z50:57

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence

I S s, 25 o



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-003355
Core Version: B8105.48

07/25/2014 01:47:30
Standard Lot#: 0151310041

Last Changed By: C. TEESCHER #219
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subdect: S0AP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2710L Time

Air Blank 0.000 01:48:20
Diagnostic Test Pass 01:48:55
Air Blank 0.000 01:49:23
0.100 Cal Cheack 0.100 01:49:44
Air Blank 0.00G0 B1:50=13
Subject Test 0.000 01:50:43
Air Blank ABT* 1:50:50
Air Blank IPS** 01:50:57

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
lLocation: LHC MAIN JAIL
Serial Numbher: 80-003355
Core Version: B8105_48

B7/25/2014 01:82:41
Standard Lot#: 01513100A1

Last Changed By: C. TRESCHER #219
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2181, Time

"Air Blank 0.000 07:53:35
Diagnostic Test Pass 01:54:10
Air Blank 0.000 154238
0.100 Cal Check 0.100 01:54:58
Air Blank 0.0a0 01:5h:28
Subject Test G.0R0* ToBB35
Air RBlank 0.000 01:59:048
Air Blank 0.000 01:59:35
Subject Test XXX ** 01:59:58
Air BElank RETI*+*% DZ2:0D:08

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

e



S
=

INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003355
Core Versicon: 8105.48

07/25/2014 01:52:41
Standard Lot#: 01513100a1

Last Changed By: C. TRESCHER #219
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #i187
LAKE HAVASU CITY PD

Subject: S50AP,TEST
DoB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 01:53:35
Diagnostic Test Pass 01:54:10
Air Blank 0.000 01:54:38
0.100 Cal Check 0.100 01:54:58
Air Blank 0.0C0 01:55:28
Subject Test 0.060%* B1:58:35
2ir Blank 0.000 01:59:08
Air Blank 0.000 01:59:35
Subject Test XU * 01:59:58
Air Blank RFEI#*+ 02:00:05

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

IR B It 2 S —



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003355
Core Version: 8105.48

07/25/2014 01:252:41
Standard Let#: 01513100a1

Last Changed By: C. TRESCHER #2185
QAS: J. SONDROL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187

LAKE HAVASU CITY PD

Subject: SQOAP,TEST
DOB: 01/01/1950
Sax: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 015335
Diagnostic Test Pass 0D1:54:10
Air Blank 0.000 01:54:38
0.100 Cal Check 0.100 01:54:58
Air Blank 0.000 BEaBbi 28
Subject Test 0.060% 01:58:35
Air Blank 0.000 01:59:08
Air Blank 0.000 01:59:35
Subject Test XEXX** 01:59:58
Alr Blank REI*#* 02:00:05

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

(7’}(
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EXNIBIT -2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 (A)

ARIZONA DEPFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 5 SAnJhoe 127 AGENCY (_LNC. Pb

pate_7/25/t4 __mimMe DIO3 ey

INTOXILYZER SERIAL# & -/ 1N3355 LOCATION JT70,~/ TRIL

“3 1. Ensure that gas tank is attached 10 instrument and contains a standard alcohol concentration solution , [O0) AC.
OR
P"aur & standawrd aleohol concentration solution AC, inlo a elezn dry simulater and assemble the
simulator. Fnsure that a light seal has been made. Tum on the simulator and allow temperature to reach 34°C +

o2*C

(

( ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

( ©) 3. Goto the “Control Testing Menu™. Select “D™ for dry control test or “W" for wet control test. Afier seloction is
made press ENTER.

( *) 4. Air blank completed.

{ 1. 5. Calibention check completed. Teatmoauits0._ (A1 ac.

{ “) 6. Airblank mmpl-.-lcd_

£ 7

. Remove lﬂd Attach the record to the completed checklist,
SIGNATT mrig; -

135 Ferm l.:th -2 (Rev 05-01)




INTOXILYZER BOQOQ

LHC MAIN JALL
80-003355
B105.48

Location:
Numbar:
Core Version:
07/25/2074
Etandard Lot#: DIRI3IT00AT

Last Changed Gy: C. TRESCHER #2119
J. SUNDROL #3187
HAVASU CIIY PD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Serial

Test g/210L T
Air Rlank 0.0
0:3104 Cal Cheok 0,099
Air Blank 0000

Preventative Maintenance
Performed -- Timer Reset
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