FOLICE DEPARTMENT

LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD MORTH
LAKE HAVASU CITY, ARIZONA BE403-5047

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andflor Standard Calibration Check Procedure are full, true
and correct copy of the original.

Signature

STATE OF ARIZONA )
} 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this _ / f;f day of \_}u LY

013 CM.Lﬁ DUAETE

,-'

NOTARY F'UBL!G

l2aliz

DATE

Commission expires:

CARLA DUARTE
Notary Public - Arlzons
Mohave County

My Comm, Expires Mar 232017

Arca Code 928

Administration .......ccoeieien... B55-4884 Fax #'s Emergency .. 8141
Business Office ...................... B656-11T1 Administration ... GE0-5430 Mon- rmprgmw r:..H[ dtfh . B55-4111
Investigations ........c.rcveeeeenn.. BBE-B77S Business Office ... BA0-5431 TOD  855-4114
Patrol .....oooceevvrmrsmssmresressereeens B58-0515 Investigations/Patrol .............. BB0-5432 Havasu Silent Withess ... 854-TIPS

E-mail: police@ihcaz.gov




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC.REZ-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL St

STANDARD CALIBEATION CHECK PROCEDURLE

aseEcALST . SonibRot (7 aaeney LHLC PD -

DATE _,?/Qé !.’3  mve_ISSé R

INTOXILYZIR SFRIAL ¢ RO-OD335€  tocanion (K MAinv TRIC -_ —

{ ‘Y] 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution , f'ﬂ{:'l_.ﬂ.{‘
OR
Pour a standard alcohol concentration solution AC, inte a clean dry simulator and assemble the
simulator, Fnsure that a tight seal has been made. Tum on the simulator and allow temperature 1o reach 34°C &

0.2°C
{ 2. Intoxilyrer 8000 display reads “PLUSH BUTTON TO START”
1 3. Gotothe “Control Testing Menu”, Select “D" for dry control test or "W" for wet control test. After selection is
made press ENTER
4. Air blank completed. _
) 5. Calibration check completed. Testresulis0_ ()7 Ac.
1 6. Air blank completed.
} 7. Remove pi record flAttach the record Lo the completed checklist.
SIGNATURE ’ = -

DPS Form Exh G-2 (Rev 015-01)
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INTOXILYZER B0UO

Location: LEC MAIN JAIL

Serial Number: 20-0033%6

Core Version: BiUbh.4d

D7/ desd013 15:56:59

Standard Lot#: Di5¥3100A0
Lazt Changed By: J. SONDROL #187
QAS: J. SONDROCL K187
LaEE HAVASL CUITY PO

LAKE HAVARESD CITY PD

Test g/ 2101 Time

Rir Blank O. 000 b = % B |
0.106 Cal Check O. 097 15T 52
Alr Blank 0,000 15258121

Preventative Maintenanoe

Performed -- Timer Reset




EXHIBIT ¢4
THIS REPORT PREPARED PURSUANT TO BUTY IMPOSED BY A AC. R13-10-104 (4)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILY ZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEIMRE

oaseecianist T SondbRoc 187 acency LNC PD S Al

DATE _'I,[,Qéjj'_f___ e 10O P
ivtoxn yzir seriat e 8O- OO 3556 rocation CNC MR gkie

(LAY 1. Display Reads "PUSH BUTTON TO START™

I NOSTIC TESTS
{ 1. Clock nme check.
(&) 2. Date check.

OPERATIONAL TESTS
{ 1. Alcohol-free subject test result 0. l l 2 AC
{ 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed

} 3. Proper sample recognition system.
Wot a Successfully Completed Test Sequence printed

Deficient sample printed. -
( tlA 4. Standard Calibration Check standard 0. /IO ac. result o, U7 ac

strument is operating properly and aceurately,  YES / NO

COMMENTS

SIGNATURE %LJA Y7

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAII
AR

Serial Number: 80-00

Core Version: 8105.48

07/26/2013 16:00:15
Standard Lot#: 015%13T00A7

Last Changed By: J. SONDRCL #187
QAS: J. SBONDROL #1187
LAKE HAVASBU CITY PD

Operateor: J. SONDROL #187

LAKE HAVASU CLTY PD

Subject: SQAP,TEST
poB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Peried? Yes

Tesl g/210L Time

Air Blank 0.000 16:01:32
Diagnostic Test Pass 16:02:08
Air Hlank 0.000 16:02:235
0.100 Cal Check 0.098 16:02256
Air Hlank 0.000 16:03:26
Subjecl Test 0.000 16:03:42
Air Blank ABT* 16:03:48
Air Blank IPS** 16:03:56

*Saguence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence

C;E]f{? '
A




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serlial Mumber: B0-0033%56
Core Version: B10%.48

07/26/2013 16:00:15
Standard Lot#: 0151310041
Last Changed By: J. SORDROL #187
QAS: J. 3S0ONDROL #187
LAKE HAVASU CITY FPD
Operator: J. BSONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DoB: 01/01/1950
Sex: M Weight: 123
15 Minute Deprivation Period? Yes
Test g/Z210L Time _
Alr Blank 0.000 16:01:32
Diagnostic Test Pass 16€:02:08
Alr Blank 0.000 TEe:02:35
0.1700 Cal Check 0.098 16:02:56
Adr Blank 0.000 16:03:26
Subject Test 0.000 16:03:42
Mhir Blank ABT* 16:03:48
Air Blank IpPS** 16:03:56

*Sequence Aborted
4 Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER B0OOQ
Localbion: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105%.48

07/26/2013 16:00:15
Standard Lot#: 0157137100A7

Last Changed By: J. SONDROL #187
QAS: J. SONDEOL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187

LAKE HAVASU CITY PD

Subjecl: SOAP,TEST
DORB: 01/01/1950
Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:01:32
Diagnostic Test Pass 16:02:08
Air Blank 0.000 16:02:35
0.100 Cal Cherck 0.098 16:02:56
Alr Blank 0.000 16:03:286
Subject Test 0.000 16:03:42
Adr Blank ART* 16:03:48
Air Blank IpS*+ 16:03:56

*Sequence Aborted
kM Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

P

Location: LHC MAIN JAIL

Serial Number: 80-003356
Core Version: B8105.48

07/26/2013 16:04:+23

Standard Lot#: 0151310041

Last Changed By: J. SCHNDROL #187

QAS: J. SONDROL #187 |
LAKE HAVASU CITY PD

[ |

Operator: J. SONDROL #187

LAKE HAVASU CITY ED

Subiject: SQAP,TEST !
pDoB: 01/01/1950

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:05:13
Diagnostic Test Pass 16:05:48

Air Blank 0.000 16:06:15

0.700 Cal Check 0.097 16:06:36

Air Blank 0.00G 16:07:086
Subject Test b 9.9 4 16:07:23

Air Blank 0.000 16:07:56

*Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence




INTOXILYZER B000
Location: LHC MAIN JAIL
Serial Number: B0-003356
Core Version: B105.48

07/26/2013 16:04:23
Standard Lot#: 01513100&1

Last Changed By: J. SCNDROL #187
QAS: J. SBONDROT 187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g g/27T0L Time

Air Blank g.000 16:05:13
Diagnostic Test Pass 16:05:48
Air Blank 0.000 16:06:15
0.100 Cal Check g.097 16:06:36
Air Blank 0.000 1807 =06
Subject Test AAXX* 16:07:23
Air Blank 0.000 16:07:56

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence




L?\f L

INTOXILYZEERE 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Varsion: 8105.48

Q7/26/2013 16:04:23
Standard Lot#: 01513710041

Last Changed By: J. SONDROL #187
QAS: J. S30ONDROI #1887

LAKE HAVASU CITY PD

Operator: J. S0ONDREOL #187
LAKE HAVASU CITY PD

SBubject: SQAP,TEST
DoB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:05:13
Diagnostic Test Pass 16:05:48
Air Blank Q.000 16:06:15
0.100 cal Check 0.097 16:06:36
Air Blank g.000 16:07:06
Subject Teat XXX * 16207223
Air Blank 0.000 16:07:56

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

SIS S ——



INTOXILYZER 20040
Location: LHC MAIN JAIL
Serial Number: 80-003356
TCore Version: 810G5.48

07/26/2013 16:08:24
Standard Lot#: 01513700A1

Last Changed By: J. SCNDROL #1187
QAS: J. SONDROL #1487

LAKE HAVASU CITY PBD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: S5QATR, TEST
poB: 01/01/1350
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:09:17
Diagnostic Test Pass T6209:5]
Air Blank a.000 1T€&:10:19
0.100 Cal Check 0.097 16:10:40
Air Blank 0.000 1611209
Subject Test 0.350% 16214317
Air Blank REL** 16:14:25
Air Blank 0.0006 16: 14353

*Deficienlt Sample
**RET Detect

Not a Successfully Completed Test Sequence

R

Z&fﬁi



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-003358
Cors Version: 8105.48

07/26/2013 16:08:24
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QaS: J. S50ONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAPR,TEHST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:09:17
Diagnostic Test Pass 16:09:51
Air Blank 0.000 16:10:19
0.100 Cal Check 0.097 16:10:40
Air Blank 0.000 16:11:+09
Subject Test G 350* 16:14:217
Air Blank RFI*™* 16:14:25
Air Blank 0.000C 16:14:53

*Deficient Sample
**RF1 Detect

Not a Successfully Completed Test Sequence

/1! Q4



INTOXILYZER 8000
Locaticon: LHC MAIN JAIL
Serial Number: B0-003356
Core Version: 8105.48

07/267/2013 16:08:24
Standard Lot#: 015137100A7

Last Changed By: J. SONDROL #187
DAS: J. SONDROL #1187
LAKE HAVASU CITY PD

Operator: J. SONDROL #1187
LAKE HAVASU CITY PD

Subject: S0QAFP,TEST

DCB: G1/01/1950

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:09:17
Liagnostic Test Fass 16:09:5]7
Air Blank 0.000 16:10:19
0.100 Cal Check 0.097 16:10:40
Air Blank 0.000 T =709
Subject Test 0.350% TR=14:217
Air Blank EFI#** 16:14:25
Alr Blank 0.000 163714353

*Deficient Sample
**RFI Detect

Not a Successfully Completed Test Seguence

Ay

|.I
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FEXHIBIT -2
THIS REPORT PREPARED PURSUANT TO PUTY IMIMOSED BY A A C. RI3-10-104 (A}

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PHROCEDURES
INTOXILY ZER MODEL 8004

STANDARD CALIBREATION CHECHK PROCEDURE

QA SPECIALIST 1 SanDRot [€7 agency LNC Py S
DATE J_LQALLL_ P visE LRI
INTOXILYZER SERIAL 4 §0- (DOF5SE  LocATION LNC iR FRIL L.
(4 ':p 1. Ensure that gas tank is attached to instrument and contains a standand alcohol concentration solution , {00 ac.
/ Pour a standard alcohol concentration solution ”R_M . into a clean dry ssmulator and assemble the
simulator, Ensure that a tight seal has been made. Tum on the simulator and aliow temperature to reach 34°C

0.2°C
2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
1, Go to the “Control Testing Menu™. Select “[" for dry control test or “W" for wet control test, After selection is

made press ENTER.

. Air biank completed.
. Calibration check completed. Test results 0. ( 2 f 12 AC,

4
5

6. Aur blank aumpletcd

7. Removep record. Anach the record 1o the completed checklist,

SIG"«IATITR]: (J — -

DPS Form Exh G-2 (Rev 05-01)




Standard Lot#: C15T3T00A7
Last Changed By: J. SONDROL #1879

QAS: J. SONDROL #1187
LAKE HAVASU CITY PD

Operator: J. SONDHOL #7187
LAKE HAVASU CITY PD

Preventative Maintenance

Performead Timer Reset

!

/ilu*



