POLICE DEPARTMENT

LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NOHRTH
LAaKE HavasSU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Cluality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance Procedures andior
Standard Calibration Check Procedure are full, true and c_grreﬂt copy of the original.
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STATE OF ARIZONA )
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COUNTY OF MOHAVE )
Subscribed and sworn to before me this 8 dayof AU &UT]

7014 by CAELA DUt
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NOTARY PUBLIC

g-8-14

DATE

Commission expires:

Area Code 928

Administration ... ARS-4854 Fax #'s EENGORGY. o i isiiinaii gmsn v simnarsinsae I 21
Busingess OFce ..., 865=1171 Administration ..........ceeneeee... GB0-5430 Mon-Emergency Dispatch/ ..., B55-4111
Investigations ... ARA-ATTS Business OMce ... B80-5431 TOD g55-4114
PAatrol coooveeeiimisrerinneeesesineeeniene. B55-0615 Investigations/Patrol ... BB0-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police @ihcaz . gov




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 {A)

ARIZONA DEPARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST | Sodndf2or 157 AGEMCY _( N PD

DATE o B ,/ (M TIME it ]

INTOXILYZER SERIAL# _EO- 0102 LOCATION { B (" §LrardB( Sifnt £

( /]ﬁ 1. Ensure that gas tank is attached (o instrument end contains a standard alcohol concentration solution , [ 0 AC,

CR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simolator sand allow tempesature to reach 34°C 4
02°C

{( ) 2 Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ <7 3. Goiothe “Control Testing Menu"™. Select “D" for dry control test or "W™ for wet control test. After sclection is
made press ENTER.

{ <) 4. Airblank completed. . -—1.

( 3 5. Calibration check completed. Testresults0. (D) 1T ac.

( 3 6. Air blank completed.

( <) 7. Remove printed . Attach the record to the completed checklist.

/

SIGNATURE Cfl /l/j’f’ r.’j (27 | [Py -

DPS Form Exh G-2 (Rev 05-01)
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INTGRILTEER B09E
Lacation: (B CINEL 5
Serial momper: BI-INIDB
[ore lerstan: 810548
188742014 Pt il

Stamdarg Lot: Q1513060
Last Thenged By: 1 SONDRQL #187

RS 1. SONDRIL =187
LAHE HEmsy CITY RO
Jperator; J, S0CRL &7
LRRE sl CITY /D
Test a2l Tine

il 5 ik
=i Aids (0

LiE Gl Ches G0
Alr Blank Loen

Preventative Maintenance
Performed — Timer Reset



FEXHIBIT (-4
THIS REFORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC, RIZ-10-104 {A)

AHTZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDNURES
INTOXILYZER MODEL 80040

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST J  Sopd/Dieoc €7 acency (AC ¥D
pate_a[ /14 . N |
INTOXILYZER SERIAL # 570 - Q010627 LOCATION ( 5 (Nlroral Sign g

{ 7} 1. Display Reads “PUSH BUTTON TO START”

MMAGNOSTIC TESTS
{ <7} 1, Clock time check.
{ «7¥ 2. Date check.

OPERATIONAL TESTS PR
{ “J 1. Alcohol-free subject test result 0. ( )0 AC.
{ ¥ 2. Emor recognition logic system functioning.

Mot a Successfully Completed Test Sequence printed

{ ¥ 3. Proper smnple recognition system.
Mot a Successfully Completed Test Sequence printed

Delicient sample printed. I ey
{ --'j/4. Standard Calibration Check standard 0. /() AL, Result 0./ J 1 / AC.

Instrument 1s operating properly and accurately.  YES ~~ _ NO

COMMENTS

A

Lot
SIGNATURE E: .,r-h,j | ¥7
]

DPS Form Exh G- (Rev 03-01)
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T
FUKILYZER 8OO0
Lra. 1o LB CHANNEL SiEN 8
Soriai fusber: BO-001029
Core Uersion: BLIS, 48
8072014 2313

stancard Lote: DISI31E081
Last Ciangec By: ~mm i)

0A3: J. SONDROL Hia7
LAsE HALRSL CITY "E

Jparator: L EIN'E'}_ BIA7
LERE "IFJJ:i CITY RO

aubj L*" ”‘*P (TEST
0Gf: Bledie 190
SEl:H Weignt: 123

e

15 Minue i'.‘ﬂa.T!Lah:n Period? fes

Test ozl Time
Air Biznt 0.020 2:32:03
Diggrastic Test Pass EE:E;-’-H
Air Bz [.060 b
LI00 ol Ok 0.0%8 21
Air Blank 0.08 22705
&LJ”' Tesl 005 2518

™ Elan BT 2.5
-‘: Blak iDSex PR,

s58qusnce Atorted
s=[50roper Sample

Not a Successfully
Completed
Test Sequence

?&Hﬁq
INTORILYZER BOE0

Location: LB CHAMMEL SION B

Sarial Mumber: 90-081529

Fore dersion: BUIS.4B

1Er"'"‘a2" 4 e 13:58

Stanoard Loth; L|5|3.,LF
Last Thangsd By: 1. SONDRO0L #1867

065: 1, SOROROL H1g7
LAKE -smsu CITY PO

fperator: J. SONIRAL #i7
LAKE Halgs CITY PO
Suhjeck: S08P,TEST

[E: 21195

Sax: M weight: 123

|5 Hinute Deorivation Periof? Yes

Test greill Tirg

fir Slark 0.090 22 44:5]
Diagrostic Test  Pass 2nin
Air Blak 0,502 Zedn: 02
0,180 Cal Creck 009 Jeudn: e
Fir Blam 1.0 o i 5¢
Subiect Tast I i3k 254558
2t Blark 0080 22533
Fi r Rlank L.0a &2:50:58
Sibiect Test s
fir Blamk s

sficient Sapie
xe[mualid Sanple

Beqin new deprivaticn perjsd
seeff| Detecl

Not & SUCEESSFEIIQ
Completed
Tes{ Sequence



EXHIBIT G2
IHIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FROCEDURES
INTOXILYZER MODEL 5040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST Y SnJDRoc |57 acency LNC P
DATE Ej ?{ TiME_ZASY B

2% LocaTioN LIS CdifraruEl S(G o~/ i{

M{]}CILYZERSI:HIAL# 8O -0

-’{ 1. Ensure that gas tank is sttached to instrument and contzins a standard aleohol concentration solution . (X AC.

OF.
Pour a standard alcohol concentration salution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 344 4

0.2°C
Intoxilyzer OO0 display reads “PUSH BUTTON TO START?

{ 4 2

( ’g, 3. Go to the "Control Testing Menu", Select “D" for dry control test or “W" for wet control test. Afier selection is
made press FNTER

() 4. Air blank completed.

( & 5. alibeation check completed. Test results 0._( p 13 J AC.

- 6. Ai.rhimkcurmloted.

{ 7 the record 1o the completed checklist,

: jdm‘l_
src:m.m w{’, Y (57

DPS Form Eth 2 (Rev 05-01)
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LYECA el
Locatlan; L3 CHAMNEL SIGY 8
Serial Mumber- B0-001029
Core Uersion: 5105 48
08272514

ENTONILYZER BROg

agat
i

SOMIROL 2187

Standarg Loth:

5. 1. SOMORGL Ble7
LAKE Apesd CITr Iy
Ooerator; J. SOMDRE. 147

LRE HRimsy L7y M

Test 3L liRe

Al Blank 0203
0,100 Cal Check 0,097
i Blank 0.em3

Preventative faintenance
Performed - Tipar Feset



