POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA BB403-5847

To Whom It May Concern:

| hereby attest that Earl Wilson is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true
and correct copy of the original.

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to beforeme this |7 dayof AugusT

2012 _py  CAReA PoP®
M@__ B

NOTARY PUBLIC

Ay 0, 20122
DATE

Commission expires:

Area Code 928
Administration RSE— - LT - Fax #'s EM@genty ..o o .B-141
Business Office .................. B551171 Admimistrabion ................ccee. G80-5430 Non-Emergency Dispatchy ... 8554111
Investgations ... 855-5775 Business Ofice ... GA0-5431 TDD  B55-4114
PAlrol ........ocoervvnerrrrmarmirssennmees B55-0515 Investigations/Patrol ..., 680-5432 Havasu Silenl Withess . B54-TIPS

E-mail. police @ihcaz.gov

—“



EXHIBIT (-2
THIS REFPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. RI3-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST  Eare tvic soad _ AGENCY Lale Hadaso LJ'L‘::‘___-‘O D)
pate o8 [i1 /12 e /32fer

NTOXILYZER SERIAL # 51’3 - OO /02T LocatioN LHEFOD Taie

( \/(I. Ensure that gas tank is attached 1o instrument and contains a standard aleohol concentration salution €, |88AL,

R
Pour a standard aleohol concentration solution AL, inta o clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°0 £
0.2%C

{ ""T 2. Intoxibyzer BO0Q display reads “PUSH BUTTON TO START™

(L4 3. Gotothe “Control Testing Menu”. Select “D" far diy control test or “W™ for wet control test, Afier selection is
made press ENTER.

( ¥ 4. Air blank completed,

( “T_ 5. Calibration check completed. Testresults 0. © 99 AL

{ "( 6. Air blank completed,

Gl

7. Remave printed record. Attm:zic?n the completed checklist
SIGNATURE f/e Zri

DPS Form ixh G-2 {Rev 05-01)




INTOXILYZER 2000
Location: LHCED MAIN

Sorlal Nunbwer: BO-0014

Core Version: S8105_48
oA/ /2012 13:24:0°F

QAS: EBE. WTT.BOM #226
LAKE HAVASII CITY FOD
Opmrdlior: F. WITRON #226
LAKE HAVASU CTTY PR

0.700 Cal Check 3:25:19
Rir Alank 0. 13323
Freventative Maintenanco
Perlormed Timer Heset



EXHIBIT -4
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC BRI 10104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE MPROCEDURE

QA SPECIALIST £gac évedead AGENCY CaltE Hawww cory 0.
pate_o8/17 | e /3729017
INTOXILYZER SERIAL ¥ &0 - ©0 JoZ 9 LocaTion LMD TJajc

( L Display Reads “PUSH BUTTON TO START™

DIAGHNOSTIC TESTS
{ Clock time check
i 2. Date check.

OPERATIHONAL TESTS
{ ’% Alcohol-free subject test tesult 0. & © o AC.
{ 2. Error recogrution logic system functioning,

Mot a Successflully Completed Test Sequence printed
{ 3. Proper sample recogrnition system.

Mot 2 Successfully Completed Test Sequence pnnted

Deficient sample printed.
( 4. Standard Calibration Check standard 0,_1 0 O AC. Result 0.09 B Ac

YES *-/

Instrument 15 operating properly and accurately. 3 MO

COMMENTS

 ublsd riiriae  DEEiceNT Samfle, suliati D Samele amg 85|

DetoepenN G /3 3T 0S5 ewi el bas hereern A5 T80

=7 Te) Sexed? THT Sracoics & /33758 bn

Seccedafvra . —

e (K _

DPS Form Exh G4 (Rev 05-01) ,




INTOXILYZER 8000
Location: LBCPD MATN JATI
Serial Number: BO-00102%
Core Version: B105.48

Q8/17/2012 13:29:19
Standard Lot#: 13711100A7

Last Changed By: J. NOBLE #5190
QRS FE. WILSON 226G

LAKE HAVASU CITY PD

Operator: L. WILBON #aib
LAKE HAVABU CITY PD

Subject: BSQAF,TEST
por: 12/12/2010
Sex: M Weight: 110

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:30:24
Diagnostic Test Pass 13:30:58
Zir Blank 0.000 13:31:26
0.100 Cal Check 0.098 13:31:46
air Blank 0.000 13232118
Subject Test 0.000 1323233
air Blank ABT# 13:34:43
Air Blank I S T3=32:57

*Sequence Aborted
t*Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER B0CQOQ
Location: LHOFD MAIN JALL
Serial Number: B0-001029
Corae Version: B105.48

08/17/2017 13:37:58
Standard Lol#: 137171100A7

Last Changed By: J. NOBLE #5190
QAS: E. WILSON #2286

LAKE HAVASU CITY FD

Operator: E. WILSON #2286
LAKEE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 12/12/2010
Sex: M Weight: 110

1H Minute Deprivation Period? Yoo

Test g/210L Time

Air Blank 0.000C 13:39:01
Diagnostic TeslL Pass 13:39:35
Air Blank 0.000 12:40:02
0.100 Cal Check 0.09%9 13:40:23
ARir Blank 0.0G0 T3:40:52
Bubject Tesl D33+ 13:44:00
Air Blank 0.000 13:44:33
Air Blank 0.000 13:45:00
Subject Test AAX % 13:45:19
Air Blank REI*** 13:45:27

*Deficient Sample
**Trivalid Sample

Begin new deprivation period
**%RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8007
Location: LHCPD MAIN JAIL
Serial Number: B0-001029
Core Version: 8105.48

08/17/2072 3535140
Standard Lot#: 13711100a1

Last Changed By: J. NOBLE #5150
QAL F. WILSOM #L26

LAKE HAVASU CITY FD

- =

Operator: E. WILSON FL20
LAKE HAVASU CITY PD

Subiject: HQAP, TEST
DOB: 12/12/2010
Sex: M Welight: 110

“

IS5 Minule Deprivation Period? Yes

Tesat g/210L Time

Alr Blank RE* 132363211
Air Blank 0.000 13:36:40
*HFI Detect

Not a Successfully Completed Test Sequence




EXHIBIT (-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 {A)

ARIAONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FPROCEDURES
INTOXIYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEINURE

QA SPECIALIST Egdc foresoal AGENCY Lané pavasy cixY .0

DATE o8 f, 2 /J 2 TIME )

INTOXILYZER SERIAL: BO- 00 |02 9 CLOCATION LU e PO TJait

i \'1/1. FEnsure that gas tank is attached o instrument and contains a standard aleohol concentiation solution ;___.‘3?_]_!5_@.1‘4.{‘

OR

Pour a standard alcohol concentration selution AL into a clean diy sunulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature 10 reach 34°C #
0.2°C

{ ‘-’1/ 2. Intoxilyzer 8000 display reads "PUSH BUTTON TO START™

{ 1. Go to the “Control Testing Menu™. Select “D™ for drv control test or W™ for wel control test. Afler sclection ix
made press ENTER.

{ [,,4/ 4. Air blank completed g

{(—T 5 (alibration check completed. Test results (1 O 9 AL,

( “T 6. Air blank completed.
{ &7 7 Remove printed recard. Attach the tecond o the completed checklist

SIGNATURE: Cf_/g L'—QLG

DPS Farm Exh (-2 (Rev 05-01)

I

lonovete) G2 Q@ 13:S8:0M wick fleveares ' amdied Eare

ConlgucTED Setomo G2 @, ff/ e '?/3 Califrnries  comi®lete

ENITH  4fa  Fptdeltd




INTORILYZER 8000
Location:

ESrt e
wETLal

Ny

LHCHD MRTH

Loti: 1371 00&1
yhged By: . HOQELE #5120

QaS: M. WILEON #1226

LANE HAVESU CTITY BD

Cperator: E. WILSOH

LAKE HAVASDY CITY PD

Test g 2Tn Time
Air Blank D.ooo 14:07
3,508 Cal Check 0.0%9 14:07
mir Blank 0. 000 102

Frevental ive Maintenance

rerformed

Timer

Reset

PN



INTORIDYZER BOGO
Location: LHCPD MAIN JAIL

Gerigl Humbar:d: 80-001029

Core Varsion: 8105.48
DEATHZ202

Btandard Logs#s 1371170081

Last Changed By: J. HOBLE #L130

QAS: B, WILSUN BZ22E
LAKE HAVAEL CITY FD
Cperatosr; E. WILSON #1286
LAKE HAVASTT CITY PD

Adr Hlank BME*
Air Blank 0.00n

*Ambient Fall

13:58:04



