Investigations ...

POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA B6403-5947

To Whom It May Concern:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andl/or Standard Calibration Check Procedure are full, true

and correct copy of the original.
R S

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this  2C day of AUGUST
201> CARCA T PTE

!

NOTARY PUBLIC

ENE
DATE

Commission expires:

Area Code 828
Administration ............oeveeeo... B95-4884 Fax #'s EMEnenty ..o 9-1-1
Business OMICe ..o ieeeeeens 855-1171 Administration ............c.ceeennn.. 680-5430 MNon-Emergency Dispatch/ ... A55-4111
cesssasssnansesisss SOG-5TTH Business Office ...................... GB0-54 TDD  B55-4114
_________________ .. BS5-0515 InvestigationsPatrol ............... 680-5432 Havasu Silenl Witness ....... B54-TIPS

E-mail: police@ihcaz.gov




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RIS-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5004

STANDAKD CALIBRATION CHECK PROCEDURE

oaspeciaList CHARLES TReseder sy LACPD

pate  OF 34 43 e [552 -
INTOXILYZER SERIAL# BO~0010d T ocamion LB ChwmeL  staw €

{ ¥') 1. Ensure that gas tunk is artached to instrument and contains a standard alcohol concentration solution «[00 AL,
OR
Pour a standard alcohol concentration solution AC, into a clean diy simuolator and assemble the
simulator. Ensure that a ught seal has been made, Tum on the simulator and allow temperature (o reach 34°C +

0.2%C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Go ta the “Control Testing Menu™. Select D" for dry control test or W™ for wel control test. Afier selection is

made press ENTER.

Air blank completed.

Calibration check completed . Test results O, i 2 AC,

Adr blank completed.

Remove printed record.  Attach the record to the completed checklist.

Al et o

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER 8000

tocation: LB CHANNEL SIGN B

Sarial Wumber: A0-0D1029

Core Version: B105.48

ga/24/2010 16:52:09

Standard Lot#: 0151310087
Last Changed Dy: J. 4

QAS: C. CHER #219

LAKE HAVASU CITY FPD

Operator: C. TRESCHER ¥219

LAKE HAVASU CITY FD

Tesk g/f210L T Lav

AMr Blank 3000 1h:H32139
0,100 Cal Cheaok 0.097 15:53:00

Air Blank 0.000D 15:53:30

Preventat ive Maintenance

Performed -- Timer Heset




EXHIBIT -4
LHIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C.R13-10-104 (A)

ARLZONA DEFPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODETL 8000

STANDARD QUALITY ASSURANCE PROCEINIRE

oa speciaLisT OQHARLES TTRESCRER.  agency (LA CPO
DATE O "i'l_f.'fj TIMI jﬁ-ff/ S
INTOXILYZER SERIAL# KO -O0[ 03T rocanion £ 8 CHimeL S16N &

{ I Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ V?l. Clock time check.

{ 3 2. Date check
O TIONAL TESTS
i 1. Alcohol-free subject testreult 0. €99 AC.

{ 2. Enor recognition logic system functioning
Not a Successfully Completed Test Sequence pninted

{ \A 3. Proper sample recognibion system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
{ 4. Standard Calibration Check standard 0. | 0 O AC. Result ”--% AC
Instrument is operating properly and accurately,  YES NO
COMMENTS

SIGNATURE % {%"

DPS Form Exh G-4 (Rev 05-01)
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Wumber: 80-00102%
Core Version: B105.48

08/24/2013 15:54:38
Standard Lot#: 0151310041

Last Changed By: J. SONDROL 187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PBD

Subjeact: SBQAP, TEST
DoB: 01/01/1959
Sex: M Weight:

2
15 Minute Deprivation Pericd? Yes

il

Test g/ 210L Time

Air Blank 0.000 15:55:37
Diagnostic Test Pass 15:56:12
Air Blank 0.060 15:56:3%
0.100 Cal Check 0.096 15:57:00
Air Blank 0.000 15:57:29
Subject Test 0.000 15:57:52
Air Blank ABT* 15:58:02
Air Elank IPS** 15:58:17

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTCXILYZER 8000
Location: LB CHANNEL SICGHN 8
Serial Number: 80-001029

Core Version: B105.48

08/24/2013 15:54:38
Standard Lot#: 015137100A1

Last Changed By: J. SONDROL #187
QaS: C. TRESCHER #2159

LAKE HAVASU CITY PD

Operator: C. TRESCHER £219
LAKE HAVASU CITY PD

Subject: SBQAP,TEST
DOE: 01/01/1959
Sex: ™ Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15255217
Diagnostic Test Pass 15:56:12
Alr Blank 0.000 15:56:39
0.100 Cal Check 0.0%6 15:57:00
Air Blank 0.000 155720
Subject Test 0.000 1887252
Air Blank AHT* 15:58:02
Air Blank IPS*+* 15:58:11

*Sequence Aborled
**Tmproper Sample

Not a Successfully Completed Test Sequence




Not a Successfully Completed Test Sequence

INTOXILYZER 8000

Locatron: LB CHANNEL SIGN H
Serial Mumber: 80-001029

Core Version: 810%

-4y

08/24/2013 Ths54:38
Standard Lot#: 01571370047

Last Changed By: J. SONDROL ¥187
DAS: C. TRESCHER #2419
LAKE HAVASU CITY FD

Operator: C. TRESCHER #219

LAKE HAVASUT CITY PD

Subject: SQAF, TEST
DOB: 0%/01/1959
Sew: M

Weight:

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blamnk 0.000 TS5 5537
Diagnosatic Test Pass 15:56:12
Air Blank 0,600 1525630
0.100 Cal Check 0.09& 15:57:00
Adr Blank D.goo 1515729
Subject Test 0.000 15:57:52
Air EBlank ABT* 15:58:02
Air Blank IPS** 155811

*Seguence Aborted
**Tmproper Sample

A



INTOXILYZER BOOO

Locaticon: LB CHANNEL SIGN 8
Serial Number: BO-001029
Core Version: B105.48
08/24/2013 1

L
Ln
Tyl
e

Standard Lot#: 01%13100A1
Last Changed By: J. SONDRCL #187

QAS: C. TRESCHER #219
LAKE HAVASLU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subjecl: SQAP,TEST
boB: 01/01/195%
Sex: M Weight: 200

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Alr Blank 0.000 1&:00:59
Diagnostic Test Pass 16:01:34
Air Blank 0.000 16:02:01
0.100 Cal Check 0.096 16:02:22
Alr Blank 0.000 16:02:51
Subject Test 0.022% 16:05:59
Alir Blank 0.000 16:06:29
Air Blank 0.000 16:06:57
Subject Test XXX*®* 16:07:23
Air Blank RPI®d* 16:07:38

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
*%**RFI Detect

Not a Successfully Completed Test Segquence




INTOXILYZER EBOO0O0

Location: LB CHANNEL
Serial Number: B0-001(
Core Version: B8105.48

= 0
bed b=l

08/24/2013 5:59:54
Standard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

OCparator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/07/7195%9
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:00:59
Diagnostic Test Pass 16:01:34
Air Blank 0.000 16:02:01
0.100 Cal Check 0.096 16:02:22
Air Blank 0.000 16:02:51
Subject Test 0.022* 16:05:59
Air Blank 0.000 16:06:29
Air Blank 0.000 16:06:57
Subject Test b8 4 16:07:23
Air Blank RFI**x=* 16:07:38

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

Location: LB CHANNEL SIGN B
Serial Number: 80-001029
Core Version: B8105.48

N8/24/2013 159

Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219
LAKE HAVASU CITY PD
Operator: C. TRESCHER #219
LAKE HAVASU CITY PD
Subiject: SQAP,TEST
DOE: 01/01/1958
Sex: M Weight: 200
15 Minute Deprivation Period? Yes
Test g/210L Time
air Blank 0.000 16:00:59
Diagnostic Test Pass 16:01:-34
Air Blank 0.000 16:02:01
0.100 Cal Check 0.096 16:02:22
Air Blank 0.000 16:02:51
Subject Test O.023*% 16:05:59
Air Blank 0.000 16:06:29
Air Blank 0.000 16:06:57
Subject Test XXX** 16:07:23
Air Blank RPI*** 16:07:38

*Deficient Sample
**Invalid Sample

Begin new deprivation period
**#%*RFI Detect

Not a Successfully Completed Test Sequence

o

e
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EXHIBIT -2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC RI3-10-104 (A)

ARIZONA DEFARTMENT OF PURLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 80

STANDARD CALIBRATION CHECK FROCEDURE

0A SPECIALIST CHARLES TRESCHER acency  LHEPD B

pate_ O -34 -3 I TIME ere

INTOXILYZER SERIAL 4 00~ 00{ 03 rocation £E CHAMNEL STEN §

{ 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution 100 A(,
Pour a standard alcoliol concentration solution o AC, o a clean diy sumulator and assemble the

simulator. Ensure that a tight seal has been made. Tumn on the simulator and allow temperature to reach 34°C +

0.2%C
{% 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
¥y 3

( . {io to the “Control Testing Menu™, Select “I" for dry control test or “W™ for wet control test. After selection is
made press ENTER.

{ 4. Air hlank completed.

( 5. Calibration checkrcompleted. Test results 0. 6 AC.

( 6. Air blank completed.

{1 7. Remove printed record. Attach the record to the completed checklist

SIGNATURE__ r::"""fgg:’// M —

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER ADGO
Locatien: LB CHANNEL SIGN B

Serial WHumber: B0-0D7030

Core Version: B105.4E

OaR: . TREOCCHER #2119
LAKE HAVASU CITY rPD
Operator: C. TRESCHER #2719
LAKE HAVASU CITY PD

Air Blank o.a00 16:10:38
0.100 Cal Check 0.0%6 16:10:58
Air Blank 0. o000 16:11:28

Preventative Maintenance
Parformed -- Timer Heset




