POLICE DEPARTMENT
LAKE HAVASU CITY

2360 MoCAULLOCH BOULEVARD NORTH
EAKE HAVASU CITY, ARIZONA B6403-5047

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

i certify that the attached documentation of Standard Quality Assurance
Procedures andlor Standard Calibration Check Procedure are full, true

and corract copy of the original. ﬁw j
%u Ny

Signature

STATE OF ARIZONA )
yss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this __ 10 day of SECTEMBER -
2012 py Gl pc  Dorege

(guda_

NOTARY PUBLIC
4-1012-

DATE

Commission expires:

stohzwa County

> sy Comm. Expws Mar 28, 2013

Arga Code 528
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EXi21BIT G-2
THIS REPORT PREFARED FURSUANT 10 DUTY IMPOSED BY AA.C. R13-10-104 {A}

ARIZONA PEPARTMENT OF FUBLIC SAKETY

STANDARL GUALETY ASSURANCE PROCEDURES
INTCOXELYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEEIRE

oaserciatist 3, SoniWoc *I87  acewcv [AXE MRWKSLD) L1ty PD

DATE __ 9- s0- 12 _ e _[555 L

INTOXH YZER SERIAL Y R - OO0 29 LocaTion (NC TAIL ﬂ'}'mr;.-i

lﬁ} 1. Ensure that gas tank is actached w instrament and coatains 2 standard alcoliul concenration solution 4 J&O¥D A
OR o
Pour a seagdard sleshof concentration solation __ALC, mto a clean dry sitnulator ang assemble the
simalatlor. Ensure that a tight seal has been made. Tum on the simulator and aljuw temperature to reach 34°C &

0.2°C

{54 ) 2. Intoxilyzey 8000 display reads "TUSH BUTTON TO STARTT
3. Giato the “Controf Testing Meow”. Seteet “Er* for dey contrel tegt or *W' far wet controf lest, After selection is
roade press ENTER.
Al Air blank compleed
} 5. Calibration cheok completed. Test resutis 8 (D3 AC
} 6. Air blank complered.
} 1. Romove popted . Attach the 1ecord o the completed checkfist.
GMATURE B

DES Form Exh {i-P (Rev §5-0F)
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LT 4 2091116081 €xF ofif 2013
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EXALLBEL €24
THES BEMOIRT PREPARED PURSUANT TO BUTY INFPOSED BY A AC, BEL3-10-104 (A)

ARIZONA DEFARTAENT OF FUBLIC SAFETY

STANDARL GUALIEY ASSUBANCE I'HOCEDIRES
INTOXILYZER MMOINCL. BOG

STANDARD GUALFTY ASSURANCE PROCEDUE,

oA sercaLsT 1 SoedbRor 187 AGENCY (AKF HAVRSL C1Ty P
pate  J-10- 12 i TIME ‘FS‘S? Lo - .
INFOXILYZER SERIAL 5 _Q0 YW AG  rocation L TRL mMGind —

1 1, Dvisplay Beads "PUSH BUTTON 10 START™

GHOSTIC TESTS:
!, Cluck iime check,
} 2. Brafte check.

MRATIONAL FERTS
} . Aloohol-fres subject test resuit 0. { L) AC

{9 ) 2. Crormecopnition [ogic system Danctiontsy,.
Mot a Boccessfuily Completed Test Sequence printod
¥ 3. Propet saeple recognition systere.
Mot a Successfully Completed Test Soquence prittad

Deficient sampée printed.
} 4. Standard Calibration Check standard 0. f f J; } AC. Resultd, O !GI __.AC
strument is operating progerly and accuralely. YIS N

COMMENT S

SKGMATURE _%ﬁ'w/(_/ (57 : | .

DPS Form: Exh G4 {Rev 0301}




INTOXILYZEE &GOOD
Location: LHIZIPD MAEZN JAIL
Serial Humber: ABG-001029
Core YVersion: #1055 44

gos1G6/s2012 TH:GG: 34
Standard Leot#: 2291110047

Last Changed By: J. SONDRCOL #1887
PAS: J. S0ONDROL #1287

LAKE HAVAST CITY I'C

Operatcr: J. SCKDROL 187
LAEY HAVASIT CITTY Fh:

Subject: B0AT, TEST
MO D1/0%71980
Sex: M Weight: 123

1% Minute Deprivatlon Period? Yes

Test g/f210L Time

Air Blank f.0ano C1EI00: 34
Diagnostic Test Pass 16:07:09
Air Blank a.opa Te:01:36
0,130 Cal Check 0,098 16:0%:57
Alr Blank oonpa 16:02:2"
Subject Test G.00G Te:02:47
Alir Biank ART* 16202:5%
Air Biank IES** T&:03:08

*Seguence Aborled
*eImproper Sample

Not a Successfully Completed Tesi Sequence




INTONILYZEERE 200
T.ocation: LHCTD MAIN JAIL
Serial Muamber: BO-C007029
Core version: 8105042

a9/ 10/ 2012 15:5%9;34
Standard Lot#: 22911100481

Lact Changed By: J. SONDRECL #187
GgAZ: J. SCNDROL #1827

LAKE HAVAST CITY PD

Operator: J. BCNDROL #187
LAKE HAVAST CITY D

Subject: SQAP TEEST
DOB: 01/01/1950
Sex: M Weilght: 123

15 Minute Deprivation Pericd? Yes

Test g/ 21170L Pime

Air BElank o.0040 16:6G0:34
Diagnostic Test Eass 16:01:05
air Blank Q.0080 16:01:36
0D.1700 Cal Check O_098 TE0T 2 %Y
Air Blank 0.000 1602127
Subject Test 0.008 tash2-47
adir Blank AET™ 16:02:55
Air Blank IEB** 16:03:05

*Sequence Ahorted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOYILYZER 2000
Location:; LDHOED MATIWN T
Serial Huomber: L0-0070
Core Versicon: B10%, 48

ATL
23

Go/1o/2007 T
Standard Toté: 229101 100A10

Lasl Changed Ry: J. SCHEDROL 1 R7
GRS L BONDERDL 587

LAKE HAVASY JITY PD

Operator: J. SONDROL #187
LAFE HAVASUG CITY PD

Subject: 5QAT,TEST
LCB: 01/701/15950
Sex: M Weight: 123

15 Minute Deprivaticon Pericd? Yes

Test g/ 210L% Time

Air Blank 0.0¢a0 16:00:34
iagnoatic Test Fass TH:01:009
Air Blank 0,000 16:0%1:36
G.100 Cal Check 0,008 16:01:57
Alr Blank 0,c¢0a0 16:02:27
Subhjent Test 0.G00 ThR:02:47
Alr Blank ABT* 1&:02:55
Air Blank IEG** 16:03:05

*HSemquence Akorted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOEXILYEZER S5O0C0
T.ocation: LHCPD MAIR JAIL
Serial Number: 20-CG01025
Cere YVersion: 8105048

09/ 0/2012 Tas a2
Standard Tot#: 22971100281

Lasl Changed By: J. SONDROL #1187
DAS: o SONIROL #1087

LAKE HAVASU CITY FD

Dperatar: . S0NDROL #1827
LAKE HAVAS CITY PD

Subject: SOAP TLGY
DOB: 01/01/185840
Sex: M Weight: 123

1% Minute Deprivation Periopd? Yes

Test g/ 210, Time

Bir Blank 2.00C 16:0%:37
Diagnostia Test Fasas T&H:-10:12
Air Blank G.000 1a:10:3%
0.300 Cal Cheark .099 161100
Air Blank G.000 T&:1%;: 30
Subjent Teast 0.4393% 15:14:37
kir Blank c.000 16:15:103
Air Hlank oL 000 1615237
Subject Tesl A 15:16:00
Air Blank RFT* % 1616209

*Deficient Sample
*%invalid Sample

Begin new deprivation period
*%*RFI Detesct

Not a Successfully Completed Test Segquence




INTOXILYZER 8000
Locaticn: LHOPD MAIN JAZL
Serial Mumber: 80-001GZS5
Core Version: 874548

951072012 16:CR 27
Standard Lot#: 22917170047
ihast Changed By: J. SONDREGL #1887
QAS: J. SONDROL #1827
LAEE #avnasld CITY PR
Cperator: J. SONDEOL #1087
LAKFE HAVASU CITY PD
Subjecl: 50AP,TEST
DoE: 0170173950
Jex: M Weight: 123
15 Minute Deprivation TPerilicd? Yoo
Tast gf21uLnL Time
Air Blank 0.000 1TR+109: 37
Dlagnostic Test Pass 16:10:12
Air Blank g.000 16:10:39
0.100 Cal Check g.0uy 16:11:00
Air Blank g.000 16:11:30
Subject Test 0.439~ 16:14:37
A1 Blank 0.000 16:15:10
Air Blank 0. 000 16:15:37
Subject Test XAHH 16:16:00
Air Blank RFI®** 16:16:09

*Daficient Sample
**Tnyalid Sample

Begin new deprivation pericd
¥**RFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZEE E2000
Location: LECPD MATH JAIL
Serial Humber: BO-00102%
Core Version: S10%,48

071N 2033 TE:-GAa: 2]
Slandard Lol#: 2291110041

fasr Changed My : 0l SNEPROLL #3187
QAS: J. SCGNDROL #1857

LAKE EAVARD CITY oD

Cperator: 5. SCKDRCL #1587
LAEE EAVALSL CITY PD

Subiject: SQAF, TEST
Lo#: 01737 /71950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2100 Time
Air liank 0.60G0 16:09:37
Diagnostic Tasi Pass TEz10:12
Air Blank 1.00n0 1610135
0.100 CaX Check 0.09g 16:;1%:00
Air Blank 0.600 1BrT1% 30
Subject Test 0.439* T6:14:37
ndr Elank £.000 16:85:10
Air Blank {.0G0oo0 16:15:37
Subject Tast XXE** 1E:i6:00
Air Blank REI**x* 16:%60:09

*Deficient Sample
**Invalid Sample

Begin new deprivaticn period
***¥RFI Detect

Not a Successfully Completed Test Sequence
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EXHIBIT (.-2
THIS EEFORT PREFAREL FHURSTTANT 70 DUTY IMPOSED BEY AA.C. R13-10.FH (A

ARIZONA DEPARTMENY OF PURLIC SAFKTY

STANDARDAJITALITY ASSUEANCE PROCEDURES
INTOXTLYZER MGDEL XA

STANDARD CALIBRATHIN CHECK PROCEDURE

oaseectanist L Yol He7 aseney { JrE KAVRST diry BN

pate_J-10-12 L mie  [4{%

INTOXILYZER SERIAL # ggl -O0OZG ‘Locavion £ TRIC JRIN

{jﬁ ]

Frsure that gas tank is attached to instrument and contains a standard atochol concentration solation . f. AL,
DR

Four a standard alcohof concentration solution AC into a clean dry simulatar And assemble the

siventlator. Ensure Ueat & Gight seal bay been made, Turs ot the simulator and allow temperamre to reach 34°C &

a.20C

¥ 2. latuxilyeer 8000 display reads “PUSH BUTTON TO STARTY
¥ 3. Go to the “Control Testing Menu™. Sclest i3 for dry controf est o “W™ fur wet control test. & FRer selectian jg
made press EMTEE.
(% 4. Atr blank completed.
{ 3. Calibration cheek completed. Test resalts 0. { :!J I% A,
{ G, Air blank compileted.
1 7. Femovepripted recond. Attach the record 1o the completed checklist.
SIGNATURE_{|. [£7 o

L

DFPS Formn Exh £5-2 (Rev G5-01)




TATSEILYZRER adain

Losmalaerns LHEIDPD #ATH sAlL

Ser-oal Nueltaer: HE0-000039

Core Yergoon: Bi0h_o4f

Q3 s250132 - - R
Standard Lot#: Z291310048°

Laskt Changed bwo O, SURZHUL 137
GRS J. SCHLECOL HibYy

LAET HANVLLGY CITY oo

Cperabtor: J. Z0NDREL 137

LAES HAVASD CITY FD

Tesl 20T imz

Air Blank o_oD0h Bel18:TT
TL00 Cal Theck 488 £ 19-7E
Pir RBlank 0. 0nn t6:19-45

Freventataive Maiotenance

Performed -- Timer Reset



