POLICE DEPARTMENT

LAKE HAVASU CITY

2360 MoCULLOCH BOULEVARD NORTH
LAKE HAVASY CITY, ARIZONA 286402-5547

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andior Standard Calibration Check Procedure are full, true
and correct copy of the original.

flgr

C bl
/ Signature

: STATE OF ARIZONA )
| } 88
| COUNTY OF MOHAVE )

Subscribed and sworn to before me this \Oo day of SEPTEMECR .
2—0[2— by

(4ds” Prante

NOTARY PUBLIC

Q- io-ton
DATE

Commission expiras:

Area Code 928
Administralior .o A55-4884 Feax .#I? . Emgrg@ﬂw IIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIIII _G-1-1
Businesa Ofice ..o E55-1171 Hdﬂj!ﬂlstfahﬂn ........................ £80-5430 Non-Emergency Dispatchd .. BhG-d 41
Investigations ... B55-5775 Business Office ... . 680-5431 OO BE5-4114
Patrod ..o BS5-0515 tvastigationsPatrol ... GBI-E432 Havazll Silent Wilhess ... 854-TIPS

E-mail: police @ihcaz gov




EXHIBIT -2
THIS REPORT PREPAHLD PHRSUVANT TO DUTY IMPOSED BY A.A.C. K13-10-104 {4}

ARIZONA DEPARTMENT GF MHIRLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
ENTOXILYZESH MODEL S006

STANDARD CALIBRATION CHECK PROCEDERE

QA SPECIALIST ) SCJ_WE}EQ; T2 aarncy (R MRURSTU CiTr Pﬂ_

pate_ 1012 _ ek [ R52 _ _-_ _
INTOXIE &erSEEuAL#_EQ OO355 Location L5 CHRmE. St B .

1 1. Ensure dhiat pas eank is accached (0 instrument and ¢ontains & standard alcobol concentmation sahition 2 fON0 AT

QR
Pour a standagd aleohof concentration solution _ AT wto s clean dry simulator and assembie the
simulator. Ensure that a tight scal has been made. Tum on the simulator and allow remperature to reach 34°C +

0.2°C

T 2. Intoxifyzer 8OO0 gisplay reads “PUSH BUTTON TO 51ARTT
3. {iotn the “Contrel Testing Meon”. Select “D™ for dry contro! test o “W™ for wet control test. Afler sclection is
made press ENTER.
4. Air blank conpécted.
3. Calibration check compitted. Tost resulis O ¢ }[1 E AC.
6. Air Blank completed,
7. Remove printed recopd. Attach the reeord to the completed checklist.

GNATURE C].jgnJ_ [E7

BPS Form Exh jz {Rev 0501}

:7“{5-



AMSONLLY ARE BSN

Locaticen: LE HAWNNEL DIGH 3
Gorial Noemlan: Hy oo 52hs
Cors VMorsaon: BUdn.ih

GRASNLAAD TH:5E0

Standard LoTHT SETI0T00AT

Lzsas Changod By: E. WILSOK £#2/5
OAZD J, SONDRDL M7

LAk lAYAED TITY TR

Cporalor: J. SCNDROGL KIEY
LAKE HAVASL CT7TY Po

Teet af et oL Time

&ir Blank [V ok
G.idk Cal Check J.iua Thibd-k
Air Biank 0L G0 thi54:-17

Freveulabive Maintenance

Peiiormed - Timaers Resab
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EXMIBIT 4;-1
THIS REPORT MREPARLER PERSUANT TG DUTY IMPOSED BY A AC, BIZ-10-104 (Al

ARIZONA DEPARTMENT GF PUBLIC SAFETY

STANDARDQUALITY ASSURANCE FEOUEDURES
INTOX N YZER MODEL RO00

STANBARD {JUALITY ASSURANCT PROCEDURE

QA SPECIALIST T Saabeee 1€7  acEney LA Mavksy Oy Py
pate __Fr1012 . o b = A ]
INTORILYZER SEIAL ¢ RO~ (¥35555 rocaTion _Lp (CHfrstEe Sicn §

:}f ) b Bisplay Reads “PUSH BUTTON 760 START™
I

GHOSTUC TESTS
o 1. Clock time chack,.
{ 2. Prate check.

HATIGNAL TESTS -
(%) L. Alcohob-froc subject test resubl . 2 o L
(¥ ) 2. Emor recopnition bopic system fnclioning,
Mot 2 Successfully Completed Test Sequence prinied
) 3. Proper sample recognition system,
Nat a Suceessdly Completed Tea Saqumc: printed

Dehicicnl sample printed.
(% ) 4. Standard Calibeation Cheok standasd 0. S £ AT, Hesult ¢ :! 2 AC,
t is operating propetly zed securately.  YES ;E MO
COMMENTS

SIGNATURE Qrgm;-mflff %;7 ) : .

DFS Form Exh ﬁtﬂ (Eey 05-21)




INTOHILYEZZER AGOND

Logation: LB CHEANNEL SISK 2
Serial Number: 20-003355
Core Versicon: 83106548

gestes200 2 thErog i
Standard Lot#: 35710504410

Last CThanged By: E. WILI3ON K226
PA5y J. SONDROL K187
LAXE HAVAIU CITY PL

Operator: J. BONDEGL K1a?

LAXE HAVASO CITY FL

Subject: SOQAP,TEST
DO 21/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Tagt g/210L Time

Air Blank a.g00 7 i&:57:a0
Disgnostic Test Fass 18:57:3E
Air Biarnk o.coo 1TR:5R:02
0.1¢0 Cal Check 0.G58 1B:5R:23
Air Blank 0.0c0 18:58:53
Subiject Test 0.00G0 1B:58%9:12
Air Blank ART* 18:59:1%
Alr Blank IFPS** 18:59:26

*Soquence Aborted
** Improper Bample

Not a Successfully Completed Test Seguence




LHPOXLLY ABER BOOG

Location: LB CHANNEL SICH 8
Herial MNumber: 20-003355
icore Version: 5105.45

NS G202 19003
Standard Lot#: 357310100A1

Lagt Changed Bv: E. WILIOHN #El6G
QhS: 5. SCGNDRCL #1875

LAXE HAVASY CITY ED

Operator: J. SONDROT, #1487
LAKE HAVAZO ZITY PL

Subjcct: SQAP,TEET
DOR: CG1/07/19%0G
Sex: M Weight: 123

75 Minute Deprivaticn Period? Yes

Tcat g/2i0m 1'ime

Air Blank 0.004 19:0%:22
Diagnoestic Test T'ass= 1%9:0% 257
Aiy Blank 0.ocq 19:02:24
0,300 C2al Check 0.0%7 15:02:45
Air Blank 0.0c0oa0 1%:43:1%
Subject Test 0.287* 1%:06:22
Air Blank 0.000 19:06:55
Air Blank o.0o00 19:07:22
Subiject Test HEEFR# 19:07:5%
Alr Blank RFI#** 19:G8:04

*Deficient Sample
*+*Tnvalid Sample

Begin new deprivation period
***kREF Detect

Not a Successfully Completed Test Sequence



75fﬁff'

EXMIBIT &2
TH1S REFORT PREIARED PURSUANT TGO DHITY IMPOSED KY A A.C. KI13-10-104 {A)

ARIZONA DEFARTMENT (W FUBLIC SAFETY

STANDARD GUALITY ASSURANCE PREOCEIMIRES
INTGXELY ZER MODEL 8000

STANDARE CALIBRATION CHECK I'ROWEDURE

_— - _
qaspEciaLIsT 1 SoeuDice TIE7 ey LRYE MRursy (T P
pare__9-10-12 ~ _omes_ DR _ N L
MITOXILYZIR SERIAL # B0 )5 S LOCATION s CppandBE Sievt §
31 FEnsure did gas tank is attached o indrument and contains a standard alcohol concentration scltion _L,[Q:J_AC_
OR
Puyr a standard alcobiol copcentration solution AT, into a clean dry simulator and assemble the
simubaton. Busurs that a tight seal has been imade. Tumn on the simulatur and allow iemperature 1o reach 3470 4
Q.2°C .
{0 2. [alexilyzer 3000 display reads “PUSH RUTTON 10 START
) 3. Goto the "Control Testing beau®. Select "D for dry controd test or “W™ for wet comtrol test. ARer solection i
made prest ENTER.
fodl ) 4 Airhlank commpleted
} 5 Caltbration chedk completed. Test resubts .| :' f i ALC,
P A Adr blank coumpleted,
1 7. Eemovep recorg. Altech the record to the complered checklis,
MINATURE ‘z‘"

DFS Fortn Exh {Rev 05-01)



IRTOXLL L 2
Location: LI CHANKEL
SGerizi Hurbeo: 30-0
Core Versicn: £ .
Ot P20 19:59:-41
Otandard Dot#r JLYT0150A0

tast Tranged Dy: T, WILSCN K240

GRS: F. DONIZOL &1 Y
LAEFR HAVALSE OTDY 7O
Cpacator: J. BONIRCL #1847
“AEE HAVAED CITY -0

ook o2t ek T Lones

Alr Hlanx LRI IF250: %1
0,130 2al CThecok D.096 1G:10: 22
ALir Blank D000 I&3%1:02

Freventabive Mainteansihce
Ferfarmas -- Timer Resot

15




