POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD MORTH
LAKE HAVASLU CITY, ARIZOMA B6403-5947

To Whom It May Concern:

| hereby attest that Charles Trescher is a Cerlified Inloxilyzer Qualily Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and

correct copy of the original.

Signature

STATE OF ARIZONA )
} 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this ;._4."— day of = L‘-‘t

Pt 4 "..'-"; by Lo de s L 2 WYl

'.;_,:5_"“:__ v g s (YYC N it
NOTARY PUBLIC L

221203
DATE

Notary Public - Arizona
' I Maohave County
. My Comm. Expires May 4. 2017

rea Code 928

Administration o ERG.4884 Fax #'s ) Emergency Lo andi ka8
Business Office .............coeivee B58-1171 Administration ................ 680-5430 Non-Emergency Dispatch/ ... B55-4111
Investigations ... verees BES-5775 Business Office ...................... 680-5431 TOD  855-4114
Patrel e BR5-0515 Investigations/Patrol ............. 680-5432 Havasu Silenlt Witness ......, 854-TIPS

E-mail; police@lhcaz.gov



EXHIBIT ;-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

gaspeciALIST  CUTRESKHEL  aGENCY _ [AKE MAMSY oty poceas

DATE O7-2a 4013 mwE_ 1833 LTS8 I

[]{?LYZ.ER SERIAL#_SD-00 [039]  LOCATION JRDEES dunnct. ston B

{ 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution f_fJ'? AL,

QR

Pour a standard alcohol concentration solution AC, into o ¢lean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tumn on the simulator and allow temperature to reach 34°C +
0.2°C

i 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ 3. Go to the “Control Testing Menu®™, Select “D” for drv control test or W™ for wet control test.  After selection is

/ made press ENTER.

{ 4. Air blank completed. -

( A/s. Calibration check completed. Testremtis0. 91 Ac.

( 6. Air blank completed.

(L") 7 Remove printed record. Attach the record to the completed checklist.

SIGNATURE__ & At ‘q"'—-:_=_=-===={'—'—""“————"”

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER 800D
Location: LE CHARNEL 3
Seriml Number: 50-0070
Core Version: B8105.438
OFF22/2073

Gy B

o
Lh3
£9

Standard Lot#: D1513100R&7

Last Changed By: J. SONDROL #1187

gaS: C. TRESCHER 219
LAKE HAVASU CITY PD

Gperator: C. TRESCHER #2219
LAEKE HAVASU CITY PD

[est gf210L

2ir Blank 0
0.7100 Cal Check Q.098
Air Blank o

&

Preventatiwve Maintenanos

Parformed Timer Reset

L

9

t5:43:32



EXHIBIT G 4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.AC, R1310-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTONTEYZER MODEL 80060

STANDARD QUALITY ASSURANCE PROCEDURE

oaspeciaust _ {  TRéschER _ AGENCY _ LAKE HavAS @ary  Poescé
DATE DG - 333913 _ TIME 53

INFOMLYZER SERIAL# F O -001039 _LOCATION BRIDGEMNER chankel  sren &

( \j Pisplay Reads “PUSH BUTTON TO START”

DIA@NOSTLC TESTS
[ Clock time check.
i 2, Date check.

PEEATIONAL TESTS
-U}{I. Aleohol-free subject test result 0. D00 AC
i
3
) 4

. Error recognition logic system functioning,
Mot a Suceesstully Completed Test Sequence printed

. Proper sample recognition system,
Not a Successfully Completed Test Sequence printed

Deficient sample printed.

ey

(

. Standard Calibration Check standard 0./ 0 O AC. Result0. 098 AC.
Instrument is operating properly and accurately.  YES : NO
COMMENTS

SIGNATURE ey c':j_’.;.,._’——:—;-":/ e A i 8 4

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B80-00102%9
Core Version: 8105.48

09/22/2013 15:28:19
Standard Leot#: 0151310041

Last Changed By: J. SONDROL #187
QRS: C. TRESCHER £§219
LAKE HAVASU CITY PD

Operator: C. TRESCHER 8219

LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 10/19/1878
Sex: M

Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:29:-11
Diagnostic Test Pass 15:29:46
Air Blank C.000 15:30:73
0.100 cal Check 0.087 15:30+:34
Air Blank 0.0G0 15:31:03
Subject Teat 0.000 18:31:22
Air Blank ABT= 15:31232
Air Blank [Po*x 15231=40

*Sequence Aborted
**Tmproper Sample

Not a Successfully Completed Test Sequence

A9



INTOXILYZER 8000

Locaticn: LE CHANNEL SIGHN 8
Serial Number: B0-001029
Core Version: 8105.48

09/22/2013 15:28:18%
Standard Lot#: 0151210041

Last Changed By: J. SONDRCL #187
QAS: C. TREESCHER #2119

LAKE HAVASU CITY PD

Operator: C. TRESCHER #2149
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yas

Test g/210L Time

Air Blank 0.000 o 1522921
Diagnostic Test Pass 15:29:46
Alir Blank 0.000 15:30:213
0.100 Cal Check 0.0%97 15:30:34
Alr Blank 0.000 18:3%1=203
Subject Test 0.000 15:31:232
Air Blank ABT* 15:31232
Air Blank IpS** 15:31:40

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

i

517
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INTCXILYZER 8000

Locaticn: LB CHANNEL 3IGHN 8
Serial Number: B0-001029
Core Version: 8105.48

09/22/2013 B i B
Standard Lot#: 015713100A7

Last Changed By: J. SONDECL #187
ORS: G TRESCHER #219
LAKE HAVASU CITY PD

Operator: C. TRESCHER #2185

LAKE HAVASU CITY FD

Subject: B80AP,TEET
DOB: 10/19/1878
Sex: M Weight: 200

15 Minule Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 1529511
Diagnostic Test Pass FH20:48
Air Blank 0.600 S o
0.100 Cal Check 0.097 153034
Alr Blank 0.000 1530203
Subject Test 0.000 TEE R
Air Blank ART* TR=3T 132
Air Blank IpS*~* 15:31:248

*Sequence Aborlted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER B00O0

Location: LB CHANNEL SIGN 8
Serial Number: 80-001023
Core Version: 8105.48

09/22/2013 15:32:59
Standard Lot#: 01512100417

Last Changed By: J. SONDROL #7187
QAS: C. TRESCHER #2149

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/18/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test ~ g/2140L Time

Air Blank 0.000 15:33:50
Diagnostic Test Pass 15334525
Air Blank 0.000 15:34:53
0.100 cal Check 0.098 TE:35:%4
Air Blank 0.000 1543543
Bubject Test D.OT2% 153138580
Air Blank 0.000 15:39:22
Air Blank C.000 15:39:49
Subject Test XXX*™ 15:40:10
Air Blank REI**% 15:40:18

kpeficient Sample
**Invalid Hample

Begin new deprivation period
#=*REFT Detect

Not a Successfully Completed Test Sequence



L
¢

INTOXILYZER 8000C

Location: LB CHANNEL SIGN 8
Serial Number: 80-007029
Corse Version: 87105.48
09/22/2013 1523288
Standard Lot#: 015137T00A17
Last Changed By: J. SONDROL #187
QRS: C. TREEICHEER #2719
LAKE HAVAEU CITY FD
Operator: . TRESCHER #2185
LAKE HAVASU CITY PD
Subject: SQAPR,TEST
BOB: 168/1%8/1978
Sex: M Weight: 200
15 Minute Deprivatien Period? Yes
Test g/210L Time
Air Blank 0.000 153385550
Diagnostic Test Pass 15:34:25
Air Blank 0.000 153453
G.700 Cal Chedl 0.098 (e o i
Air Blank G.000 15235543
Subject Test 0. 072% 15:38:50
Air Blank 0.000 | B LT e 2
Alr Blank 0.000 15:389:49
Subject Test 80 15:4010
Air Blank RET **% 15:40:18

*Deficient Sample
**Invalid Sample

Eegin new deprivation period
**x*RFI Detect

Not a Successfully Completed Test Seguence



INTOXILYZER 3000

Location: LB CHANNEL SIGHN B
Serizl Number: 80-001028
Core Version: B8105.48

09/22/2013 15i32:59
Standard Lot#: 015121001

Last Changed By: J. SONDROL #187
QAS: . TRESCHER #2159

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAFKE HAVASU CITY FD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:33:50
Diagnostic Test Pass 15:34:25
Air Blank G.000 15:34:53
0.100 Cal Check 0.058 15:356:14
Air Blank 0.000 15235243
Subject Test 0.072* 15+38:50
Air Blank 0.000 152391232
Air Blank 0.000 15:39:49
Subject Test XXX ** 15:40:10
Air Blank REIAXX 15:40:=18

*Deficient Sample
#*Tnvalid Sample

Begin new deprivation period
***RFI Detecl

Not a Successfully Completed Test Sequence
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT 10 DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8004

STANDARD CALIBRATION CHECK PROCEDURE

oaspeciaList (- TReseHeEn AGENCY _ LAUE HAVASL SFry poeite
paTE_____ 0T-d5 403 TIME 1541 W ol
INTOXILYZER SERIAL & 50- O 039 ___LOCATION BRIJGEwge CNAMVEL S26n §
(V) 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution « [0< AC,
Pour a standard aleohol concentration solution j_ AL into o elean dry simulator and assemble the
stmulator, Ensure that a tight seal has been made. Tum on the simulator and allow temperature (o reach 34°C +

0.2°C

(.ﬁ/ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

(p 3. Go to the “Control Testing Menu”. Select D™ for dry control test or *“W™ [or wet control test.  After selection is
/ made press ENTER.

{ ¥)2/ 4. Air blank completed.

{ 5. Calibeation check completed. Test resulis 0. 077 AC.

( 6. Air blank completed.

{ 7. Remove printed record. Attach the record o the completed checklist,

SIGNMURFM f"cf.-,

DPS Form Exh G-2 (Rev 05-01)



INTOXILYZER

Location;

BOOO
CHANNEL 3T1GN A
pumber: B0-001029

Core Version: B1065.48

LB

Sarial

B9 222013 15.:41
Standard Lot#: G1513T00A1

Last Changed By: J. S0NDROL #1B8/
QAS: C. TRESCHER #£19
LARE HAVAESU .CITY PD

parator: C. TRESCHER #215

LAEKE HAVAED CITY PD

Tast g/l 210L Time
Air Blank (-0a0 152
0.100 cal Check n.0a97 155
Bir Blank 0. 0048 155

Freventative Maintenance
Ferformed -- Timer Razalb

219




