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POLICE DEPARTMENT
LAKE HAVASU CITY

2380 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA B6403-5947

To Whom It May Concemn:

| hereby attest that Charles Trescher is a Cerlified Intoxilyzer Quality Assurance

Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andfor Standard Calibration Check Procedure are full, true and

T T

correcl copy of the original.

STATE OF ARIZONA )

) ss

COUNTY OF MOHAVE )

Signature

b

Subscribed and sworn to before me this _-— = day of
by ' P Il SV
¥ ¥Yaassrfac Y Y IMnur n1II k

NOTARY PUBLIC

22 [2¢y

DATE

k 15 County
S My Comm. Expires May 4. 2017

Area Code 928

reranrne. BOS-4884 Fax #'a
B55-1171 Administration .......oivnn 680-5430
B55-5776 Businass Office .. 6B0-5431
. B55-0515 Investigations/Patrot .. .. BA0-5432

E-mail: police@ihcaz.gov

Emergency ............
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B55-4111
AS5-4114
B854-TiPS
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Havasu Sllent Witness




EXHIBIT -2
THES REPORT PREEPARED PURSUANT TO DUTY IMPOSED BY A A C. RI3-10-104 (A

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8006

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST __ CTTRESCHER AGENCY _ LAKE MAWSY Pocree :
DATE _07-22 -dols TIME 3/ MRS

> -~ T
INTOXILYZER SERIAL# B0~ 003356  pocaTioN LALP £ WL _

{ \J{ 1. Ensure that gas tank is attached 1o mstrument and contains a standard alcohol concentration solution « | oo AC,
OR s

Pour a standard alcohol concentration solutien . AC into a clean dry simulator and assemble the
simulator, Ensure that a tight scal has been made. Turn on the simulator and aliow temperature to reach 34°C
0.2°C

2. Intoxilyzer R000 display reads “PUSH BUTTON TO START™

Ga to the “Control Testing Menu”. Select “D" for drv control test or “W™ for wet contral test. After sclection is

made press ENTER.

. Aur blank completed,
{Calibration check completed. Test resulis (0. O Ei"ﬁ A

. Air blank completed.
} Remove printed record. Attach the record to the completed checklist.

YCNATOE. o Bt

DPS Foer Exh G-2 (Rev 05-01)
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INTOXILYZER BOOO

Location: LHC MAIN JAIL

Serial Sumber: B0-003355

Core Version: B105.48

Qe/R2/3013 13:74:04
Standard Lot#: 0151370047

Lagt Changed By: J. SONDROL #7187
QAS:
LAKE HAV

Air Rliank 0. 0an 13:14:50
0.100 Cal Check C.09B 13:15:
Alr Blank C. 000 13:15:40
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EXHIBIT €4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 80040

STANDARD QUALITY ASSURANCF PROCEDURF

oaspECiatisT  CTIREHE. AGENCY [ AKE NAVASY CTTY Pocioe
DATE O -2 " 303 TIME /3 33 - R
INTOXILYZER SERIAL# _ ¥O -00325£ _tocation_ LACPD Jaxl

( (A 1. Display Reads “PUSH BUTTON TO START™

Dbf yOSTIC TESTS
( {lock nme check
{ |12

Date check.

OPEMATIONAL TESTS
I. Alcohol-free subject test result 0. 00 © __AC.
{ 2. Error recognition logic system functioning.
Mot a Successfully Completed Test Sequence printed
{1/ ) 3. Proper sample recognition system,
Not a Successfully Completed Test Sequence printed

Deficient sample printed. -
{ 4. Standard Calibration Check standard 0.1 0 © AC, Result0._ ﬂff S_ _AC,

Instrument is operating properly and accurately.  YES 3 MO

COMMENTS

R

DPS Form Exh G-4 (Rev 05-01)



INTOXILY ZER
Location: LHC

Serial HNumber: B0-003356
Core Version: 8105.48

09/22/2013 13:23:24

Standard Lot#: 015131

Last Changed By: J #187

subkjec SQAP, TEST

DoR- 0 = Q78

e PR S o +1 T
oEX T M welglll

g/ 2101 Time
0.00 13:24:42
PASS s Y e
B o 1. 000 13:25:44
g Ay B | S | f faln Lt w2 N
0. 100 Za} Check 0.099 13 ol 4 5.7
Air Blank 0.000 e % L
-, — - AN Z c A
Subject Test I 3 04
Air Blank ] 3 d T 2E

313202
1= 3210

*Seguence Aborted

=* [mproper Sample

Not a Successfully Completed Test Segquence



INTOXILYZER 8000
Locaticn: LHC MAIN JAIL

‘1al Number: B0-0033

3
Version: 8105.48

m - 01 3 i= F=2A

W ¥ e L 3L AN
5 13 vl 8- 1
Last CLhianged by. 5 #7185

QAasS: C 'RESCHER #219

LARE HAVASU CITY PD

4
L
|

4

Tel e b+ SORD

1k L: SCARP,T
Sex: M W J - 2

5 Minute Deprivation Period Yas

Test g/ 2101 Time
Diagnostic Tes Pass Fa e
Air Blank + O 2=25+44
0.100 Cal Check ). 099 } 322621
Air Blank 0 .08 | 2226235
Subject Tes 0.000 126254
Air Blank . G0 3= 3=
Walit

(= P e rr ey ¥ 5 7 -]
*Seguencs Aborted

ek Improper Sample

Not a Successfully Completed Test Sequence



o Bk e T |
NLAUALL FA
e W , -

Lal

QAS: C REE # )
LAKE AVAS
5 R "HER =
E S
oy ¥ W i ol
I!'_'} = wAJALT, k
POB: W = '8
Sex: M Welght 200
I ite Dep 1 1 n Feriod { &
2i+r Blank 174 =
el g Iy s o 3 z
3 i ~ = 3 o :
. B | 180K o P e =
Alr Blank 065 3 5
s e N &) . 5
Subject 251 000 14 54
Air Blank .00 .o
% Blank ABT* e B

Not a Successfully Completed Test Sequence
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INTOXILYZER 28000

iscation: LHC ‘MAI!

Operator:

LAKE HAVASU CITY PL

-
[J
.

Subject:
Ul e .

DOB: 16/19/1

Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Air Blank 0.00 13:34:78
Diagnostic Test Pass 132853
Air Blank 0.000 13735220
0100 & 3:35:4

a

'
Lad
Oy un
'

.
L]

Air Blank 3.5 *

Subject Test e 1323918
Air Blank 13+:39:49
air Blank o.ooo 134016
Subject Test HEHx 13z40:35

—
o

*

4

i

.
e i
[ ]
TRt
Wl
[

Air Blank EE

[
r
-

o
BEegin new deprivation eri

Y

Not a Successfully Completed Test Sequence
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I T e — ATT
LD & 10T ¥ g
Seria ! 158
are Vers : 8105.48
1= > f 21 13:233:23

ast Changed By: J. SONDRO #187

Sex: M Weight: 200

Mt o - Po = =
i L} 'r"L_... e - a =T

Time

Diagniost Test ass
Air Blar 00
100 Cal Chec! .

ik = Mast i 119 -
S0 e L2811 J G .

A4dT R 1 ] « 10 = A0
V1T Bl . . L L 1o S
Al Blank o 40

Not a Successfully Completed Test Sequence




L Versi L3 & g0

. =

tands Lot#: 513 JAT

.ast Changed By: J. SONDRO #187
QAS: C. TR HER # =

+

!
l
[
]
]
(FF)
il
-
L

=

[ui)

T
e

i

g |

i
o
K

I et e i - = = = A

) al A=l 198 1. 35

i I = . i1 Y

Al Blalk FRRaaan 1336
biject Test . 061 * 3:39:18
2] 30 ]

Bl ank = Ay =
oject o KXY ** 40z 3
\ir Blanl BLE. L | 314Uz4

*Nafi o ~ P
**Invalid Samp

Begin new depriva 1 per
N KRFI Lect

Not a Successfully Completed Test Sequence



EXHIBIT .2
THIS BEPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSUBANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST O TR s NER, AGENCY 2 AUS  Hdymcy ey Poei €
DATE OF-53 12 ) TIME BYTes

INTOXILYZER SERIAL # & O - QOIRSE LOCATION __ L ANCPL  J8ay

(i l. Ensure that gas tank is attached to instrument and contams a standard aleohol concentration solution =[50 AC,
DR
Pour a standard aleuhol concentration solution  AC into a clean dry simmlator and assemble the
simulator. Fnsure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
0.29C
. Intoxilyzer 8000 display reads *PUSH BUTTON 10O STARTT
. Go te the “Control Testing Menue™. Select “D" for dry control tesr or “W™ for wet control test. After selection is

SN

made press ENTER.
0 4. Air blank completed, .
(:J/// 5. Calibration check completed. Test results (9 i-] AL
( ) 6. Air blank completed.
{/ 1} 7. Remove printed record.  Attach the record to the completed checklist.

SIGNATURE MQ_#

DPS Form Exh G-2 (Rev 05-01)

[ |
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