POLICE DEPARTMENT

2360 MeCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA B8403-5847

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intaxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Starpdard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are fCII tre and funbct copy of the original.

,r Signature
STATE OF ARIZONA )
)88
COUNTY OF MOHAVE )
Subscribed and sworn to before me this | day of Oﬁ'ﬁ ey’

20048 by JoN Sonde |

(’f/foL zﬁjﬁwmﬁ'i/

NOTARY PUBLIC

10-1-14
DATE

Commission expires.
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. R13-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

_acexcy HC PD o

7

QA SPECIALIST

DATE ]f . TiME__ ) 7 24 N . N

INTOXILYZER SERIAL # ~ 1273 LocaTioNn LHC MAwW TAIL

( *‘fi 1. Ensure that gas tank is sttached 10 instrument and contains a standard alcohol concentration solution , {3 AC,
OR.

Pour a standasd aleohol concentration solution AC, o a clean dry simulator and assemble the
simmulator, Fnsure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

L1 .a g
( j 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
3. Go to the “Contrel Testing Menu™. Select “D1™ for dry contzol test or “W™ for wet control fest. After selection is

made press ENTER.

4. Air blank completed. ’
{ 5. Calibeation check completed. Test results 0. 2 IE
(

6. Air blank

( 7. Remove pri ?a,‘j\mmemrdtoﬂmmmmum
SIGNATURE O

DPS Form Exh G- Ifﬂ.ﬂﬂfrﬂl]




INTOXILYZER 8000

Location: LEC MAIN JAIL

Serial Mumber: B0-001873

Core Version: A105.48

N9/ 2472074 172424
Standard Lot#: 01313100A%

Last Changed By: J. SONDROL #1857
QAS: J. SONDROL #187

LAKE HAVARD CITY PD

Operator: J. BONDROL #187

LARKE HAVASL CLTY PD

Tesk gf219z Time

Alr Blank 0.000 17224 :54
0.100 Cal check 0.0%a 17:25:15
Air Blank 0.oo0 17:25:44

Preventative Maintenance
Perfgormed -- Timer Reset




EXHIBIT ¢ 4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C, R13-10-104 (A)

ARTZONA DEFPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST ) Soraligac (€7 aceney (NC PD -
DATE q!,;t{ ‘/f‘f TIME_ | 724 . D
INTOXILYZER SERIAL 4 %) - D% /5 LOCATION N mrigind TRIL o

( ~J 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ 1. Clock time cleck.

{ ~7 2. Date check,

OPERATIONAL TESTS
i 1. Aleohol-free subject test result 0. 2{ }: )] AL
{ = 2. Error recognition logic system functioning.
Mot a Successfully Complated Test Sequence printed

i “{3. FProper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Deficient sample printed.

{ "ff-'l-. Standard Calibration Check standard 0./ ¥ AC, Result ‘l_ﬁ}_ ig AC.

YES « NO

[nstrument is operating properly and accurately.

COMMENTS

SIGNATURE (7' /gj‘?‘"‘-r (€7

DPS Formn Exh G-4 (Rev 05-01)




INTOXILYZER 5000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: B105.48

D9/24/2014 TT:d6:24
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: J. SOCNDEOL #1887

LAEE HAVASU CITY ED

Operator: J. SONDROL #187
LARE HAVASU CITY PD

Subject: 3QAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L I'ime

Alr Blank 0.000 127210
Diagnostic Test Pa=ss Tt et
Air Blank 0.00G0 Tasdas i
0.100 Cal Check 0.058 17:228:38
Air Blank 0.000 17:22:08
Subject Test 0.000 THz2R: 05
Air Blank ABRT* 17:29:32
Air Blank IpS** 17:29:39

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-007873
Core Version: 8105.48

09/24/2014 17:26:24
Standard Lot#: 015121004A1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.000 17:27:15
Diagnostic Test Pass 17:227:50
Air Blank 0.000 17:28:217
0.100 Cal Check 0.058 17:28:38
Air Blank 0.000 17:29:08
Subject Test 0.000 17:29:25
Air Blank ART* 17:29:32
Air Blank IpS** T7:29:39

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC }

Serial Number:
Core Version:
09/24/2014

IN JAIL
80-001873
B105.48

1T:26:

Standard Lot#: 01513100417
Last Changed By: J. SONDROL

#187

QAS:
LAKE

J. SONDROL
HAVASU CITY PD

#187

Operator: J. SONDROL
LAKE HAVASU CITY PD

#187

Subject: SQAT,TEST
DOB: 01/01/1850
Sex: M

Weight: 123

15 Minute Deprivalblion Period? Yes

Test g/210L Time

Air Blank 0.000 17127218
Diagnostic Test Pass 17227:50
Air Blank 0.000 17:28:17
0.100 Cal Check 0.098 17:28:38
Air Blank 0.000 17:29:08
Subject Test 0.000 17229:+25
Bir Blank AlT* 17:29:32
Air Blank IPS**® 17:29:39

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial NMumber: 80-001873
Core Version: 8105.48

Qa/24/2014 17:30:41
Standard Lot#: 01513100A7

Last Changed By: J. SONDROL #1387
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operateor: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: S50AP,TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 17:31:28
Diagnostic Test Pass 17:32:03
Air Blank 0.000 17:32:31
0.100 Cal Check 0.098 17:32:52
Air Blank 0.000 17233229
Subject Test 0.014% 17:-36:29
Air Blank 0.000 17:36:58
Air Blank 0.000 17:37:26
Subject Test XXX #* 17871202
Air Blank REI#**+ 17:37:509

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER B000
Location: LHC MAIN JATL,
Serial Number: 80-001873
Core Verszsion: B8105.48

09/24/2014 17:30:41
Standard Lot#: 01513100a1

Last Changed By: J. SONDRCL #187
QAS: J. SONDROL #187

LAFKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
poB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/270L Time .
Air Blank 0.000 17:31:28
Diagnostic Test Pass 17:32:03
Air Blank 0.000 17232131
0.700 Cal Check 0.098 17333352
Air Blank 0.000 17233329
Subject Test 0.014x 17:36:29
Alr Blank g.000 17536158
Air Blank 0.000 TT:=37=26
Subject Tesl XX ** 17:37:52
Air Blank RPI**% 17+37:55

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-001873
Core Version: 87105.48

09/24/2014 17230247
Standard Lot#: 0151310027

Lazt Changed By: J. SONDROL #187
QAS: J. EBONDROL #187

LAFE HAVAST CITY Pb

Operator: J. SONDROL #187
LAKE HAVASIT CITY PD

Subject: ZSQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Periecd? Yes

Test g/210L Time

Air Blank G.000 17:31:28
TDiagneostic Test Pass i e
Air Blank g.000 T¥s32:31
0.100 Cal Check 0.098 T3 2:52
Air Blank 0.0ao 11233527
Subject Test D.014* EEEE6 A0
Air Blank 0.000 1736258
Air Blank 0.000 b P b
Subject Test KHU** 172370552
Air Blank RFI k% { F et o el

*Deficient Sample
**Invalid Sample

Begin new deprivation period
#*%RF1 Detect

Not a Successfully Completed Test Sequence




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. RIZ-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURLE

QA SPECIALIST - yrJbRei |7 AGENCY _LWE PD
pae___ Q24 mve | 4l
INTOXILYZER SERIAL# _B0-o1573  LOCATION LHC mAing DRI

{ -”f 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution _ (47} AC.
QR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensuse that a tight seal has been made. Tum on the simulstor and allow temperature to reach 34°C £

02°C

(:j 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
{ *) 3. Gotothe “Control Testing Menu"”, Sclect “D™ for dry control test or “W™ for wet control test. After selection is
made press ENTER.
fj 4. Air blank completed.
7} 5. Calibration check completed. Test results 0. O AC.
) & Mhlankonn'lpldeﬂ_

(

(

(

{ «“T 7. Remove mdmﬂ.tmmemmmmmmmum
[

SIGNATURE %1 {:N'\A 'If $7 o

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER 8000

Logcation: LHC MAIN JAIL

Serial Number: B80-0071873

Core Verzicn: B105.48

09/24/2014 VT4 207
Standard TLot#: 01513100A1

Last Changed Bv: JT. S0ONDROL #187
QAS: J. SONDROL #1187

LAFE HAVAST CITY PD
Uperator: J. SONDROL #7187
LAKE HAVASD CITY PD

Test g/210L Time

Air Blank 2.000 17241237
0.100 cal Check 0.0%85 TT:41:57
Air Blank G.000 1T :42:27

Preventative Maintenance

Performed -- Timer Reset




