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POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom it May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Pr ure are a-full, true and
correct copy of the original.

~. Lz
S&AP  SIGNATURE 4, o9
STATE OF ARIZONA ) go 00l 02%

) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 37X day of @[E{m
200% by K .. Preleer

ARY PUBLIC

}O» 6&09
DATE

Commission expires: G 7~ /0D

Area Code 928

Administration ................... 855-4884 Fax #s EMergency ......ccoccvveicevvennnens
Business Office ..........cccceve. 855-1171 Administration ..........cccee e 680-5430 Non-Emergency Dispatch/ ...
Investigations ..........ccoceeinivnie B55-5775 Business Office ..................... 680-5431 TDD

..................................... 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness ......

E-mail: police @ci.lake-havasu-city.az.us

.. B55-4111

855-4114
B54-TIPS
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Eg made press ENTER.
' Air blank completed.
i

EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

s
QA SPECIALIST /// A{M’/Z ZZf AGENCY v(;’/(t’%‘/ /'77/%! Qrﬂ/"‘

DATE __ /2015 TIME OZ/
INTOXILYZER SERIAL #__ B0 CN/O2F LocaTIoN L€ P %,,, ,/

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

ﬁ Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution -~ /&¥) AC.
OR

Go to the “Control Testing Menu™. Select “I)” for dry control test or “W™ for wet control test. Afler selection is

. Calibration check completed. Test results 0. <€D AC,
_ Air blank compieted.
. Remove printed record. Attach the record to the completed checkls

F .
IGNATURE ~Z

P D et o7

DereesrsvE

DPS Form Exh G-2 (Rev 05-01)
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EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

; // ‘
QASPECIALIST’/[: DM 72/ AGENCY A ‘4//4%’74%—

DATE /2 D/ 87 TIME 07/ 8
INTOXILYZER SERIAL# 0O ’4‘0/&2} LOCATION A&C Y Q___,M/‘f/

% Display Reads "PUSH BUTTON TO START”

D STIC TESTS
Clock time check.
. Date check.
Q IONAL TESTS

lcohol-free subject test result 0. Lo ac
" Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
" Standard Calibration Check standard 0. /9& AC. Result 0. 0??' AC.
Instrument is operating properly and accurately. YES NO
COMMENTS
SIGNATURE . - ¢ o s =7
D ez e 12

* DPS Form Exh G-4 (Rev 05-01)
0{’}’{-—’2;‘71//{
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INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : 80-001029

10/01/2009 09:18:31
Standard Lot#: 833001G

Last Changed By: K. DRELLER #1121
QAS: K. DRELLER #121
LAKL HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,FREE

DOB: 10/01/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L _Time B
Air Blank 0.000 09:19:36
Diagnostic Test Pass 09:20:03
Alr Blank 0.000 ¢9:20:30
0.100 Cal Check 0.100 09:20:49
Alr Blank 0.000 09:21:18
Subject Test 0.000 09:21:45
Air Blank 0.000 09:22:12
Five Minute Wait ART*

Air Blank 0.000 09:22:48

*Sequence Aborted

Not a Successfully Completed Test Sequenij//

/4



INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : 80-001029

10/01/2009 09:18:3}]
Standard Lot#: 833001C

Last Changed By: K. DRELLER $#121
QAS5: K. DRELLER #121
LAKE HAVASU CI1TY PBD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

Subject: S0AP,FRLEE

DOB: 10/01/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test o q9/210L Time
Air Blank 0.000 09:19:36
Diagnostic Test Pass 09:20:03
Alr Blank 4.000 09:20:30
0.100 Cal Check 6.100 09:20:49
Air Blank 0.000 09:21:18
Subject Test 0.000 09:21:45
Air Blank 0.000 09:22:12
Five Minute Wait ABT*

Air Blank 0.000 09:22:48

*Sequence Aborted

Not a Successfully Completed Test Sequence

/;/




INTOXILYZER 8000
Location: LAKE HAVASU PBD
Serial Number : 80-001029

10/01/2009 09:18:31
Standard Lot#: 833001G

Last Changed By: K. DRELLER 121
0AS5: K. DRELLER #121]

LAKE HAVASU CITY PD

OUperator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SOADP, I'REE
DOB: 10/01/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test . _g/2i0nL Time
Air Blank 0.000 09:19:36
Diagnostic Test Pass 09:20:03
Alr Blank 0.000 09:20:30
0.100 Cal Check 0.100 09:20:49
Alr Blank 0.00¢ 0%:21:18
Subject Test ¢.000 09:21:45
Alr Blank 0.000 09:22:12
Five Minute Wait ABT#

Air Blank 0.000 09:22:48

*Sequence Aborted

Not a Successfully Completed Test Sequenc%
d
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INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Humber : 80-001G29

10/01/2009 09:23:G4
Standard Lot#: 833001G

Last Changed By: XK. DRELLER #121
OAS: K. DRELLER #1221

LAKE HAVASU CITY PD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

Subject: SQAP,BAWT

DOB: 10/01/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test 9/210L Time
Air Blank IPS* 09:24:06
Air Blank 0.000 00:24:34

*Improper Sample

Not a Successfully Completed Test Sequence
4



INTOXTILYZER 80090
Location: LAKE HAVASU PD
Serial MNumber : BG-001029

10/01/2009 09:23:04
Standard Lot#: 833001C

Last Changed By: K. DRELLER #1121
OAS5: K. DRELLER 121

LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,BAWT
DOB: 10/01/2009
Sex: M Welght: 121

15 Minute Deprivation Period? Yes

Test - g/210%L Time
Air Blank IPS* 09:24:06
Alr Blank 0.000 09:24:34

*Improper Sample

RS AR

SR TR R A A AR LR AT R A T SR T e e L

RO R L 0, AR s s

Not a Successfully Completed Test Sequeni;/'
%/



: INTOXILYZER 8000
: Location: LAKE HAVASU DD
Serial Number : 80-001029

10/01/2009 09:23:04
Standard Lot#: 833001G

Last Changed By: X. DRELLER #121
QAS: K. DRELLER #121

LAKE HAVASYU CITY »D

Operatov: K. DRELILR E121
LAKE HAVAST CITY P

Suidject: SOAP,BAWT
DOB: 14/01/2009
Sex: M Welght: 121

15 Minute Deprivation Period? Yes

Test . _g/2l0nL Time .
Alr Blank IpS* 09:24:06
Air Blank 0.000 09:24:34

*Improper Sample

Not a Successfully Completed Test Sequenj;§;;7
74
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INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : 80-001029

10/01/2009 09:26:02
Standard Let#: #33001C

Last Changed By: K. DRELLER k121
QAaS5: K. DRELLER #1121

LAKLE HAVASU CITY PR

Operator: K. DRELLER 12
LAKYE HAVASU CITY BD

Subject: SQAD,RTI
DOB: 10/01/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

“Test _7%7?W“g/ZlQL ______ Time o
Alr Blank RFIx* 09:26:54
Alr Blank 0.000 00:27:22

*REFI Detect

Not a Successfully Completed Test Sequeni;/’

77
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INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : RB0-001029

10/01/2009 09:26:02
Standard Lot#: 833001C

Last Changed By: K. DRELLER #121
DAS: K. DRELLER #1121

LAKE HAVASU CITY PD

Operator: K. DRILLER #121
LAKE HAVASU CITY PD

Subjoct: SOAP,RFI
DOB: 10/01/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test . .._9g/210. Time
Alr Blank RFI# 09:26:54
Air Blank 0.000 09:27:22

*RFI Detect

Not a Successfully Completed Test Sequenjj{
/



INTOXILYZER 8000
L.ecation: LAKE HAVASU PD
Serial Number : 80-001029

10/01/2009 09:26:02
Standard Lot#: 833001G

Last Changed By: K. DRELLER f121
QAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER #1121
LAKE HAVASU CITY PD

Subject: S0AP,RII
DOB: L0/01/20069
Sox: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/2101 Time )
Air Blank RFI* 39:26:54
Alr Blank 0.000 09:27:22

*RFI Detect

Not a Successfully Completed Test Sequence
o




TNTOXILYZER 8C00
Location: LAKFE HAVASU BD
Serial Number g0-001029

10/01/2009 09:28:10
Standard Lot#: $3230016

L.ast Changed By: K. DRELLER #1214
QAS: K, DRBELLER #i21
LAKE HAVASY CITY PO

Operator: K. DRELLLR #121
LAKE HAVASU CITY PD

Subject: [0AP, DEPSAMD

DOB: 10/01/72009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes
gdest . ¢/210L 0 Time
Air Blank 4,000 09:2%:
Dlagnostic Test Tass 09:29:
Air Rlank 0.000 09:30:
0.100 Cal Check 0.100 09:30:
Air Blank J.000 09:31:
Subject Tesgt 0,130 09:34:
Air Blank 0.000 09:34
Air RBRlank 0.000 09:35:
Subject Test XXX # 09:35:
Alir Blank 0,000 09:36:

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequeny

/




INTOXILYZ1ER 8000

Location: LAKE HAVASY DD
Serial Number : 80-001029
10/01/2009 J9:28:
Standard Lot#: 833001¢G

Last Changed By: K. DRELLER
QAS: K. DRELLER

LAKE HAVASD CITY BD

Operalor: K. DRELLER

LAKE HAVASU CITY PD

Subject: SQAP,DEFSAND

DGR 10/01/20009

Sox: M Wedght: 121

1 ; - . B T e B I NP i -
o Hinubte Deprivacion Period? vos

Test o g/210L . Time L
Air Blank  $.000 09:29:30
Diagnostic Test Pass 09:29:57
Alr Blank 0.000 09:30:25
0.100 Cal Check 0,100 09:30:44

Alr Blank
Subject Test
Alr Blank
Air Blank

D

o O O

*Deficient Sampie
**Invalid Sample
Begln new deprivation period

Not a Successfully Completed Test

L0040 09:
L130% 09
.000 09::
L 000 09:
Subject Test XXX ** 09:
Air Blank 0.000 09:

31:13
34:21

35:21

35:49
26124

Sequence
21




INTOXILYZER BQ00
Location: LAKE HAVASU BD
Serial Number : 80-001029

106/01/72009 N9:26:10
Standard Lot#: 83300i1iC

Last Changed By: K. DRELLET #121
LAKE HAVASU CITY PD

Operator: K. DRELLER #1271
LAREL HAVASU CITY PD

Subject: 5QAP, DEFSAND
DOB: 1G/01/2009
Sex: M Weight: 121

15 Minute Deprivation Periocd? Yes

Mest . gi2lon  Time
Air Blank 0.000 - 09:29:30
Diagnostic Test Dags 09:29:57
Aly Blank 0.000 09:30:25
0.100 Cal Check 0.100 09:320:44
Alr Blank 0.00¢ 09:31:13
Subject Test J.130* 09:34:21
Alr Blank 0.000 09:24:54
Alr Blank g.c00 09:35:21
Subject Test KA A ** 09:35:49
Air Blank 0.000 09:36:24

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

7
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EXHIBIT G-2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8060

STANDARD CALIBRATION CHECK PROCEDURE

pra / / \
QA SPECIALIST f@& AGENCYAgape foismarsr frrer Qg;--—

—_—
DATE /00709 TIME  £53(.

INTQXILYZER SERIAL # _ 30 - O/ 7 G LOCATION ALA4C PO /My,,b/

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution « YOO AC.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C

» Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

. Goto the “Control Testing Menu™. Select “D” for dry control test or “W™ for wet control test. After selection is

made press ENTER.

4. Air blank completed.

. Calibration check completed. Test results 0. 0?5’ AC.

. Air blank completed.

- Remove printed record. Attach the record to the completed checklist,

SIGNATURE - =7
¥
m/& 44
DPS Form Exh G-2 (Rev 05-01)
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