POLICE DEPARTMENT

LAKE HAVASU CITY
2360 McCULLOCH EmiLE‘-MHn NORTH
LAKE HAVASU CITY, ARIZONA 86403-5047

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true

and correct copy of the original.
C /J/ -

Slgnature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this < 2~ __dayof NOVEMPEE-
’Zﬂli’ g CAEpn  DUARTE

NA -L#

NDTARY PUBLIC
U [gal3

DATE

Commission expires:

Arca Code 928

Administration v BHB-4BB4 Fax #'s Emergancy . - S 1 T 1 |
Business OMce .........coveeieies 8551171 Administration ._........ vearers BBO-5430 Mon-Emer qv- Yoy [n,#p,_m_;  ageE-4111
Investigalions -Ba5-5775 Business Oifice . G80-5431 DD 855-4114
Patral _.. B855-0515 Invesbgabons/Patrol ......... 680-5432 Havasu Silent Witness . B54-TiIPS

E-mail: police®@Ihcaz.gov
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI2-10-104 (A}

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEINRES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QASPECIALIST 1. SOrJDRoc |€7  acency NC. PP e e
pate_ 118113 __ TIME_ 55 N

INTOXILYZER SERIAL# 30 - O05356 LOCATION fYI,rv TJRIE
( /{ 1. Ensute that gas tank 15 attached (o instrument and contains a standard alechol concentration solution - ¢ AC,
OR

Pour 2 standard aleohol concentration solution AC, into a clean dry simulator and assemble the
sirmilator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
0.2°C

( “7 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

( “ 3. Goto the “Control Testing Menu™. Select “D” for dry control test or “W™ for wet control test. After selection is
made press ENTER.

( “f 4. Airblank completed

( “ 5. Calibration check completed, Test results 0. (D9 AC.

( 6. Air blank completed,

{ 7. Remove print A h the record to the complered checklist.

SIGMNATURE |57 -

DPS Form Exh G-2 (Bev 05-01)



Core Versiorl:

11/187 2013

Operator: J. SONDROL #4187
AER HAVASU CITY FD
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EXHIBIT -4
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEFARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDNURE

oa sreciarist . Soiedfeoe (57 _acency CNCPD

DATE !Er/.* 3 ) TIME_ DS 7 _ O
INTOXILYZER SFRIAL # 8O- )03 55¢, LOCATION 7178402 TRIL B
( «A1 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

( ':,‘]r) Clock time check.

{ 2. Date check.

OPERATIONAL TESTS

( w7 1. Alcohol-free subject test result 0. M}”__ AL
i { «¥72. Error recognition logic system functioning,
Not a Successfully Completed Test Sequence printed

{ =7 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
( Y 4. Standard Calibration Check standard 0. /¢ ¥Z)  AC. Result O/ ac
Instrument is operating properly and accurately.  YES o NO

COMMENTS

SIGNATURE We’ €7

DPS Form Exh G-4 (Rev 05-01)




NTOXILYZER 8000
Location: LHC MAIN JATI

ierial Number: 80-003356
Core Versi 5.48
18720173 10:57:57

Standard Lot#: 0151310081
Last

Changed By: J. SONDROL #1487

QAS: J. SONDROL #187
LAKE HAVASU CITY PD
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Subject: SQAP,TEST
DOB: 01/01/1950
Sax: M Weight: 123

15 Minute Deprivation Pericd? Yes

0.100 Cal Check 0
Air Blank 0
Subject Test .0
Air Blank ABT* 01:
AMr Blank IDS*=* 01 -

Lt W B3

Air Blank 0.00C 00:58:50
Diagnostic Tesl Pass 00:59:25
Air Blank 0.000 00:55
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*Seguence Aborted
*Tm

proper Sample

Not a Successfully Completed Test Sequence




[HTOXILYZEE 8000
Location: LHC
Serial Number:

3 a0-0
Core Version: 8105.48
T1418/2013 go=57:8%

Standard Lol#: 0151370047
Last Changed By: J. SONDROL #18

i)
QAS: J. SONDECL #187
LAKE HAVASU CITY PD

Cperator: J. SONDROL #187
jE)

LAKE HAVASU CITY

Subject: S0QAP,TEST
OB 01/01/1850

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2710L Time

Air Blank 0.000 00:58:50
Diagnostic Test TFass g0z 58045
Air Blank 0.000 {59252
0.100 cal check 0.089 01:00:13
Rir Blank 0.000 G1:00:243

Subiject Test 0.000 01:01:13
Air Blank ABT™* 010119
Air Blank TES** 33 201224

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-003356
Core Version: 8105.48

11/18/2013 00:57:5

Standard Lol#:
Last Changed By: J.

0151310041
SONDROL

7

o

e |

QAS: J. SONDROL =
LAKE HAVASU CITY PD

Oparator: J. SONDROL

LAKE HAVASU CITY PD

Subject: SCAP,TEST

DOB: 01/01/1950

Sex: M Weight: 12

15 Minute Deprivation Periof Yes

Test g/210L Time
Air Blank 0.000 00
Diagnostic Test Pass }

Air Blamnk 0.000 00

o

0.100 Cal Check 0.099

Air Blank
Subject Test

I e 1] o |

Air Blank ABRT* 0
Air Blank IpS** 0

Aborted

*Sequence
**Improper

=

Sample

Not a Successfully Completed Test Sequence

01213
01:19
01:=27




INTOXILYZER 80040
Location: LHC MAIN JAII

Serial Number: B(0-003356
Core Version: 8105.48
11/18/2013 01:=202:53

Standard Lot#: 01513100a1
Last Changed By: J. SONDROL #187

QRS: J. SONDROL #187
LAKE HAVASU CITY PD

Operater: J. SONDEOL iy
LAKE HAVASU CITY PD

Subject: BQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test a/210L Time

Air Blank 0.000 01:03:45
Diagnostic Test Pass D1:04:20
Ann 1 =

Air Blank 0.000 01:04:47
0.100 Cal Check 0.098 01:05:08
Alir Blank 0.000 01:05=38

Subject Test 0.266% 01:08:45
Air Blank 0.000 01:09:19
Air Blank 0.000 01:09:47
Subject Test XXX ** D1:10:09

Air Blank RFI#**% D1:10:18

*Deficient Sample
**Invalid Sample
Begin new deprivation period

***RFI Detect

Not a Successfully Completed Test Sequence
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Operator: J. SONDRO
HAVASU CITY PD

LAKE

F
X

Subject: SQAP,TEST
DOB: 01/01/1950

Sex: M

15 Minute Deprivalion Period? Yes

Test g/210L Time

Air Blank 0.C00 01:03:45
Diagnostic Test Fass 01:04:20
Air Blank 0.00( 01:04:47

0.100 Cal Check
Blank
Subdect Test

Lr Blank

ir Blank

*Deficient Sample
**Invalid Sample

0.098
0.ooo0
0.266%
0.000
XXY**
REF T *%%

naw deprivation
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010845
01:09:19
01:09:47

11210218

S 1.1,.--::‘—]

Not a Successfully Completed Test Sequence



INTOXILYZER 8000

Location: LHC MAIN JAIL
Serial Mumber: B0-003356

Core Version: 8105.48
1T17/18/20713 01:02:573

Standard Lot#: 01513100Aa1

Last Changed By: J. SONDROI #187
QAS: J. SONDROL £187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1650
Sex: M Weight: 124

15 Minute Deprivation Period? Yes

S

Test

Alr Blank
Diagnostic Test
Air Blank

0.100 Cal Check
Air Blank
HSubject Test
Air Blank
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Subject Test XXx*==* D1:10:=09
Air Blank AFI*** 01:10:1E

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

P



EXHIBIT €5-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEPARTMENT OF PURLEC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBEATION CHECK PROCEDURE

QA SPECIALIST 3. SonJfpec [§7 _acency LNC Pl
DATE H!l"?/fj TIME_O 112 - ]
¢ D
INTOXILYZER SERIAL# g0 -00555% LOCATION _J774);~/ TRl
i "‘}/ 1. Ensure that gas tank is attached to instrament and contains & standard alecho! concentration solution . %0 AC,
OR

Pour a standard aleohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperatue o reach 347°C +
0.2°C

{ ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ =¥ 3. Gatothe “Control Testing Menu", Select “D" for dry control test or “W™ for wet control test. After sclection is
made press ENTER.

{( *] 4. Airblank completed. ”

{ = 5. Calibration check completed. Test results 0, o AL,

{ =73 6. Afr blank completed.

{ ""{ 7. Remove printed record; Artach the record to the completed checklist,

SIGNATURE ) { Jg7

DPS Form Exh C’(I-.T'-. {Rev 05-01)
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011206
51310021
J. SOMDEOL #1687
DEOL #7187
CITY EBD
SONDROL H#1E7
LAKE HAVASO CITY PL
Test g/ 210L Time

hir B

Air Blank o

*ambient Fail




INTOXILYZER BOOOD
Location: LEC JATL

Serial Number: S50-00335&

.48

Pravent

Performed -- Timer Reset

[ lme




