POLICE DEPARTMENT
LAKE HAVASU CITY

2360 MocCULLOCH BQULEVYARD NORTH
LAKE HAVASL CITY, ARIZONA BEAD3-5847

To Whom KB May Concern:

t hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

I certify that the attached documentation of Standard Quality Assurance
Procedures andl/or Standard Calibration Check Procedure are full, true
and correct copy of the original.

/&7

( Signature
)

STATE OF ARIZOMNA )
158
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 3 day of Decernloer.
2012 py  CAELA DPusess

NOT PUBLIC

[ 2-B-12,
DATE

Commission expires:

GARLA GLARTE
Katary Putdic - Arirona

Arga Code 928
Administration ... BSE-4884 Fax #'e EMErgenoy .o, 8-1-1
Business OMCe .....cecee e BES-11T71 Administration ..o, GE0-54.30 Mon-Emergency Dispatchs ... 8o5-4111
Investigations ... B55-5775 Bugingss OMce e &830-B431 TOO As5-4114
PArOl e 8550515 frwvestigations/Patrot ... BBO-5B432 Havaszu Slient Witness ... BS4-TIFS

E-rmail; poliosd Ihocaz.goy




FXHIBIT (-2
THIS REPFORT FREPARFD PURSUANT TG DULY IMPOSED BY A A€, RI3 G- 104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURFES
INTOXILYZER MODEL 3004

STANDARD CALIBRATION CHECK FR{KFDURE

QASPECIALIST " _S0riDRal €7 aceney { AKE HAVASY 01Ty P

pate_JA-ANZ e IS
INTOXILYZER SERIAL # B0~ OO/ 02 1 rocatian CHNC Pl fMAIv TAIL
(y b 1. Ensure that gas tank it attached o instrument aod contains o standard aleobal coocentoution sofution ._mc
O
Fuur a standard alechol concentration solution . _AL, intn a clean dry simulator and assemble the
siudatos. Eusure that u tight seal has been made, Turn on the simulator and allow temperature to reach 34°C +
2%
12 Totoxtdyzer 800 display reads “PUSH BUFTON TO START”
1 3. Gotothe “Contral ‘Testing Mena™. Sefect *T o dry comiral test ar “W* for wel control test. After selection is
made prass ENTER.
¥ 4. Air blank complebed.
(%1 5. Calibration check complated. Tesl resuita @, ¢ } i i . AC
6. Alr biank completed.
7

} 7. Remove prigted recgfd. Attach the record o the completed checklis.
SIGNATURE_Q--Aﬁf'J &7 i} _ —

PPS Form Cxh £7-2 {Bev 05-01)
= Came From mot RERMDY Mebf To RERDY mobe FIRST
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EXHIBIT (-4
FHES REPORT PHEPARED PURSHUANT TO BUTY IMPOSTD RY AL RLI-H0-104 (A)

ARLIZUONA DEFARTMENT OF PUBLLC SAFETY

STANDARD QUALITY ASSURANCE PROCENURES
INTOXH.YZER MODET. 8004

STANDARL GUAELITY ASSHBANCE PROCEDURE

QA SPUECIALIST T ﬁnjﬁgg;}_;_mf 57 —oaaENeY LARE goudet CiTY B
DATE /o~ &+ 12 . e {15
INTOXILYZER SERIAL # g@mfﬁﬁ@ _LOUATION CHC " ks IR

) 1. Display Reads “PUSH BUTTON T0 START"

DIAGNOSTHC. TESTS
1. Clhock tiene check.
{ 2. Data check,

BATIONAL TESTY

} 1. Alcohol-free subject test result 0. ¢ XX AC

} 2. Error recognition fogic system fanctioning,.

Nl & Successfully Compleled Tost Sequence pripted
) 3. Proper sample recoggition system.

Mot a Successfully Completed Leat Sequence printed

Delctent sampke printed. \
(4} 4. Standard Calibration Cheek standard 0. / (X Ac. Result 0. roicul AL

ment is operating properfy and acenmately.  YES N

COMMENLS

SIGNATURE ?M £

DPS5 Form Exh G-4 (Rey 05-00)
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INTCEZLYZER 8003
Lozation: LEIOPR MATIHN JATILL
Soerial Nurher o 20-2071024%
Core Versiwun: BiJG.AS8

1240372012 Two13:33
Slandard Leof: 22493110041

bazt Changed FBy: S. SONDEOL #1127
oaSr J. SOMNDROL ETRT

Laklr EAVAST OTTY PL

Operator: J. SONDEJL #7187
AR LAVARIT CITY PD

Subdject: EBCAT, TTEST
Ay 01 /70171950
Sex: M Weight: 173

ih Minute Deprivation Pericd? Yes

Test gf2105 Time

Air Hiank 0.C00 15:14:50
Diagnostic Tast Pass 12:1L:25
Air lilank .00 53151652
20,700 Cal Check 0,150 152 %6213
Eir NWlank 0,30 *holgsdl
Subijoul Tes=t 0.Ga0 =T NS
Air Blank ART* 15:17:06
Air Bilank IESH & 15:17:13

*Jequence Aburted
**Improper Sample

Not a Successfully Completed Test Sequence




g{ a .%Tﬂ

INTOXILYAER S040
Lpmeation: LHOPRD MATIN oIl
Snrial Humber: #0-501072%

Dorg Version: BTD5.4s8 .
YTRACAFEGE T 239

Standard Lotd: F391100A!

Last Changed By: 4. SONDRCL 4187

cAaS: J. SCHRDRCT. #1817

LAKE EAVASDT O1'0Y PL

Ope-alor ;s 4. SONDRCL ®CoRY

LAKR HAVASL (DY PD

Subject s B0AP, TTEET

LGoB: 10171950

Sex: M Weight: 23

1% Minute Deprivation Perzod? Yes

Test g/ 2105 _ Time

air Blank D.G00 Th:14:50
Ciagnostio Tezl Bass 15:15: 25
2ir Blank oLong 1L:15:52
G.100 Cal Check o100 15:16:13
2ir Blank . O0G T 3642
Subjecst Test G,00G 1517658
nir Blank Al4* 152170z 06
Air Blank IDgk# 15:17:13

*Seguence Aboried
KhImpropor Samplo

Not a Successfully Completed Test Seguence



PMNOXILYARR BEZC0

Loczation: LEITD mMaii ZATL
Derra Numbber:; BC0-00102G6
Core Wersiom: &1049_ 45

TASOZ/200F TH:13:349

Standar:s] tobE 2E9T1100M
Last Changed By: J. S0m0HDL 187

T 1. LGORNDRCL #15HY
LAXKE BAVADY CITY PD

Cperator: J. SCNDROL EI87
LAKE HAVASL JOITY P

Subject: S0AR,TTEST

LoE: 21701 /14968

Sex: M Weight: 143

Th Minule Deprivation Ceriaodd? yYes

Tost gl 2L Time

Alr Blank IR T -15:14:5.:]
Ciagnoestic Tesat Fzz== 1G:15:25
Air Blank 0.codH AR N .
0.100 cal Chenk o0 15:16:13
Air Blank o000 15:16-473
Subject Test Q. 000 15:16: 48
Air Biank ZBT# T 06
nir Blank IFS+=* 15247132

*Saguence Aharted
**Improper Sanple

Not a Successfully Completed Test Sequence




4T
{/

IMNTOE]ILYEER 000
Locaticn: LBECW: Mgl JETT
Berial MNumbsr: 52 021029
Cors Vorsicon: 5105 48

HENAIVE I A, I=risr e
Etandard Lotf: ZE91310030

Last Toanged By: J. SONDEDL #1a
DEZ: J. SCRIRCL #1287

LAKE EAVAST ZITY FL

Cperator: J. SONLEO #1587
LAKE dAVASD CITY BD

Subject: SQAR, IE4T
LoBE: GI/701/71930
Sox: M Weignt: 123

1% Minute Deprivation Feoriod? Yes

Test af 2i0L 'Time
“air Blank 0,000 T5:26:05
Dizghostic Test FAass 15:20:40
Air Blank a.oan 15:27 207
0,100 Czl Check 0.0 1Th:21:38
Air Blank 0.con ThIZE1 5y
Sublect Toot .34k~ Th25%:05
&ir Blank o0.000 15:25: 58
Air Elank G000 15:26:068
Subject Test EAH** 1%:26:28
Air Blank RET¥* = Tz 26138

*Deficient Sample
*#% Invalid Sample

Begin new doprivation perviod
t*x*BEFT Deteact

Not a Successfully Completed Test Sequence



Fﬁlxﬁ,

IMTOXILYZER 5
Location: LECCD MAIN JATL
Serial Humber: BG-00502%
Cora Verzion: 5105046
12AN272572 Thri9:0n

Standard Lot#: 2291130041
Last Thanged Byv: J. BCNDRGL ez

QRS: J. SONDROT, #1587
LAKE HAVASU CITY 2D

Operatar: T, SOGKDECL #i0T
LAKE BAVAST CITY DL

Subject: BQAR,wgE
oE: 0170771950
Sex: M Welght: 123

1% Minute Deprivabion Pericd? Yes

Tast g/l A0 Time

Alr Blank 0.4400 200k
Diagnostic Tost Tass 15 Zosdan
nir Blank N 1h21:07
0,100 Czl Chock LA A 15:27:28
Air Blark C.OCG 1521 :R7
Subject Tost _345+* 15:25:05
Air Blank 0.000 15:25: 358
air Blank 0.ooo 15:26:06
Subiect Test HA¥** 15:26: 28
2ir Biank REI*xd= 12:86:38

*Deficient Sample
** invalid Sample

Begin new deprivation period
wxap|’] Petect

Not a Successfully Completed Test Sequence




INTOXILYZER 20010
lLocation: LEOPD MAIN JATL
Serial MNumbier: BEG Q01029
Core Version: BICS .48

1270272012 51150k
Standasa Tobé: 22%17170080

Lazt Changed liy: J. SCNDRIL #1807
OhS: J. BCHDEOI, 107
LAKE HAVAST C1'1Y 213

Operator: J. ZCHDECL #io7

LAKE HAVEAREID O7%Y EL

Subject: 3GAR,TESY
DOE: 07170171900
Sex: M Woeight: 123

15 Minute hinprivation Fericd? Yes

Tast 2100 Time

Air Biank G.ooo 20 Ch
Diagnozbtic Tesl Pass = AVER- I
Air Blank 0G0 15:21:07
D100 Cal Checlk 0.0%4 15:27: 258
Air Blank 2.000 1%:21:57
Hdubject Test 2.345+ 12+25:05
&ir Elank 0,000 1o 38
Air Blank 0.000 ThiZ6:06
Subject{ Teost EUHEw Thid6 28
Air Blank REI**# 15:26:38

*Ceficient Sample
**Invalid Sample

Begin new deprivation period
*4¥RFI Deotect

Not a Successfully Completed Test Seguence




EXHIBLT -2
TINS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, KA 1R-F04 {A)

ARIZONA DEPARTRIENT OOF PUBLIC SAFE#Y

STANDARD (HUALITY ASSURANCY. PROCEDURES
INTOXILYZER MOBEL 8004

STANDARD CALIRRATHON C1ILCK PROCEDURE

OASITOIATIST L SonoDiot {57 __aciney (RKE NAVASY 2ty b

DATE ftf; N g Tlhiii_{lﬁgq -

INTOXIEYZER SERIAL # %73 /Y3029 Lacation CNC PY mAw JRI B

6}?1

Ensure that gas tank is attached to instediment and conntains a standard aleoliol concentration solution | AL
O

Fewr 2 standard alcobe] concentradion solution . AL inlo aclean dry simukitor and assemble the

ginmtfator. Ensure thad a tight scal has beey made, Tum on e simelator aod =ow temperatore 1o reach 340 +

.25

NG 20 Intoxibyzer 3040 display reads "PTUISH BUTTON 11} START™
¥ i Gowthe "Cont ol Testing Mene”™ Select "B far diy control test oe "W for wee comiral test A fter selection is
made press FNTER,
(eh ) 4 Al blauk completedk. -
(% )y 5 Colibration check complored. Test resules {]._Q"l q AL
(L1} 6. Aarblaok completed,
} 7. BRemove printed recofd. Arach the record to the cotnpleted checklise,
sxcmmag__% _ g7 _

OFS Foom Exh G-2 (Bev 05-04)

— RFt DETECT
~ (oM PLETED ArvoTNER G627

Gl 1E7
/
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Lant Chamoped [y

GRHED 7. COKDIOL §15
naAnE TAYVASE CiUY PR
Ouerator: J, SDKoROL
LAKE HAVESD CITY 2D

F107

A
G010 Cal Chack n.oas
fir Zlank KA

Air mlanw IR EF




EXHIBIT -1
THIS REFORT PREPARED FURSUANT TGO DUTY IMPOSEER BY A AC, R15-10-103 {A)

ARFZONA DEFARTMENT (M PUBLIC SAFETY

SEANDARD GUALITY ASSURANE PROCEDURES
INTOXE.YZER MO, 5000

STANTIARD CALIBRATION CHECK PROCEDURE

GASPECIALIST Y Svi~oDfied (%7 aaeney (Q¥T Miudsy My 2D

paTr -2 0 CmME_[S535

INTOXILYZER SERTAL ¢ B3 - 0.5 (:? _tocanion £ RKE NRVASL firy Phy

?f] )

—_
]

SIGNATLRE

L
-

Ensure that gas tank e attached 1o instmment aod congens o staklard aleobe] conoentrabon sclution . I'r{ k F A,

Ok
Pour a standard alechot concentration solution _AC, into a clean dry simtlatar and asserabie the
simutator. Ensure that a tight scal bas esn made, Twm v the simudator and aljow temperature to reach 3470 +
02e
Intoxilvzer B0 display reads “PLHSH BUTTON 10 START™
3o to the “Contral Teating Menu™, Sclect "B for dry contral test o0 “W" fur wet controd rest, ARer sebection is
made press FNEER

Ajr blapk comploted.
Calibration check compleled. Test results G, % AC

. AdT Blank completed.

Remove printed recyrd. Aftach the record eo the completed checkdist,

i’

DPS Form Exdh (3-2 (Fov 05-01)
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