POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom it May Concern:

I hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are a full, true and
correct copy of the original.
27

"R 7P SIGNATURE /20509
ST T o002z

STATE OF ARIZONA )
) 8S
COUNTY OF MOHAVE )

Subscribed and sworn to before me this __ /O T# _ day of DECENSER

Se09 by L C . DRes e
M‘”—M
R e i
N S PFMCHES : B
NOTARY PUBLIC R a
. b & '
2.~ 10~09
DATE
s s .,l o
eai e ; Lo o
Commission expires: 3|0 W T T A S SR
Area Code 928
Administration ..............c......... B55-4884 Fax #'s Emergency ........cccocoeiveinnnn,
Business Office .................... 855-1171 Administration ....................... 680-5430 Non-Emergency Digpatch/ ......
Investigations ............cccee... 855-5775 Business Office .........ccuveu...... 680-5431 TDD
..................................... 855-0515 Investigations/Palrol .............. 680-5432 Havasu Silent Witness .......

E-mail: police @ci.lake-havasu-city.az.us

855-4111
855-4114
854-TIPS




EXHIBIT ;-2
THIS REFORT PRETPARED PURSUANT TO DUTY IMPOSED BY AA.C, RI13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

=
QA SPECIALIST M{Z_a{zd S AGENCY ’/’Wr/ésvff_r/" 5.15- Z:lp

— I E A T /""_
DATE L2OEOT __TME_ /¥3 7

INTOXILYZER SERIAL ¢ ¥0  OD/027F LOCATION /"/"/’A /%/4/

- Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution OO AC
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the

simulator. Ensurc that a tight scal has been made. Turn on the simulator and allow temperature to reach 34°C *

0.2°C

- Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

- Go to the “Control Testing Menu”. Select “D™ for dry control test or “W” for wet control test. After selection is
made press ENTER.

. Air blank completed,

alibration check completed. Test results 0. 02 2 AC

. Air blank completed.
- Remove printed record. Attach the record to 1

SIGNATURE _ »Co. ~ "ﬂ/
A Dy =2 72y
DPS Form Exh G-2 (Rev 85-01)
Dﬂ?:-;’/ el
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EXHIBIT (-4
THIS REPORT PREPARED PURSUANT TO DUTY INPOSED BY AA.C. RIF10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURF

E-a
QA SPECIALIST /%/Z«"Zé{’& /?/ AGENCY é{{g _ﬁ/%;ylggé-_égz——

DATE  JfZefo9 __'I‘IME””M /R
INTQXILYZER SERIAL # 5O "OO/0 29 LOCATION A #EFY //4”:/

. Display Reads “PUSH BUTTON TO START™

(";”-F‘ Date check.

ONAL TESTS
0

&%t Alcohol-free subject test result 0O AC.

Not a Successtully Compleled Test Sequence printed
3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.

4. Standard Calibration Check standard 0. /B¢ AC. Result0._ 227  AC /52
instrument Is operating properly and accurately.  YE ~ NGO
COMMENTS
.

e Zani 4
/.7/K 0&441-;(_ 12/

9(,’“:2._7 748 -

SIGNATURE

" DPS Form Exh G4 (Rev 05-01)
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THTOXTLYZER 8000
Locatlon: LAKE HAVASU PD
Serial MNumber : 80-001029

1270872009 14:44:03
Standard Lot$: 833001G

Tast Changed By: K. DRELLER 121
OAS: K. DRELLER #121
CANTD HAVASU CITY YD

Operator: K. DRELLER #121
LARE HAVASU CITY PD

Subject: SQAP,FREE

DOB: 12/08/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L. Time
Arr Blank 0.000 14:46:00
Diagnostic Test Pass 14:46:27
Alr Blank 0.000 14:46:54
0.100 Cal Check 0.099 14:47:13
Alr Blank 0.000 14:47:43
Subject Test 0.000 14:48:04
Air Blank 0.000 14:48:31
Five Minute Wait ABRT*

Air Blank 0.000 14:49:08

*5equence Aborted

Not a Successfully Completed Test Sequence

w/



THTOXILYZER 2000

Pecation: LAKE HAVASU PD

Soervial Mumber @ 80-001029

VR AVAEY 1d:dd:

Standard Lot#: 833001G
L

asit Changed By: K. DRELLER #121
0AS: K. DRELLER $121
LA HAVASU CITY 2D
Operator: K. DRELLER F121
LARKE HAVAEU CITY DD
Subject: SQAP, FREE
DOB: 12/082/72009
Sex: Bl Weight: 121
15 Minute Deprivation Period? Yes
Test g/210L Time
Alr Blank 0.000 14:46:00
Diagnostic Test Pass 14:46:27
Ailr Blank 4.000 14:46:54
0,100 Cal Cheock 0.099 14:47:13
Alr Blank 0.000 14:47:43
Subject Test 0.000 14:48:04
Air Blank 0.000 14:48:31
Five Minute Wait ABT*

Alr Blank 0.000 14:49:08

*Sequence Aborted

Not a Successfully Completed Test Sequence

/
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INTOXILYZER B00G

Location: LAKE HAVASU D

Serial Mumber @ B0-001029

12708720009 ld:0d:03

Standard Lot#: 833001C
.ast Changed By: K. DRELLER 2121

QAS: K. DRELLER #121
LaxD HAVASY CITY 0D

OCverator: K. DRELLER 8121
LAKE HAVASU CITY PD

Subject: SQAP,TFRED
DOB: 12/08/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test - g/210L Time__ B
Alr Blank 0.000 14:46:00
Diagnostic Test Pass 1d:46:27
Alr Blank 0.000 14:46:54
0.100 Cal Check 0.099 14:47:13
Air Blank 0.000 14:47:43
Subject Test 0.000 14:48:04
Air Blank 0.000 14:48:31

Five Minute Walit ABT*
Alir Blank 0.000 14:49:08

*Sequence Aborted

Not a Successfully Completed Test Sequenc

Z



THTOXILYZER 8000
Locationt LAKE HAVASYU TD
Sertal Number @0 830-001029

2A5: K. DRELLER #121

TARD HAVARY COTITY DD

Uperator: K. DRELLER #1221
LAKE HBAVASU CITY PD

Subject: SOAD,BAWT
DOB: 12708720009
Ssex: M Weight: 121

1% Minute Deprivation Period? Yes

Test g/210L Time

Air Blank - IPS* 14:56:46
Air Blank 0.000 14:57:14

*Improper Sample

Not a Successfully Completed Test Sequence



Test . ..g/2lon

THTOXILYZER 8000

Location: LAXE HAVASU DD

Sovrial Mumber @ 20-001029

E2 209 14:53:30

Standard Lotd: 833001C
Last Changed By: K. DRELLER #121

DAS: K. DRELLIER $#121

e e pmeem e e e
: AR CTTY YD

Operator: K. DRELLIR 4121
LAKE HAVASU CITY PD

Sunject: S0OAP, BAWT
Dop: 1270872009

Jev: M Weight: 121

15 Minute Deprivation Period? Yes

Time

Aiy Blank o iPs* o 14:56:46“
Air Blank 0.000 14:57:14

*Improper Samplco

Not a Successfully Completed Test Sequence



A L e

LHTOXTLY ZER 8000
Locatior: LAKE HAVASU PD
Sevial Mumber @ 50-001020

] FETE I T R T T 2
LR s S td:53: 50

e

Standard Lotk: 833001G
~asn Oranged By: H, DRELLER 8121

CAL: W, DRILLER #121

I I N SRR SN U,
P N I I R (,.l,LB T

Goerator: K. DRELLER #121
LAKE HAVASDY CITY PD

Subjecit: S0QAP, BAWT
o LO0E72009
Sox: Il Welght: 121

15 Minute Deprivation Period? Yes

n
.

dest _mm__m”,qulqp Time o
AL Blanx LIPS+ id:56:46
Alr Blank 0.000 14:57:14

Y*improper Sanple

Not a Successfully Completed Test Sequence



INTOXILYZZR BO0O
Locatlon: LAKE HAVASU DD
Serial Number @ S50-001029

A dn s L00 O T

Standard LotdE: 8330016
Last Changed By: K. DRELLER #121

QAS: K., ORELLER #1210
TAKT HAVASI CITY 7D

L i

Operator: K. DRELLER 7121
LAKE HAVASYU CL1PY PD

Subject: SQAPR,RPL
COR: 1270872009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test __g/210L Time -
Alr Blank RII* 14:59:141

Air Blank ¢.000 14:59:43

*RF1 Detect

Not a Successfully Completed Test Sequence

7/



LHTOXILYZER B000Q
Location: LAKE HAVASU PD

Serial Mumber @ B0O-001029

12/08/,2009 1d:57¢¢45
Standard Loth: 8330016

Last Changed By: K. DRELLER #121
OAS: K. DRELLER 121

LAFL HAVASD CITY PD

Owperator: K. DRELLER §121
LAKE HAVASU CITY PD

Subject: SQADP,RIT

DORB: 12/08/20009
Sew: M Weight: 121

98
o

15 Minute Deprivation Period? Yes

Cest g/2101 Time N
Air Blank RFI~* 14:59:14
Alr Blank 0.000 14:59:43

*RFT Detect

Not a Successfully Completed Test Sequence




At e et R il S e B

INHTOXILYZER BOQOO
faocation: LAKE HAVASO DD

Zorial! Mumber ¢ 20-001029
P2 0B 20,9 1d:%7:45

Standard Lot#: 833001G

Last Changed By: K. DRELLER #121

OA%: K. DRELLER #121

LAETD HAVASY CITY DD

Oporator: K, DRELLER #1221

LAKE HAVASU CITY PD

cubject: SQAP,RFI
DOB: 12/708/2009
Sex: I Weight: 121

I'5 Minute DReprivation Period? Yes

Test g/210L - Time

*RIFT Dotect

Air Blank RFI* 14:59:14
Air Blank 0.000 14:59:43

Not a Successfully Completed Test Sequenc

7/4




OO T LARE HAY

o

-~
fai )

‘Al PD

0-001029

001G
. DRELLER

Subiieot:s SOAPR,DETSAMD

DB LZ2/0RS2009

1H Hinuce Depriva

ALy Blank
Diagnostic Test
Alr Blank

0.109 Cal Check
Ao Blank
Subkject Test
Alr Blank

Air Blank
Subject Test
Air Blank

*Deficient Sample
**+*Invalid Sample
Begin new de

Not a Successfully Completed Test Sequency

Velght: 121

tion Period? Yes

g/210L Time

0.000 15:

rass 15:

oS OO O

.000 I5:
.099 15:
.000 15:
Llde# 15
000 15:

0.000 15:
:20:
0.000 15:

XXX+ 15

privation period

131
13
13
14;
14:4

17:
18:
18

20:

154

34




LETOXILYZER 8000

Location: LAKR HAVAST PO

mber @ Z0-001029

Sorial
SA b Ay

Srandacd Lot#: 2330016
' Changed By: ¥. DRELLER

QAL K. DRELLER

LA HAVAZU CITY D

Oneracor: E. DRELDLDER

1
LAaKD HAVALU CI7Y D

cubjoct: SOAT, DEFSAMNDP
DD 1270872009
Sewy M Voeighs

Testo o g/210L o
siv Blank 0.000
Diagnostic Test Pass

Alr Blank 0.000
0.100 Cal Chock 0.099
Alr Blank 0.000
Subject Test 0.146*
Air i2lank 0.000
Air Blank 0.000
Subject Test XXX **

Alr Blank 0.000

*Deficient Sample
*#Invalid Sample
Degin new deprivation

121

S Ilinute Deprivation Peried? Yes

Time

B

aE

15:

-

i5:
15:
15:

15:
15:
:18:
15:
15:20:
15:20:

15

121

izl

13:0

13:
13:
14:
14
17:

18

R
28
55

1
1o

144

52
27

:54

00
34

Not a Successfully Completed Test Sequence

/J/




STCXILYARR 4000
ocationy LAKE HAVASEG PD
Jevial Humber : 50-001029
L2A08/2009

Standard Lot#: B33001C
asl Changed By: K. DRELTER

OAsZ: K. DRELLER
LU HAVASY C1TY TD

Operator: K. DRELLER
AR HAVASY CITY PD

SQAD, DEESAMP
1270872009
Som I feight:

b Minute Deprivation Period? Yes

Time

Test o 9/210L
Air Blank 0.000
Diaanostic Test Pass

O

.000
.099
.000
146+

Ailr Blank

¢.100 Cal Check
Alr Blank
Subject Test
Alr Blank . 000
Alry Blank .000
Subject Test XX+ *
Ay Blank 0.000

<

OO Do

“Deoficient Sample
**Invalid Sample

15:
15:
15:
15
15:
15:
15:

15
15
1

Beglin new deprivation perioed

13:28
13:55
ld: 14
14:44
17:52
18:27
118:04
:20:00

5:20:34

Not a Successfully Completed Test Sequence

13:01

4




EXHIBIT GG-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC RIZ-[0-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INFOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST //A‘tz‘;ﬁz@( r‘\("'[iN(f“l',,/i_ ft@ _.lez?‘éf QP/"

DATE  pl08509 o TIME /52
 LOCATION LA2EALL)

1. Ensure that gas tank 1s attached 1o instrument and contains a standard alcohol concentration solution - #ga AC.
R
Four a standard aleohol concentration solution AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
3. Go toihe “Control Testing Menu™. Select *D” for dry contral test or “W™ for wet control test. After selection is
/" made press ENTER.
R7 4. Airblank completed.
Y73, 5. Calibration check completed. Test results 0. 02 E AC.
d 6. Air blank completed.
/' 7. Remove printed record. Aftach the record to the

INTORILYZER SERIAL # J@ O v 02T

Mpleted chec

SIGNATURE

7 Doz *z
Dﬁ-—zﬁye’

DPS Form Exh G-2 (Rev 05-01)







