POLICE DEPARTMENT

A, LAKE HAVASU CITY
b & 2350 McCULLOCH BOULEVARD NORTH
'P"'ﬂn .u.ﬁ“ \ LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereb?r attesl that Charles Trescher is a Certified Intoxilyzer Quality Assurance

Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are full, true and

correct copy of the original.

Signature
STATE OF ARIZONA )
) 58
COUNTY OF MOHAVE )
Subscribed and sworn to beforeme this V| day of M,{
by
CA’lar(u SAreeLhe v~
(
m L

N RY PUBLI

N 1 i

DATE

Commission expires:

%Eiﬁ CARLA DUARTE
Notary Public - Arizona
= - Mohave County
Mm Comm Expires Mar 25, 2017
Araa Code 928

Administration ...................... B55-4884  Fax #'s EMergancy ..., 80141
BUSINGss OMCE ......icovrverennn. 855-1171  Administration ... BBO-5430  Non-Emergency Dispatchy/ ... 855-4111
Investigations __.. ... B55-8TT5 Business Office ersssssnnnness OB0-5431 TDD  855-4114
PEMO .oooeioeeeeneenee oneaene B5-0515 Investigations/Patrol ............ 680-5432  Havasu Silent Witnoss ... 854-TIPS

E-mail: police@Ihcaz.gov
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EXHIBIT -2
THIS REFORT PEEPARED FUERSUANT TO DUTY IMPOSEDN BY A_AC.RI3-10-104 (A}
ARLZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECHK PROCEDURE

AGENCY [MMENAVASY Ty foacg
-1 75 TIME [52% HRS

INTOXILYZER SERIAL #
1. Ensure that gas tank is attached to instrument and confains a st=ndard alcohol concentration solution +f 0%

2.
) i

4.
L

SN\

=

hn

i ki

SIGNATURE ¢ e M,’é -

RO~ Qo/¥ 7R Location _ CANC PO Masn) T

AC,

OR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turm on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Go to the “Control Testing Menu". Select “D™ for dry control test or “W™ [or wet control test. After sclection is

made press ENTER.

Air blank completad.
Calibration check completed. Test resules 0./ 9 € AC.
Air blank completed. .

Bemove printed record. Attach the record to the completed checklist.

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER BOCO

Location: LHC MAIN JAIL

Serial Number: B0-001873

Core Version: B8105.48

12/17/2015 165:28:27
Btandard Lot#: 20374100A3

Last Changedd By: J. SONDROL #1187
QAS: C. TRERCHER #218

LAKE HAVASUD CITY PD

Cperator: C. TRESCHER #219

LAKE HAVAED CITY PD

Test g/210L Time

Alr Blank 0.000 152291 36
0,100 Cal Check 0.109 15:29:57
Adr Blank 0.000 15:30:27

Preventative Maintenance
Performed -- Timer Resetl
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EXHIBIT -4
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RI13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

LAV E HAVEc U CETy POICE

QA SPECIALIST ((HARLES TReScher AGENCY
B 7

DATE (2=t 7-15 ™ [53] IRS

INTOXILYZER SERIAL# € ~OC0/% 73 LOCATION (A/CLf) fidry) TRTE

(V') 1. Display Reads “PUSH BUTTON TO START™

MAGNOETIC TESTS
{ ¥ ) A. Clock time check.
( 2. Date check.

0 )ﬁA TIONAL TESTS
Aleohol-free subject test result 0, 00O AC.
Error recognition logic system functioning,.
Mot 2 Successfully Completed Test Sequence printed
{1\ roper sangle recognition system,
Mot a Successfully Completed Test Sequence printed

Deficient sample printed.
{ ¥ 4. Standard Calibration Check standard 0._fO O AC. Resulto, | O & AL

Instrument is operating properly and accurately.  YES .3/ MO
COMMENTS

f’ﬂ_—-_:/,-._ H#ij

SIGNATURE

DIPS Form Exh G-4 (Rev 0501}




INTOXILYZER 8000
Locaticon: LHC MATN JATIL
Gerial Number: B80-001873
Core Version: B8105.48

12/17/2015 6533457

Standard Lot#: 20274710043

Last Changed By: J. SONDRCL #187

QAs: C. TREESCHER #2719

LAKE HAVASU CITY PBD

Operator: C. TRESCHER #2719

LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 10/19/1978

Sex: M Weight: 220

15 Minute Deprivation Pericd? Yes

Tesl g/ 210L Time

Bir Blank 0.000 15:32:54
Diagnostic Test Pasg 15:33:29
Air Blank 0.000 T5=33: 55
0.700 Cal Check 0.100 1534207
Air Blank 0.000 152324147
Subject Test 0.0oo TEand s
Bir Blank ABT* Fh: 3R e
Air Blank IEg+* TH:35e29

*Sequence Aborted
**ITmproper Sample

Not a Successfully Completed

Test Seguence

— —




INTOXILYZERE B0OQO0
Location: LHC MAIN JAIL
Serial NMumber: B0-001873
Core Version: B8105.48

12/17/2015 15:31:57

Standard Lot#: 20314100A3

Last Changed By: J. SONDROL #187 !
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978

Sex: M Weight:

1% Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank ~ 0.000 15:32:54
Diagnostic Test Pass 15233229
Air Blank 0D.000 15:33:56
0.100 Cal Check 0.100 T5:34:17
Alr Blank 0.000 15:34:47
Subject Test 0.0G0 15235210
Adr Blank ABT™* 1535527
Air Blank Ipgh#* 15:35:29

*Sequence Aborted
k& Improper Sample

Not a Successfully Completed Test Sequence |




INTOXILYZER B8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: B8105.48

12/17/2015 15231257

Standard Lot#: 20314100A3

Last Changed By: J. SONDROL #187

QAS: C. TRESCHER #2198
LAKE HAVASU CITY PD

Operatcr: C. TRESCHER #2189
LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 10/19/1978

Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 15:32:54
Diagnostic Test Pass 15:33:29
Air Blank 0.000 15:33:56
0.100 Cal Check 0.100 15:34:17
Air Blank 0.GQO0 15:34:47
Subject Test 0.000 15238210
Air Blank ABT* 15:=35+2]
Air Blank [PS** 15:35:29

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-001873
Core Version: 8105.48

12£17/2015 15:36:43
Standard Lot#: 20314100A3

Last Changed By: J. SONDROI #187
QAaS: C. TRESCHER #2165
LARKE HAVASU CITY PD

Operator: . TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST
coB: 10/19/1878
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:137:34
Diagnostic Test Pass 15:38:09
Air Blank 0.000 15:38:36
0.100 Cal Check 0.100 15:38:57
Air Blank 0.000 15:39:27
Subject Test 0.04z2%* 15:42:34
Air Blank 0.000 15:43:05
Air Blank 0.000 15:43:33
Subject Test XXX ** 15:44:01
Air Blank RFI**=* 15:44:12

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Seguence

219
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INTOXILYZER 8000

Location: LHC MAIN JAIL ,
Serial Number: B80-001873 |
Core Version: 8105.48 [

12/17/2015 15:36:43
Standard Lot#: 20314100A3

Last Changed By: J. S0ONDROI, #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

e ———

Test qg/f210L Time

Air Blank 0.000 15:37:34

Diagnostic Test Pass 15:38:09 .
Air Blank 0.000 15:38:386 i
0.100 Cal Check 0.700 15:38:57 |
Air Blank 0.000 18523927

Subject Test 0.042% 15:42:34

Air Blank 0.000 15:243:05

2ir Blank 0.000 15:z43:33

Subject Test XYY ** 15:44:01

Air Blank REI**%* 15:44:712

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***REF] Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-001873
Core Varsion: 8105.48

K7

12/17/2015 15:36:423

Standard Lot#: 20314100A3

Last Changed By: J. SOKDROL #187
QAS: C. TRESCHER #2149
LAKE HAVASU CITY PD
Operator: C. TRESCHER #219
LAKE HAVARU CITY PD
Subject: SQAP,TEST i
DOB: 10/19/1978 f
Sex: M Weight: 220 '
15 MinukLe Deprivation Period? Yes

Test q/210L Time

Air Blank 0.000 15:37:34

Diagnostic Test Tass 15:38:09

Air Blank 0. 000 15:38:36

0.100 Cal Check 0.100 15:38:57

Air Blank 0.000 15:39:27

Subject Test 0.042%* 15:42:34

Alr Blank 0.000 15:43:05

Alr Blank 0.000 15:43:33

Subject Test XA ** 15:44:01

Air Blank RPI**=® 15:44:12

*Deficient Sample
**Invalid Sample

Begin new deprivation periocd
*%**RFI Detect

Not a Successfully Completed Test Sequence




Al
EXHIBIT -2
THIS REPORT PREPARED PURSTUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)
ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK FROCEDURE

oaspeciaList _ (HARLES TReseHER AGENCY __(AVE NAVASY Cryy poune
- 17-1= TIME ISY5 {igs S am |

LYZER SERIAL# GO -0OG (& 73 LOCATION (NCPD M TRIL

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution «f <) AC,

)
OR
Pour a standard alcohol concentration solution AC, into a clean dry simuiator and aszemble the
simulator. Ensure that a tight scal has been made. Twm on the simulator and allow temperature to reach 34°C £

0250
( 2. Intoxilyzer 8000 display reads *I'USH BUTTON TO START™
Go to the “Control Testing Menu”™ Select “D" for dry contral test or *W™ [or wet control test, After selection is

' made press ENTER.

DATE

( . Air blank completed.

{ ion check completed. Testpesults 0. /0 C AC.

( . Air blank completed.

( 7. Remove printed record. Attach the record to the completed checkdist.
SIGNATURE — I

DPS Farm Exh G-2 (Rev 05-01)
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Sarial Number: 80-001873
Core Version: B105.438

12717/201% 15:45:26
Standard Lot#: 20314100R3
Last Changed By: J. SONDROL #187

QAS: C. TRESCHER #2109

LARE HAVASU CITY PD |
Operator: C. TRESCHER #2718

LARE HAVASU CITY FD

Test g/ Z210L Time t
e e e i e T i

i
Air Blank 0. 000 15:45:56 !
0.700 Cal Check 8.3100 15:46-%86 H
Air Blank U. 000 15:46:46

Fraventative Maintananos
FPerformed -- Timer Resst

B e —rrreemer e




