POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5047

To Whom It May Concern:

| hereby attest that Earl Wilson is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true

and correct copy of the original. ‘)Lﬂ
CCLQ— —+"22¢

Signature
STATE OF ARIZONA }
) 55
COUNTY OF MOHAVE )
Subscribed and sworn to before me this =) day of §)¢cember

by _Zar)l W=

NOTARY P Lic

17-3\ T o
DATE

Commission expires:

VICTORIA L SHANNON

Area Code 920
Administrabion ...........cccommmee 855-4884 Fax #5 Emengency ......c..ccceo.. 9-1-1
Business Office .......... veeee AGR11T Administration ............ 680-5430 Non-Emergency Dispatchy ...... 855-4111
Investigalions SRR—— Y Businass Ofice ..........c..cciien 680-5431 TDD 855-4114
PAIrol ......coeicinicimimssirmsssarnnns S09-0515 Investigations/Patrol ... 680-5432 Havasu Silent Witness ... B54-TIPS

E-mail; police@thcaz gov




EXHIBIT .4
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC. RIZ-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST Fanme fureserd  AGENCY  lake Havaco cory PO
pate 12)3 Jre o e /3 /LY
INTOXILYZER m?alua__ﬁ?- Oo/>2 7 Locamion & M.c. 2 0. Tai.

( #11. Display Reads “PUSH BUTTON TO START"

DTAGROSTIC TESTS
( :;l Clock time check.,
{ 2

Date check.

TIONAL TESTS
( 1. Alcohol-free subject test result 0. 200 AC
{ Vrl Ennor recognilion logic system Runctioning.
Not a Successfully Completed Test Sequence printed
{ Vrl Proper sumple recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
( =T 4. Standard Calibration Check standard 0. { OO _AC. Resuli0. /OO AC.

lnstument is operating properly and accurately,  YES / NO

COMMENTS

SIGNATURE /C-Lé?é_%?{-

DPS Form Exh G-4 (Rev 05-01)




INTOXTLYZER BODO
Location: LHCPD MAIN JATL
Serial Number: B0-001029

Core Version: 8105.48

12/31/2012 13:12:14
Standard Lot#: 22911100A1

Last Changed By: J. SONDROL #187
RQAS: E. WILSBON #226

LAKE HAVASU CITY PD

Operator: E. WILS3ON #226
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/10/2010
Sex: M Weight: 112

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:13:30
Diagnostic Test bass 13:14:05
Air Blank 0.000 13:14:33
0.1080 Cal Check 0.1080 12:14:53
Adr Blank 0.000 1 X 5rd3
Subject Test 3.000 13295237
fir Blank ABRT* 13:15:45
Air Blank IpS*% 13215253

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHCPDB MAIN JAIL
Serial Number: 80-001029
Core Version: 8105.48

12/31/2012 13:18:47
Standard Lot#: 22911100A1

Last Changed By: J. SONDROL #187
QAS: E. WILSON H226

LAKE HAVASU CITY PD

Operator: E. WILSON #226
LAEE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/10/2070
Sex: M Weight: 112

15 Minute Deprivation Period? Ye=s

Test g/210L Time

Air Blank 0.000 13:219:51
Diagnostic Test Pass 13:20:26
Air Blank 0.000 13:20:54
0.100 Cal Check 0.100 13:21:14
Air Blank 0.000 13:21:44
Eubject Test g.182% 13:24:57
ABir Blank 0.000 13:25:24
Air Blank 0.000 13:25:51
Subject Test AEX==* 13:26:10
Air Blank RFI*** 13:26:18

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




