POLICE DEPARTMENT
LAKE HAVASU CITY

2360 MeCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 88403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Qua'[ky Assurance Procedures andfor
Standard Calibration Check Procedure are full, trug and cnrrq‘t#t copy of the original.

] ll w»(_u/fi‘?
/

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 5 day of Felrua f\{ -

20\5 ? _osn Sovuee |

)

NOTARY PUBLIC —

2-5-18

DATE

Commission expires:

Area Code 928

Adminislralion .......ccoeeeneeeean, 855-4884 Fax #'s Emergency ... ST P Fee P RN SOUMRRoRs » =5, [, |
Business Office L BEE-11T Administration ..., GB0-5430 MNon-Emergency Dispatch/ ... 855-4111
lewesligalions .........oceeveene,n., B85-5775 Busziness Office G30-5421 TooD 855-4114
Fatrnl i i BeEAE s Investigations/Patral ... 680-5432 Havasy Silent Witness ..., 854-TIPS

E-mail; police@hcaz. gov




EXINBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A R13-10-104 (A)

ARLLZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST 3 OOND R |57 acency LHE PD

paTE__ Z[Y[IS TIME | A1\ s

INTOXILYZER SERIAL¥ R~ 203356 rocation LNC mAind TAIC
{J}f 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution -_@.AC,
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature o reach 34°C +
0.2°C

Intoxilyzer 8000 digplay reads “PUSH BUTTON TO START”

Cio ta the “Control Testing Menn™. Select *I1" for dry control test or “W™ for wet control fest. After selection is
made press ENTEE.

Air blank completed.

. Calibeation check completed. Testresults0_ (D7) ac

Alr blaok comgplet

. Remove printed recgrd. Attach the record to the completed checklist.

el bl
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DPE Form Exh G-2 (Rev 05-01)
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INTOXILYZER BOOO

Location: LHC MAIN JAIL

Serial Number: 20-003356

Core Version: 8105.438

QZ/04/2015 12:11:02
Standard Lot#: 01513100A7

Last Changed By: J. SCHDROL #7187

Qas: J. SONDROL #187
LAKE HAVASD CITY Ph
Operator: J. ZONDROT. #1847
LAKE HAVASI CITY PD

Test g/ 210L Time

Air Blank 0.000 12:17:42
0.1G0 Cal Check .09y T2:72:03
Alr Blank [, 0G0 TEsvasdd

Preventative Malntenance
Parformed -- Timer Heset




EXHIBIT -4
THIS REPORT PREPARED PUBRSUANT TO DUTY IMPOSED BY A A C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAVETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 3000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST % Sy/inJDEct | €77 AGENCY LH (. Pd
DATE L-E)“I/ s £ TIME |21 =
INTOXILYZER SERIAL# KD AN 54 LOCATION [ NC PRy JRIL

( 7 1. Display Reads “PUSH BUTTON TO START"

DTAGRNOSTIC TESTS
[ : Clock time check.
{ 2. Date check.

OPERATIONAL TESTS
() 1. Alechal-free subject test result 0, ()30} AcC.
{ /ﬁ? Error recognition [ogic system functioning.
Mot a Successfully Completed Test Sequence prnted
{ _/)" 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Dieficient sample printed. 1)
{ _¥4. Standard Calibration Check standard 0. | (J(D AC. Resulto, (O] AC.

Instrument is operating properly and accurately.  YES ~" NoO

COMMENTS

P 1
SIGNATURE C. Z_/ijj e ]

DPS Form Exh -4 (Rev 05-01})




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

02/04/2015 12:12:42
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: J. SONDEROL #187

LAKE HAVASU CITY PD

Operabor: J. SONDROL #187
LAKE HAVASUO CITY PD

Subiject: SQAP,TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank c.000 12:13:42
Diagnostic Test Pass 12:14:17
Alr Blank 0.000 12:714:44
0.100 Cal Check 0.097 12:15:295
Air Blank 0.000 12215234
Subject Test 0.000 12:16:07
Air Blank ABT* 12216214
Alr Blank IPS** 12:16:22

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



1:.:-._?{
L~

INTOXILYZEERE 8000
Location: LHC MAIN JAIL

Serial Mumber: 80-003356

Core Version: B105.48

02/04/2015 T2:12:42
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #1187
QAS: J. SONDROL #£187
LAKE HAVASU CITY PD

Operator: J. SONDROL 187

LAKE HAVASU CITY PD

Subject: SQAF,TEST
DOB: 01/01/185%0

Sex: M Weight: 123

15 Minute Deprivation FPericd? Yes

Test g/210L Time

Air Blank 0.000 12:13:42
Diagnostic Test Fass 12:74:217
4ir Blank ¢.000 12:74:44
0.1700 Cal Check (2 a3 T2 15208
Air Blank 0.000 12:15:34
Subject Test a.goa 12:16:07
Air BRlank BEBT* 1221631
Air Blank TIPS o A
*Sequence Aborted

**Improper Sample

Not a Successfully Completed

Test Seguence

i




INTOXILYZER 8000
Location: LEC MAIN JAIL
Serial Number: 80-003354
Core Version: 8105.48

02/04/2015 12:12:42
Standard Lot#: 0151310047

Last Changed By: J. B0ONDROL #187
QAS: J. SONDROL #1879

LAKE HAVASUO CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: S50AP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Depriwvation Periocd? Yes

Test g/210L Time

air Blank 0.000 121342
Diagnostic Test TPass g Bk I T B
Air Blank 0.000 12:74:44
0.100 Cal Check 0.087 1215205
Air Blank 0.ooo 12:15:34
Subject Test g.000 12:16:07
Air Blank ABRT* 12:16:14
Air Blank IPS** 1281822

*Seguence Aborted
**Impropar Sample

Not a Successfully Completed Test Seguence




INTCXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-003356
Core Version: 8105.48
02/04/72015

12:17:220

Standard Lot#: 015137004A1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL w187
LAKE HAVASU CITY PD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight:
15 Minute Deprivalbtion Period? Yes
Teat g/210L Time
Air Blank 0.000 12:18:08
Diagnostic Test Fass 12:18:43
Air Blank 0.000 1221910
0.100 Cal Check 0.087 12:18:31
Air Blank 0.000 1440 +01
Subject Test U 3509% 12:23:08
Air Blank 0.000 12:23:42
Bir Blank 0.000 12:24:09
S5ubject Test 8.6, 600 12:24:36
Air Blank REI*®* 12:24:43

*Deficient Sample
**Invalid Sample

Begin new deprivation peried

***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003354
Core Version: 8105.48

02/04/72075 T2l sdh
Standard Lot#: 01513100417

Last Changed By: J. SCNDROL #187

QAS: J. ESONDROL #187
LAKE HAVASUO CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 01/01/1850

Sex: M Weight: 123

15 Minute Deprivaticn Fericd? Yes

Test g/210L Time

air Blank 0.000 12:18:08
Diagnostic Test Pass 12:18:43
&ir Blank 0.000 12319310
0.100 Cal Check 2-.097 | B A e
Air Blank 0.000 12:20:01
Subject Test 0.359* o B
Air Blank 0.000 12:23:42
Air Blank 0.000 12:24:09
Subject Test HEH+H 12:24:36
Air Blank RET**% 12:24:43

*Deficient Sample
**Tnvalid Sample

Eegin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

-




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

02/04/20158 5 Fm  B e
Standard Lot#: 0D157137100A10

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY FD

Operator: J. SONDROL #187
LAKE HAVASU CITY FPD

Subject: S0QAF,TEST
DOB: 01/01/1880
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

2ir Blank 0.o0o T TRy 18
Diagnostic Test Fass 12:18:43
Air Blank G.000 17l B S R 6
0.700 Cal Check 0.057 T BB
Air Blank 0.000 14:20:01
Subject Test G.359% 1T2:23:08
2ir Blank o.co0 12:23:42
Air Blank 0.0600 12:24:05
Subject Test HEX** 12:24:36
Air Hlank A et T2 2d 43

*Deficient Sample
**Tnvalid Sample

Hegin new deprivation pericd
***RFI Delect

Not a Successfully Completed Test Sequence




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PURBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST J SeJ Dt IS7 aagency L NC PD

pate __ 2/ U[IS o omme 206 =
INTOXILYZER SERIAL# __ %) - (O03556 LOCATION L N¢E mbn JRIC -

( “) 1. Ensure that gas tank is attached to instrunent and fjoj:lams a standard alcohol concentration salution , () AC,

Pour a standard alcohol concentration solution  AC, into a clean dry simulator and assemble the
simulator. Ensire that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C £

02°C
Intoxilyzer BINK display reads “PUSH BUTTON TO START™

Go to the “Control Testing Mene™. Select “I)” for dry contral test or “W™ for wet control test. After selection is
made press ENTER.

o %
4. Air blank completed.
% 5. ca:rncaﬁuncﬁxwmptmi. Testresutts0, (DT6  ac
6.
)y 7.

—

W —

Air blank completed.
Remove afrd, Attach the record to the completed checklist.
SIGNATURE (. €7
[

DPS Form Exh E-Z (Raev 05-01)




INTOXILYZER 8000

Location: THC MATN JATL

Serial Number: BO-003356

Core Version: 8105.453

02/04/2075 12:26:%4
Standard Lot#: Q01371310041

Last Changed By: J. SONDROL #1587

QAS: J. SONDROL #7187
LAKE HAVASU CITY FD

Test g/210L Time

Air Blank wLOGo 12:26:43
0.198 Cal Chack 0.0%96 12237204
Arr Blank 0.0G0 12037234

FPrevaentative Maintenance

Performed =-- Timer Reset




