POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5047

To Whom It May Concemn:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Qualily Assurance
Procedures and/or Slandard Calibration Check Procedure are full, true and
correct copy of the original.

Signature
STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
Subscribed and sworn to before me this 15 ~_dayof | v by 4 o).

- by IA‘%Lx[{,:} _?m{ gﬂnd_;
JZ '*-‘-‘ - ﬁl:x!,'!f_'&

NOTARY PUBLIC =

/s ) is

DATE

Commission expires: ’l""-*AJ 29 a0

Area Code 928

Administration ceeiiesiiein. B55-1884 Fax #'s Emargency ... i urmmsirsmssssssssniers BR1=1
Rusiness Office it . BES-11T1 Administration cucersrn BB0-5430 Non-Emergency Dispatch/ .. BOG-4111
Investigalions 8555775 Business Office ... sereranar. OB0-5431 ToD 8554114
Patrod ..., , B55-0515 Investigations/Patrol cemeer- BEO-5432 Havasu Sient Witness ... 854-TIPS

E-mail. police@ihcaz.gov

$




ala

EXHIBIT -2
THIS BEPORT PREEFPARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK I'RIX'ENDURE

AGENCY _LAKC HAvasU =Y Pucice

OA SPECIALIST ZNAMRLES TRESER

DATE e o b = TIME el -
INTOXILYZER SERIAL# SO ~ 00334 LocaTiON INCPL miATn) TaTe

1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution o [ 2% A(

(V')
OR
Pour 2 standard 2leohol concentration salution AC, into a elean dry simulator and assemble the
simulator. Ensure that a tight seal has been made., Tum on the simulator and allow temperature to reach 34°C +

0.2°C
( ‘/I// 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
{ V) /3. Go to the “Control Testing Menu", Select “D" for dry control test or “W™ for wet control test. Afier selection is
made press ENTER
. Air blank completed.
. Calibeation check completed. Test results0. 096 acC.

(

(

( 6. Air blank completed.

{ 7. Remove printed record. Attach the record to the completed checklist.

SIGNATURE

DPS Form Exh G-2 (Rev 05401)




INTOXILYZER 8000

Location: LHC MAIN JAIL

Serial Number: 80-003356

Core Version: 8105048

03/13/2015 D4t TF: 38
Standard Tot#: 031374100A3

Last Changed By: J. SCKDROL #1387

QAS: C. TRESCHER #2719

LAEKE HAVASU CITY TD

Cperator: . TRESCHEER #2719
LAKE HAVASU CITY PD

Test g/f210L Time

Air Blank .000 Od:18:14
0,190 Cal Check 0.095 0418235
Air Blank 0,000 04:19:05

Preventative Maintenance

Performed -- Timer Resst

v
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EXHIBIT (-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 (A}

ABRTZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZEE MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST __ CU4RIES TRESCHER AGENCY [ AKE Haylgy) cFvy pPoELce
DATE 03-1R-15 TIME 0432
€°-ow335€ LOCATION /AP MAZN AT

IT:‘?(.\LYZER SERIAL #
() 1. Display Reads “PUSH BUTTON TO START

IZ:},A{:NUS'I"EE TESTS
{ 1. Clock time check.

(/" } 2. Date check

O?I(ATIDHAL TESTS

( . Alcohol-free subject test result 0, 00 O AC,

{ . Error recognition logic system functioning.

Wot a Successfully Completed Test Sequence pranted

{ /) 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Dreficient sample printed.

(/) 4. Stndard Calibration Check standard 0._[O O AC. Result0. OFF  AC
YES NO

Instrument is operating properly and accurately.
COMMENTS

SIGNATURE  —— 2o ¢ c’%

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000 |
Location: LHC MAIN JAIL j
Serial Number: B0-003356
Core Version: 8105.48

03/13/2015 04:20:17

Standard Lot#: 01314100A3
Last Changed By: J. SONDROL #187

QAS: C. TRESCHER #219

LAEKE HAVASU CITY PD

Operator: C. TRESCHER #2719
LAKE HAVASU CITY PD

Subject: SQAP, TEST
DOB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivaltion Period? Yes

Test g/210L Time

Air Blank 0.000 04:21:27 [
Diagnostic Test Pass 04:22:02

Air Blank 2.000 04:22:30

0.100 Ccal Check o.0697 04:22:50

Air Blank 0.000 04:23:20

Subject Test 0.000 04:23:-38

Air Blank ABT* 04:23:43

Alr Blank Ips=* 04:23:580

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: B105.48
03/13/2015

04:20:17

Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219
LAEKE HAVASU CITY FD

Operator: C. TREESCHER #219
LAKE HAVASU CITY FPD

Subject: SQAP,TEST

DOB: 10/19/1978

Sex: M Weight:

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank g.000 04:21:27
Diagnostic Test Pass 04:22:02
Air Blank 0.000 04:22:30
0.100 Cal Check 0.097 D4:22:50
air Blank 0.000 04:23:20
Subject Test G.000 04:23:36
Alr Blank ABT¥* 04:23:473
Air Blank Ipg** 04:23:50

*Sequence Aborted
ceImproper Sample

Not a Successfully Completed Test Sequence

el
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

03/13/2015 04:20:17

Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219
LAKE HAVASU CITY PD
Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978

Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 04:21:27
Diagnostic Test Pass 04:22:02
Air Blank 0.000 04:22:30
0.100 Cal Check 0.087 04:22:50
Air Blank 0.000 04:23:20
Subject TeslL 0.000 04:23:36
Alr Blank ART* 04:23:43
Air Blank IPS** 04:23:50

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

A9




INTOXILYZER &000
Locaticn: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

03/13/2015 D4:24:34
Standard Lot#: 01314100A3

Last Changed By: J. S0NDROL #1887
QAS: C. TRESCHER #219

LAKE HAVASU CITY F¥D

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAFP,TEST
DOB: 10/19/1378
Sex: M Weight: 200

15 Minute Deprivation Pericd? Yes

Test g/210L Time
" Air Blank 0.000 04:25:35
Diagnostic Test Pass g4 :26:14
Air Blank G.000 04:26:37
0.700 Cal Check 0.098 N4:26:58
Air Blank 0.000 04:27:28
Subject Test 005 G4:30:35
air Blank 0.000 B4 33+07
ir Blank 0.000 04:31:34
Subject Test KA U ** 04:31:53
air Elank REI*%% 04:32:04

*Deficient Sample
**Tnvalld Sample

Begin new deprivation peried
***RFI Detect

Not a Successfully Completed Test Sequence

21
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-003356
Core Version: 8105.48

D3/13/2015 D4:24:34 !
Standard Lot#: 0131410043 ?
Last Changed By: J. SONDROL #187 i
QAS: C. TRESCHER #219 ;

LAFE HAVASU CITY D

Operator: C. TRESCHER #2159
LAKE HAVASYT CITY PL

Subject: 3QAP,TEST
DOE: 10/15/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Elank 0.000 04:25:35 5
Diagnostic Test Pass 04:26:10
Air Blank 0.000 04:26:37
0.100 Cal Check 0.058 04:26:58
Air Blank 0.000 04:27:-28
Subject Test 0.057* 04:30:35
Air Blank 0,000 04:37:07
Air Blank 0.000 Gd=371534
Subject Test HHH*x= J4: 31253
Air Blank REI*** 04:32:04

*pDeficient Sample
**Invalid Sample

Begin new deprivation period
#**PPFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: B8105.48

03/13/2015 04:24:-34
SGtandard Lot#: 013147100A3

Lagt Changed By: J. SONDROL #187
QAS: C. TRESCHER £219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOEB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Taestl g/210L Time

Air Blank 0.000 04:25:35
Diagnostic Test Pass 04:26:10
Air Blank 0.000 04:26:37
0.100 Cal Check 0.058 04:26:58
Air Blank 0.000 04:27:28
Subject Test 0.057* 04:30:35
Adir Blank 0.000 04:31:07
Air Blank 0.000 04:31:34
Subject Test NN ** 04:31:53
Air Blank RFI*=*= 04:32:04

*Deficient Sample
a*Invalid Sample

Begin new deprivation periocd
k**RFI Detect

Not a Successfully Completed Test Sequence




U

EXHIBIT -2
THIS REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY A AC. RI13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST _ CHARLES TRes<NENL  agency  LRKE WAV O STy Pogie
DATE Ox-3 -5 i o423 -
INTOXILYZER SERIAL# B0 =00 338E  jgcamion LNSPO Maan) TATL

(W'} 1. Ensure that gas tank is attached to imstrument and contains a standard alcohol concentration solution /@2 ¢
OF

Pour a standard aleolol concentration solution AC, o a clean dry simulator and assemble the

simulator. Ensure that a tight scal has been made. Tum on the simulator and allow temperature to reach 34°C +

02%C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

Fo to the “Control Testing Menu™. Select “D" for dry control test or “W™ for wet contral fest. After selection is

made press ENTER,

. Air blank completed.
Calibeation check completed. Test results 0. 8977 AC.

Adr blank completed.
Remaove printed record. Attach the record to the completed checklis,

=
sxmﬁﬂﬂ% W, i

DPS Formn Exh G-2 (Rev $5-01)
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INTOXILYZER 80040

G | |

Logation: LHT MAIN JALL

Serial Mumber: BQ-003356 (i
Core Versicn: 8105.48 {

03/13/2015

Standard Loz#: 0131410043

Last Changed By: J. SONDROL #1587
Qas: . TRERCHER #219 Ii
LAKE HAVASHT CITY BD i

LAKE HAVASU CITY PD i
Test g/210L Time

Air Blank 0.000 0d:33:32

0.160 Cal Check 0,097 04:33:53

Air Blank O 0c0 D4:34:23

Preventative Maintenance

Performed ==

Operator: C. TRESCHER #219

N4:33:02

Timer Reset




